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Total
Complia NameOf ModelNo. NatureorComplaint ReceiveDat!'& callAttendedResponseCallCloseDate& Down ActionTaken Spares WorkDoneBySr.No.
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" Minutes
After checking of ECG Machine

Medicine Patient Cable is not 01.06.2019 01.06.2019 problem found in Patient Cable so 1 . Patient Mr. Sontakke
3 4675 ECGMachine OPO working 11:10 AM 11:11 AM 01 Min 11:30 AM 20 Min replaced 1 x 10 Lead Patient Cable V.B.

Cable. Tested and handover in
workinp- condition.
After checking of SP02 Probe

01.06.2019 01.06.2019 loose connection in indecator Mr.Amin
5 2705 Monitor SICU SP02 Probe not Working 12:55 PM 1:00 PM OSMin 01:30 PM 35 Min side so its resolder properly. Sayyed

Tested and handover in working
condition.
After checking of ECG Cable

03.062019 03.06.2019 observed its broken so replaced 1 1. ECG Mr.Amin
8 2846 Monitor CCU ECGCable is not working 04:00 PM

4:05 PM OSMin 04:10 PM 10 Min Nos. OS Lead ECG Cable. Tested cAble Sayyed
and handover in working
condition.
After checking of SP02 Probe

15 1884 Monitor NICU SP02 Probe not Working 04.06.2019 11:00 AM 30 Min
04.06.2019 60 Min

observed its damaged so replaced 1. SP02 Mr. Pawar S.
10:30 AM 11:30 AM 1 nos. SP02 Probe. Tested and Probe O.

handover in workinv condition.
After checking of SP02 Probe

17 1286 Monitor RGYICU SP02 Probe not Working 04.06.2019 12:30 PM 30 Min 04.06.2019 30 Min
observed its damaged so replaced 1. SP02 Mr. Pawar S.

12:00 PM 12:39 PM 1 nos. SP02 Probe. Tested and Probe D.

handover in workinv condition.
After checking of ECG Machine

04.06.2019
problem found in Printer due to

Mr. Sontakke
19 1210 ECGMachine Super Deluxe Printer Problem 11:25 AM 25 Min 04.06.2019 42 Min broken replaced11:00 AM 11:42 AM connector so V.8.

connnector. Tested and handover
in workin" condition.
After checking of ECG Cable

04.06.2019 04.06.2019 problem found in Green Lead its Mr. Amin
21 2174 Monitor CVTS ECGCable is not working 09:30AM 9:35AM 05 Min 09:45AM 15 Min damaged so replaced 1 nos. Green .

Sayyed
Lead. Handover in working
condition.
After checking of Monitor

04.06.2019 04.06.2019
Observed DP Not Showing due to

Mr. Amin
22 2064 Monitor EICU Leakage from DPCuff 02:30 PM 2:35 PM 05 Min 02:40 PM 10 Min DP Cuff Damaged so replaced 1 1.8PCulf Sayyed

no. BP Cuff. Tested and handover
in workina condition.
After checking ECG Machine 1.ECGR.

23 1287 ECGMachine RGYICU Not Working Properly 04.06.2019 11:15 AM 15 Min
04.06.2019 19 Min

replaced ECG R. Bulb & Chest Bulb Mr. Pawar S.
11:00 AM 11:19 AM Electrode. Tested and handover 1. Chest D.

in workin'" condition.
Electrode ..&<=""-

After checking of Monitor

Mr.pawarl
V"." '"c'r----\o

problem found in ECG cable its .,{ ..• ,
06.06.2019 06.06.2019 1. ECG '( ~~\

31 2709 Monitor SICU ECGCable is not working 12:45 PM 15 Min 30 Min Faulty so replaced 1 nos. ECG .\. )~'))12:30 PM 01:00 PM
Cable. Tested and handover in

Cable,
D. ~

workina condition.



After checking of Syringe Pump

07.06.2019
problem found in 03 Pin Top its

1.3Pin Mr. Pawar S.36 2710 Syringe Pump SICU 03 Pin Top Broken 07.06.2019
2:35 PM as Min 15 Min broken so replaced 1 nos. 03 Pin02:30 PM 02:45 PM Top D.

Top. Tested and handover in
working condition.
After checking of Monitor

07.06.2019 07.06.2019
Observed BP Not Showing due to

Mr. Pawar 5.37 2711 Monitor SICU BP Cuff is not Working
02:36 PM 2:40 PM 10 Min 03:00 PM 24 Min BP Cuff Damaged so replaced 1 1. BPCuff

D.
no. BP Cuff.Tested and handover
in workinl! condition.
After checking of SP02 Probe

43 339 Monitor O. T. Complex Comen SP02 Probe not Working OB.06.2019 4:25 PM 10 Min 08.06.2019 30 Min
observed its damaged so replaced 1. SP02 Mr. Pawar S.

04:15 PM 04:45 PM 1 nos. SP02 Probe. Tested and Probe D.

handover in workimz condition.
After checking of SP02 Probe

47 1887 Monitor NICU SP02 Probe not Working OB.06.2019 11:15 AM 15 Min 08.06.2019
28 Min

observed its damaged so replaced I.SP02 Mr. PawarS.
11:00 AM 11:28 AM 1 nos. SP02 Probe. Tested and Probe D.

handover in working condition.
After checking of SP02 Probe

OB.06.2019 08.06.2019 loose connection in sensor side so Mr. PawarS.4B 1887 Monitor NICU SP02 Probe not Working
10:45AM 11:15 AM 30 Min 1I:35AM SOMin - D.its resolder properly. Tested and

handover in workino condition.
After checking of ECG Machine

10.06.2019 10.06.2019 observed Chest Electrode broken 1. Chest Mr. Pawar S.53 1694 ECGMachine Casuality Chest Electrode broken
11:30 AM 12:00 PM 30 Min 12:30 PM 60 Min

Electrode D.so replaced it. Handover in
workinlJ condition.
After checking of Syringe Pump

06.06.2019 10.06.2019 5820 problem found in SMPS so Vendor / Part not Available55 2B Syringe Pump PICU 1406124 Not getting On 10:00 AM 10:15 AM 15 Min 11:00 AM Min replaced 1 nos. SMPSunder CMC. 1. SMPS
Mr.Amin on TimeTested and handover in working

condition.
After checking of Syringe Pump

56 46 Syringe Pump PICU 140612B Plunger Error 11.06.2019
10:40 AM 20 Min 11.06.2019

40 Min
Plunger Error given so cleaned Mr.Amin

10:20 AM 11:00 AM
.

Sayyedthe Plunger sensor. Tested and

handover in workin!?:condition.
After checking of ECG Machine

11.06.2019
problem found in Printer Roller

Mr. Sontakke57 1696 ECGMachine Casuality Printer Problem 11.06.2019 9:06AM 01 Min 30 Min Shaft its not fitted proper so its09:05 AM 09:35AM V.B.
fitted properly. Tested and
handover in workin" condition.
After chelting of ECG Machine

65 128B ECGMachine RGYICU Power Cord Burned 12.06.2019 2:30 PM OSMin 12.06.2019
35 Min

problem found in power cord its 1. Power Mr. Sontakke
02:25 PM 03:00 PM Cord V.B. .-~-.burned so replaced power cord. fi~o~~Z~.Handover in workino condition.

After cheCking of steamer

~~demene~'67 1247 Steamer MJPJAYWard Not Working Properly 12.06.2019 11:00 AM 10 Min 13.06.2019 1548
observed body is totally burned Mr. Sharad /

10:12AM 12:00 PM Min
.

Mr. Sontakke Iiso its beyond reoairable. . "'-. ..<"~



After checking of 02 Flow Meter

68 2848 02 Flow CCU Not Working Properly 13.06.2019 9,35 AM OS Min
13.06.2019

90 Min
problem found in flow Meter so Mr.Sontakke

Meter 09,30 AM 11,00 AM replaced Flow Meter. Tested & V.8.

handover in workinll condition.
After checking of ECG Cable

13.06.2019 13.06.2019 problem found in Leads its all I. ECG Mr. Pawar S.69 1407 Monitor MICU ECGCable is not working 10,30 AM 11,00 AM 30 Min lU5AM 45 Min broken so replaced 1 nos. ECG
Cable D.

Cable. Tested and handover in
workinll condition.
After checking of SP02 Probe

70 Monitor MICU SP02 Probe not Working
13.06.2019 lWOAM 60 Min

13.06.2019
80 Min

observed its damaged so replaced I-SP02 Mr. Pawar S.1406
10:30 AM 11:50 AM Probe D.1 nos . SP02 Probe. Tested and

handover in workinll condition.
After checking of 5P02 Probe

71 1405 Monitor MICU SP02 Probe not Working
13.06.2019 11:00 AM 30 Min

13.06.2019
4S Min

observed its damaged so replaced 1.5P02 Mr. Pawar S.
10,30 AM 11:15 AM 1 nos. SPOZ Probe. Tested and Probe D.

handover in working condition.
After checking of Pulse ox Probe

73 344 Monitor O. T. Complex Pulse Ox Probe is not 13.06.2019 3,00 PM 20 Min 13.06.2019
SO Min

observed its damaged so replaced 1-Pulse Ox Mr. Pawar S.
working 02,40 PM 03,30 PM it. Tested and handover in Probe D.

workinll condition.
After checking of Laringoscope

Laringoscope 14.06.2019 14.06.2019 Blades observed bulbs are fused I.LED Mr. Pawar S.78 2178
Blade

CVTS Bulb Fused 10,50 AM 10,50 AM o Min 11,00 AM 10 Min so replaced 01 No. LED Bulb. Bulb D.
Tested and handover in working
condition.
After checking of SP02 Probe

79 1208 Monitor Super Deluxe SP02 Probe not Working 14.06.2019 11,30 AM 10 Min
14.06.2019

28 Min
observed its damaged so replaced 1. SP02 Mr. Pawar S..

11,20 AM 11,48 AM Probe D.1 nos. SP02 Probe. Tested and

handover in workinll condition.
After checking of SP02 Probe

82 1412 Monitor MICU SP02 Probe not Working
15.06.2019 11,00 AM 30 Min

15.06.2019
5S Min

observed its damaged so replaced I. SP02 Mr. Pawar S.
10,30 AM 1I,25AM 1 nos. SP02 Probe. Tested and Probe D_

handover in working condition.
After checking of ECG Machine

15.06.2019 15.06.2019
problem found in Printer Roller

Mr.Sontakke85 2577 ECGMachine F.MW. Printer Problem
03:20 PM 3,22 PM 02 Min 03:35 PM 15 Min Shaft its broken so replaced it.

V.B.
Tested and handover in working

condition.
After checking of SP02 Probe

88 2714 Monitor SP02 Probe not Working
17.06.2019 3,00 PM 24 Min

17.06.2019
39 Min

observed its damaged so replaced 1. SP02 Mr. Pawar S.SICU
02,34 PM 03,15 PM Probe D.1 nos. SP02 Probe. Tested and

handover in worki",~ condition. r -
After Checking of BP cun r-~~'.17.06.2019 11:30 AM 30 Min 17.06.2019 observed its broken so replaced

I.BPCuff Mr. Pawar S. .::£( ':90 2179 Monitor CVTS BP Cuff is not Working 11,00 AM 11:40 AM 40 Min
D. ~( )1.1 nos. BP Cuff Tested and

~\ ,
handover in workinll condition. '6.......... " ('I,;

,~ '-._.=-



After checking of Syringe Pump

17.06.2019 17.06.2019 Problem found in Battery its Mr. Sontakke91 1685 Syringe Pump Cathlab Battery Drained
11,20 AM 11,30 AM 10 Min 12:00 PM 40 Min drained. 50 replaced I no. 1- Battery v.8.Battery. Tested and handover in

workin2 condition.
After checking of SP02 Probe

94 1229 Monitor Super Deluxe 02 Nos. SP02 Probe not 18.06.2019 12,10 PM 10 Min 18.06.2019 60 Min
observed its damaged so replaced 2 - SP02 Mr. Pawar S.

Working 12,00 PM 01:00 PM 2 nos. SP02 Probe. Tested and Probe D.

handover in workin2 condition.
Arter checking of SP02 Probe

95 2715 Monitor 51CU SP02 Probe not Working 18.06.2019 1,00 PM 10 Min 18.06.2019 25 Min
observed its damaged so replaced 1- 5P02 Mr. Pawar S.

12,50 PM 01,15 PM 1 nos. SP02 Probe. Tested and Probe D.

handover in workin!! condition.
After checking of SP02 Probe

96 1415 Monitor MICU Goldway SP02 Probe not Working 18.06.2019 12,00 PM 30 Min 18.06.2019
45 Min

observed its damaged so replaced I-SP02 Mr. Pawar S.
11,30 AM 12,15 PM 1 nos. SP02 Probe. Tested and Probe D.

handover in workinp' condition.
After checking of Monitor

18.06.2019 18.06.2019 observed NIBP Hose is broken so 1- NI8P Mr. Pawar S.97 1417 Monitor MICU NIBP Hose Broken
11:00 AM 11,30 AM 30 Min IH5AM 45 Min replaced 1 nos. NIBP Hose. Tested

Hose D.and handover in working
condiiton.
After checking of Syringe pump

99 2180 Syringe Pump CVT5 Not Working Properly 18.06.2019 12,35 PM OSMin 18.06.2019
lS MIn

observed setting is chang~d so Mr. Amin
12,30 PM 12,45 PM - Sayyeddone necessary setting. Handover

in working condition.
After checking of ECG Cable

19.06.2019 19.06.2019 problem found in LA lead its 1- LALead Mr. Sontakke104 2716 ECGMachine 51CU Not Working Properly 11,00 AM 11,10 AM 10 Min IU5AM 35 Min Broken so replaced I nos. LA V.B.Lead. Tested and handover in
workin!! condition.
After checking of Syringe Pump

20.06.2019 20.06.2019 problem found in Plunger Knob 1- Plunger Mr.AminIII 2B50 Syringe Pump CCU 2316 Plunger Error 02,20 PM 2:25 PM OSMin 02:45 PM 25 Min so replaced 1 nos. Plunger knobe.
Knabe SayyedTested and handover in working

conditon.
After checking of NI8P Cuff

21.06.2019 21.06.2019 problem found in Push Pull Mr. Aminll7 1419 Monitor MICU NIBP Hose Broken
11.00 AM ll,IOAM 10 Min IU5 AM 15 Min

Sayyedconnector so replaced it.
Handover in workim!: condition.
After checking of Syringe pump

llB 21B2 Syringe Pump CVTS Not Working Properly 21.06.2019
3:05 PM 05 Min

21.06.2019 30 Min
observed setting is changed so Mr. Amin

03,00 PM 03:30 PM - Sayyeddone necessary setting. Handover
in working condition.
After checking of Monitor
Observed BP Not Showing due to ~""'s-

21.06.2019 21.06.2019
Mr.p~~a«i

I...•.o~c::t(C ~:-..,
ll9 370 Monitor O.T. Complex BP Cuff is not Working 1,00 PM 20 Min 30 Min BP Cuff Damaged so replaced 1 I-BPCuff _~..---_, o.../. ' .

12:40 PM 01,10 PM ( '\0\

no. BP Cuff. Tested and handover f r: ..
in workin!! condition. \ - j)-



After checking of Monitor

121 369 Monitor O. T. Complex ECGNot showing
21.06.2019 12:45 PM 05 Min

21.06.2019
20 Min

observed setting will be changed Mr. Amin
12:40 PM 01:00 PM so reset the setting. Handover in Sayyed

working condition,
After checking of Syringe Pump

try to repair from our side but

122 50 Syringe Pump PICU 1406122 Not Working Properly
21.06.2019 11:30 AM 30 Min

21.06.2019 120 not possible so call to company Vendor /
11.00 AM 02:00 PM Min - Mr. Aminengineer after checking by

company engineer repaired it
Handover in working condition.
After checking of Foot Pad

Cautery 22.06.2019 22.06.2019 observed cable is burned so
Mr. Pawar S.124 373 O. T. Complex Foot Pad is not working 10:05 AM 05 Min 30 Min replaced 06 Feet cable. Tested 6 Feet CableMachine 10:00 AM 10:30 AM

and handover in working
D.

condition.
After checking of SP02 probe

22.06.2019 22.06.2019
problem found in extension Cable

I-Ext Mr. Amin126 51 Monitor PICU SP02 Probe not Working 10:10AM 10:15 AM 05 Min 10:30AM 20 Min so replaced 1 nos. Extension Cable sayyed
Cable. Tested and handover in

workiml condition.
After checking of Monitor

observed ECGNot showing due to

22.06.2019 22.06.2019 5 Lead Trunk cable is faulty so I-5Lead
Mr. Amin127 2183 Monitor CVTs ECGCable is not working 1:05 PM 05 Min 20 Min Trunk Cable01:00 PM 01:20 PM replaced 1 nos. 5 Lead Trund & Extension
Sayyed

Cable & Ext. Tested and handover

in working condition.
After checking of 03 Lead ECG

22.06.2019 22.06.2019 Cable loose connection found so Mr. PawarS.128 2723 Monitor slCU ECGCable is not working 11:30 AM 12:00 PM 30 Min 12:30 PM 60 Min
D.resolder it Tested and handover

in working condition.
After checking of SP02 Probe

131 1420 Monitor MICU SP02 Probe not Working
22.06.2019 11:30 AM 10 Min

22.06.2019
25 Min

observed its damaged so replaced 1- SP02 Mr. Amin
11:20 AM 11:45 AM 1 nos. SP02 Probe. Tested and Probe Sayyed

handover in working condition.
After checking of Monitor

Observed BP Not Showing due to
Mr. Amin135 377 Monitor O. T. Complex BP Cuff is not Working 24.06.2019 2:40 PM 05 Min 24.06.2019

25 Min BP Cuff Damaged so replaced 1 1-BPCuff02:35 PM 03:00 PM Sayyed
no. BP Cuff. Tested and handover

in working condition.
After checking of ECG Machine

24.06.2019 24.06.2019 problem found in Printer setting
Mr. Amin136 6B ECGMachine New Deluxe Printer Problem 02:40 PM 2:50 PM 10 Min 03:20 PM 40 Min so done necessary setting. Tested -
Sayyedand handover in working

condition.
After checking of Bipolar foot ft"~~Cautery 24.06.2019 24.06.2019 switch problem found in cable its Mr. Sontakke

."/"r __ ,,,_.
13B 375 O. T. Complex Foot Pad is not working 3:00 PM 20 Min 80 Min ::« \

Machine 02:40 PM 04:00 PM disconnected so its resolder. V.B.
~~ )

Handover in working condition. . I



After checking or 5P02 Probe

24.06.2019 24.06.2019 problem found in Sensor so Mr.Amin141 484 Monitor Labour Room SP02 Probe not Working 11:30 AM 11:45 AM 15 Min 12:00 PM 30 Min replaced 1 nos. Sensor. Tested 1. Sensor Sayyed
and handover in working
condition.
After checking or Cautery

Cautery 24.06.2019 24.06.2019 Machine connection problem Mr. Sontakke142 376 Machine O.T. Complex Not Working Properly 02:36 PM 2:45 PM 09 Min 03:15 PM 39 Min found so reset all connection. .
V.8.Tested and handover in working

condition.
After checking of Syringe pump

145 1423 Syringe Pump MICU Not Working Properly 24.06.2019 11:05 AM OSMin 24.06.2019 20 Min
observed setting is changed so Mr.Amin

11:00 AM 11:20 AM done necessary setting. Handover Sayyed

in working condition.
After checking of Syringe Pump

152 1426 Syringe Pump MICU Not Working Properly 25.06.2019 10:05 AM OSMin 25.06.2019 15 Min
problem found fuse its fused so

1. Fuse Mr.Amin
10:00AM 10:15 AM replaced 1 nos. Fuse. Tested and Sayyed

handover in workin2 condition.
After checking or 5P02 Probe

156 385 Monitor O.T. Complex SP02 Probe not Working 26.06.2019 2:40 PM OSMin
26.06.2019 25 Min

observed its damaged so replaced 1.5P02 Mr. Pawar S.
02:35 PM 02:50 PM 1 nos. SP02 Probe. Tested and Probe D.

handover in working condition.
After checking or Monitor

157 384 Monitor O.T. Complex ETC02 Not working 26.06.2019 2:15 PM OSMin 26.06.2019 20 Min
observed setting will be changed Mr.Amin

02:10 PM 02:30 PM so reset the setting. Handover in Sayyed

working condition.
After attend call checked the

26.06.2019 26.06.2019 suction point observed bottle not Mr. Pawar S.158 1690 Suction Point Cathlab Not Working Properly
02:30 PM

2:40 PM 10 Min 02:45 PM 15 Min fixed proper so its fixed proper. .
D.Tested and handover in working

condition.
After checking of Syringe pump

166 2853 Syringe Pump CCU Not Working Properly 27.06.2019 12:35 PM OSMin 27.06.2019 30 Min
clean the PCB & done Servicing. Mr.Amin

12:30PM 01:00 PM
.

SayyedTested and handover in working

condition.
After checking or Monitor

173 2731 Monitor 51CU Leakage from BP Cuff 28.06.2019 11:10 AM 10 Min 28.06.2019 25 Min
observed leakage from BP Cuff so

1.8PCulf Mr.Amin
11:05 AM 11:30 AM replaced 1 nos. BP Cuff. Handover Sayyed

in workin1! condition.
After checking or ECG Cable

28.06.2019 28.06.2019 problem found in LL Lead its Mr. Sontakke174 329 ECGMachine M.M.W. LLLead broken 11:00 AM
11:10 AM 10 Min 11:30 AM 30 Min broken so replaced 1 nos. LL 1. LLLead V.8.

~OOI~.Lead. Tested and handover in
working condition. e. _--. ...~>.
After checking of Syringe pump ."( y.

~( .
175 1431 Syringe Pump MICU Not Working Properly 28.06.2019 3:10 PM 10 Min 28.06.2019 30 Min

observed setting is changed so Mr.Amin "\ rtf03:00 PM 03:30 PM
.

Sayyed ~'-~'.I'done necessary setting. Handover
in workin17condition. ~~r.~t)



After Checking of BP Cuff

28.06.2019 28.06.2019 observed its broken so replaced Mr. Sontakke
177 54 Monitor PICU NIBP Cuff broken 12:45 PM 12:50 PM 10 Min 01:10 PM 25 Min 1 - 8P Cuff V.8.1 nos. BP Cuff Tested and

handover in workinl! condition.
After checking of Syringe Pump
try to repair but not possible

24.06.2019 29.06.2019
from our side so send to company

Vendor /
180 104 Syringe Pump NICU Not Working Properly 11:00 AM 25 Min 2905

for repairing in under warrenty.10:35 AM 11:00 AM Min - Mr. Amin
After checking by company
engineer replaced Plunger Knob.
Handover in workinR condition.
After checking of BP Appparatus

problem found in S. S. Valve its
1- 5.S. Mr. Sontakke

183 1256 BP Apparatus MJPJAYWard S.S. Valve Slipped
29.06.2019 10:10 AM 10 Min

29.06.2019
30 Min slipped so replaced 1 no. S. S.10:00 AM 10:30 AM Valve V.B.

Valve. Tested and handover in

workin!! condition.
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After checking of Syringe pump
try to resolved problem but not
possible from our side so send to

1 - Front2832 Syringe Pump 51CU Not Working Properly 05.03.2019
10:40 AM 05 Min 02.05.2019 83580 company (Plenumtech) for

Enclosure Vendor /1
11:00 AM 12:00 PM Min repairing purpose. After checking Mr.Amin

by company engineer replaced
Front Enclosure. Tested and
handover in workino Condition.
After attend call checked the
Ventilator observed problem &

30.04.2019 02.05.2019 2655
call log to company. After checked

1 - Power Vendor /3 2055 Ventilator EICU Hamilton Power Cord Burned
03:45 PM 4:00 PM 15 Min 12:00 PM Min hy company engineer problem

Cord Mr. Amin
found in power cord its burned so
replaced power cord. Handover
in workin" condition.
After checking of ECG Machine
observed Setting is change so

2558 ECGMachine F.M.w. ECGRubber Bulb broken 02.05.2019 11:30 AM 20 Min 02.05.2019 50 Min done necessary setting. Also ECG 1- ECGR. Mr. Sontakke4
11:10 AM 12:00 PM Rubber Bulb missing so replaced Bulh V.B.

1 nos. ECG R. Bulb. Tested and
handover in workin" condition.
After checking of Digital Weight
Machine Problem found in

5 1589 Digital Weight
KTICU Not Working Properly 02.05.2019

!0:35AM 05 Min 02.05.2019 15 Min Battery its drained. So replaced 1 1-3 V Mr.Amin
Machine 10:30 AM 10:45 AM Battery Sayyed

no. 3V Battery. Tested and
handover in workino condition.
After checking of BP Apparatus

02.05.2019 02.05.2019 observed Side Hinges are broken 1 Pair of
Mr.Amin6 2556 BPApparatus M.M.W. Side Hinges Broken

09:40 AM 9:45AM 05 Min 10:00AM 20 Min so replaced 1 pair of Side Side Hinges 5ayyedHinges.Handover in working
condition.
After checking of ECG Cable

02.05.2019 02.05.2019 observed its broken so replaced 1
1-ECG Mr.Amin7 953 Monitor O. T. Complex ECGCable is not working

10:40 AM 10:45 AM 05 Min 11:00 AM 20 Min Nos. 03 Lead ECG Cable. Tested
eAhle Sayyedand handover in working

condition.
After checking of ECG Cahle

03.05.2019 03.05.2019 observed its broken so replaced 1
1- ECG Mr.Amin10 2884 Monitor 51CU ECGCable is not working

09:50AM 9:55AM 05 Min
10:15 AM 25 Min Nos. 03 Lead ECG Cable. Tested

cAble Sayyedand handover in working
condition.
After checking of ECG Cable

03.05.2019 03.05.2019 observed its broken so replaced 1
1- ECG Mr. Amin ~~956 Monitor O. T. Complex ECGCable is not working 11:35 AM 05 Min 15 Min Nos. 03 Lead ECG Cable. Tested ~\ca/~"

11
11:30 AM 11:45 AM cAble Sayyed ~0 __ .•..••.()/.'"and handover in working I' ,<.

condition. ;..."', \~5

~\- J"
.1

~« --:J#?
-", Akn""'"



After attend call checked the
03.05.2019 03.05.2019 Ventilator error given Flow Mr. Amin12 26 Ventilator PICU Flow Sensor Fail Error
03:30 PM 3:40 PM 10 Min 04:00 PM 30 Min Sensor fail so done flow sensor

Sayyed
calibration. Handover in working
condition.
After checking of ECG Machine

04.05.2019 04.05.2019 observed Clamp broken so 1. Clamp Mr. Sontakke21 2885 ECGMachine 51CU Clamp Broken
02:50 PM 2:50 PM OMin 03:25 PM 35 Min replaced Clamp & 1 Nos. ECG R. 1 - R. Bulb V.B.Bulb. Tested and handover in

workinp: condition.
After checking of Monitor

22 961 Monitor O. T. Complex Not Working Properly
04.05.2019 3:50 PM 05 Min

04.05.2019
30 Min

observed setting will be changed Mr. Amin
03:45 PM 04:15 PM so reset the setting. Handover in Sayyed

workim'! condition.
After checking of ECG Machine

04.05.2019 04.05.2019
problem found in Flap Cover its

1- Flap Mr. Sontakke23 2562 ECGMachine F.M.W. Flap cover Broken
12:00 PM 12:12 PM 12 Min 12:30 PM 30 Min broken so replaced 1 nos. Flap

Cover V.B.
Cover. Tested and handover in

working condition.
After checking of 5P02 Probe

30 2057 Monitor EICU SP02 Probe not Working
06.05.2019 11:05 AM 05 Min

06.05.2019
25 Min

observed its damaged so replaced 1 - 5P02 Mr. Amin
11:00 AM 11:15 AM 1 nos. SP02 Probe. Tested and Probe Sayyed

handover in working condition.
After checking of Syringe Pump

06.05.2019 06.05.2019 observed setting is changed so
Mr. Pawar S.31 1166 Syringe Pump MICU Not Working Properly

12:30 PM 1:00 PM 30 Min 01:15 PM 45 Min done necessary setting & - D.Calibration. Tested and handover
in workin'" condition
After checking of ECG Machine

ECGMachine Not Working Properly
07.05.2019 10:05 AM 07.05.2019 problem found in VI Lead so Mr. Amin37 306 M.M.W.
10:00 AM 05Min 10:30AM 30 Min 1- VI Lead

Sayyedreplaced the Lead. Tested

&Handover in workinu condition.
After checking of ECG Machine

07.05.2019 07.05.2019 observed setting is change so
Mr. Amin38 1567 ECGMachine Super Deluxe Not Working Properly

10:35 AM 10:35AM OMin 11:00 AM 25 Min done necessary setting. Tested
Sayyedand handover in working

condition.
After checking of ECG Machine

07.05.2019 07.05.2019 problem found in LL Lead so Mr. Amin39 1279 ECGMachine R)YICU Not Working Properly
02:35 PM 2:40 PM 05 Min 03:00 PM 55 Min 1- LLLead

Sayyedreplaced the Lead. Tested

&Handover in workinp condition.
After checking of Monitor

08.05.2019 08.05.2019
Observed DP Not Showing due to

Mr. Amin44 1554 Monitor OBGYICU BP Cuff is not Working 02:10 PM 2:15 PM OS Min 02:20 PM 10 Min BP Cuff Damaged so replaced 1 1 - 8P Cuff
Sayyed

no. BP Cuff. Tested and handover
~d~in workimz condition. ,.'7.- __C'~~_".

After checking of SP02 Probe ,C/ \~47 1860 Monitor NICU SP02 Probe not Working 08.05.2019
2:35 PM 05 Min

08.05.2019
15 Min

observed its damaged so replaced 1- 5P02 Mr. Amin ; ~ )~
02:30 PM 02:45 PM 1 nos . SP02 Probe. Tested and Probe Sayyed Ii) ~...... ~

handover in working condition.
'(h.:--~~._.'".(,'



After checking of Defbrillator

48 2160 Defbrilator CVT5 Not Working Properly 09.05.2019 9:20 AM OS Min 09.05.2019
40 Min

observed setting is changed so Mr.Amin
09:15AM 09:55 AM done necessary setting. Handover Sayyed

in workino condition.
After attend telephone call

Expirator Cassette is not 09.05.2019 09.05.2019
checked the Ventilator problem

Mr.Sontakke53 1172 Ventilator MICU
working 10:00 AM 10:35 AM 3SMin 11:15 AM 75 Min found in setting its changed so

V. B.
done necessary setting. Handover
in workino condition.
After checking ofECGMachine try
to repair but not possible from

57 1520 ECGMachine Super Deluxe Not Working Properly 11.04.2019 2:30 PM 15 Min 10.05.2019 43245 our side so send to company for Vendor/
02:15 PM 03:00 PM Min repairing purpose after repaired Mr.Sontakke

by vendor handover in working
condition.
After checking of Syringe pump
try to resolved problem but not
possible from our side so send to

2530 Syringe Pump O. T. Complex Not Working Properly 13.04.2019
12:40 PM 10 Min 10.05.2019 83650 company (Plenumtech) for Vendor/58

12:30 PM 02:40 PM Min repairing purpose. After checking Mr.Amin
by company engineer replaced
Front Enclosure. Tested and
handover in workino Condition.
After checking of SP02 Probe

60 2059 Monitor EICU SP02 Probe not Working 10.05.2019
11:00 AM 30 Min 10.05.2019

40 Min
observed its damaged so replaced 1- 5P02 Mr.PawarS.

10:30 AM 11:10 AM 1 nos. SP02 Probe. Tested and Probe D.

handover in workinl1condition.
After checking of Monitor

10.05.2019 10.05.2019 problem found in ECGcable its I-ECG Mr.Pawar S.61 968 Monitor O. T. Complex - Not Working Properly
02:30 PM 3:00 PM 30M!n 03:30 PM 60 Min Faulty so replaced 1 nos. ECG Cable D.Cable. Tested and handover in

workinO'condition.
After checking of Monitor

63 1173 Monitor MICU ECGNot showing 10.05.2019 11:10 AM 10 Min 10.05.2019 25 Min
observed setting will be changed Mr. Amin

11:00 AM 11:25 AM - Sayyedso reset the setting. Handover in
workinp condition.
After checking of Monitor

66 969 Monitor O. T. Complex Not Working Properly 11.05.2019 2:40 PM 10 Min 11.05.2019
30 Min

observed setting will be changed Mr.PawarS.
40802:30 PM 03:00 PM so reset the setting. Handover in D.

workino condition.
After checking of 5P02 Probe ~;,

67 1862 Monitor NICU SP02 Probe not Working 11.05.2019 10:00 AM 30 Min
11.05.2019 45 Min

observed its damaged so replaced 1-5P02 Mr.PawarS. p." M.et,',_
09:30 AM 10:15AM Probe D. '=' .••...--,( ..1 nos. SP02 Probe. Tested and r:( '1\handover in workino condition.

After checking of Syringe pump ~~\.~Ji
69 1176 Syringe Pump MICU Not Working Properly 11.05.2019 12:05 PM 05 Min 11.05.2019 30 Min

problem found in setting so done Mr. Amin -,~12:00 PM 12:30 PM - Sayyednecessary setting. Handover in """=-
workino condition.



After checking of 5P02 Probe

71 1674 Monitor Cathlab SP02 Probe not Working 11.05.2019 1:00 PM OMin
11.05.2019

15 Min
observed its damaged so replaced 1.5P02 Mr. Pawar S.

01:00 PM 01:15 PM 1 nos. SP02 Probe. Tested and Probe D.

handover in workin!>' condition.
After checking of Monitor

72 985 Monitor O. T. Complex Not Working Properly 11.05.2019 2:45 PM 10 Min
11.05.2019

35 Min
observed setting will be changed Mr.Amin

02:35 PM 03:10 PM - Sayyedso reset the setting. Handover in

workin'" condition.
After checking of Syringe pump

73 1177 Syringe Pump MICU Continous Alarm 11.05.2019 10:35 AM 05Min
11.05.2019

30 Min
observed setting is changed so Mr. Sontakke

10:30 AM 11:00 AM done necessary setting. Handover V.B.

in workin!>' condition.
After checking of 5P02 Probe

76 980 Monitor O. T. Complex SP02 Probe not Working 13.05.2019
11:15 AM 10 Min

13.05.2019
25 Min

observed its damaged so replaced 1.5P02 Mr. Amin
11:05 AM 11:30AM 1 nos. SP02 Probe. Tested and Probe Sayyed

handover in workin" condition.
After checking of 5P02 Probe

77 979 Monitor O. T. Complex SP02 Probe not Working 13.05.2019
11:06AM 16Min

13.05.2019
25 Min

observed its damaged so replaced 1- 5P02 Mr. Amin
10:50AM 11:15 AM 1 nos. SP02 Probe. Tested and Probe Sayyed

handover in workin!>' condition.
After checking of 5P02 Probe

13.05.2019 13.05.2019 loose connection in indecator
Mr. PawarS.79 2891 Monitor 51CU SP02 Probe not Working

02:45 PM 3:00 PM 15 Min
03:15 PM 30 Min side so its resolder properly.

D.Tested and handover in working
condition.
After attend call checked the
Ventilator try to resolve problem

13.05.2019 13.05.2019
but not possible from our side so

Vendor/80 1866 Ventilator NICU Not Working Properly
1O:20AM 11:00 AM 40Min

04:30 PM call to company engineer. After - Mr. Narayan
attend call company engineer
done necessary setting &
handover in working condition.
After checking of ECG Cable
problem found in RA Lead its

84 1556 ECGMachine 08GYICU RA Lead Broken
14.05.2019

3:35 PM 10 Min
14.05.2019

34Min Broken so replaced 1 nos. RA 1- RALead Mr. Sontakke
03:25 PM 03:59 PM Lead. Also replaced 1 nos. V6 1- V6 Lead V.8.

Lead. Tested and handover in
workino condition.
After Checking of 8P cun

14.05.2019 14.05.2019 observed its broken so replaced Mr. Amin85 1741 Monitor Dialysis BP Cuff is not Working
02:15 PM 2:20 PM 05 Min

02:30 PM 15 Min 1-BPCuff
Sayyed1 nos. BP Cuff Tested and

handover in workino condition.
After checking of 5P02 Probe

14.05.2019 14.05.2019 observed shell kit is broken so
Mr. PawarS.87 1181 Monitor MICU SP02 Probe not Working

03:35 PM 4:00 PM 25Min
04:30 PM 55 Min replaced 1 pair of sheJl kit 1- Shell Kit D';;:.r~..>Testeed and handover in working

condition. ___-.......l'_ '~\

• )~))~(\1,. " .



After checking of SP02 Probe
14.0S.2019 14.0S.2019 loose connection in indecator

Mr. Pawar S.93 2892 Monitor SICU SP02 Probe not Working
12:30 PM 1:00 PM 30Min

01:IS PM 4SMin side so its resolder properly.
D.Tested and handover in working

condition.
After checking of ECG Machine

Medicine 14.0S.2019 14.0S.2019 observed Clamp broken so 1. Clamp Mr.Sontakke9S 4674 ECGMachine Clamp Broken 3:31 PM 06Min 20 MinOPD 03:2S PM 03:4S PM replaced Clamp Tested and V.8.

handover in workin'" condition.
After attend call checked the

IS76 Super Deluxe Not Working Properly IS.OS.2019
II:IS AM 15 Min IS.OS.2019

60 Min
Monitor observed setting change Mr. Amin97 Monitor

11:00 AM 12:00 PM Sayyedso done necessary Setting.
Handover in workin'" condition.
After checking of Monitor

IS.0S.2019 IS.0S.2019 observed NIBP Hose is broken so I. NIBP Mr. Amin98 167S Monitor Cathlab NIBP Hose Broken
12:4S PM 12:S0 PM OSMin 01:10 PM 25 Min replaced 1 nos. NIBP Hose. Tested

Hose Sayyedand handover in working
condiiton.
After checking of Monitor

O.T. Complex Not Working Properly IS.0S.2019
S:OOPM OSMin IS.0S.2019

25 Min
observed setting will be changed Mr. Amin99 991 Monitor

04:SS PM OS:20 PM Sayyedso reset the setting. Handover in
workin'" condition.
After checking of SP02 probe

92 Monitor PICU SP02 Probe not Working IS.0S.2019 10:IS AM 15 Min IS.OS.2019
30 Min

observed spring is misplaced so
1. Spring Mr. Pawar S.102

!0:00AM 10:30 AM D.replaced spring. Tested and
handover in workin'" condition.
After checking of Monitor

16.0S.2019 16.0S.2019 observed NIBP Hose is broken so
I. NIBP Mr. Amin104 1676 Monitor Cathlab NIBP Hose Broken

03:00 PM 3:0S PM OSMin 03:20 PM 20 Min replaced 1 nos. NIBP Hose. Tested
Hose Sayyedand handover in working

condiiton.
After checking of Boyles Machine

16.0S.2019 16.0S.2019
problem found Boyles Connector

Mr. Amin110 993 Boyles
O.T. Complex Not Working Properly 1I:3SAM as Min 10 Min its fixed titely so lightly loose .Machine 11:30 AM 11:40 AM Sayyed

connector. Handover in working
condition.
After checking of ECG Machine

17.0S.2019 17.0S.2019 Problem found in charger so
Mr.Sontakke112 1681 ECGMachine Casuality Charger Broken

09:20AM 9:21 AM 01 Min
09:40 AM 20 Min replaced 1 no. Charger. Tested 1. Charger

V.8.and handover in working
condition.
After cheking of Monitor problem

17.0S.2019 17.0S.2019 found in power cord its burned so 1. Power Mr.Sontakke
_.

113 1682 Monitor Casuality Power Cord Burned
09:30 AM 9:3SAM 05 Min 09:S0AM 20 Min

Cord V.8. IfI"; III G 4.... "replaced power cord. Handover II'/~,\t,:in workino condition.

I~." Jr
~~~0'
',_. It 360\'\



After checking of Syringe Pump
try to repair but not possible

15.05.2019 17.05.2019
from our side so send to company

Vendor/116 203 Syringe Pump Nephro Ward Not Working Properly 11:15 AM 15 Min 2820 for repairing in under warrenty.11:00 AM 10:00 AM Min - Mr. Amin
After checking by company
engineer replaced power supply.
Handover in workin!:!condition.
After checking of SP02 Probe

17.05.2019 17.05.2019 loose connection in indecator Mr. Pawar S.117 2894 Monitor 51CU SP02 Probe not Working
12:48 PM 1:00 PM 12 Min

01:15 PM 27Min side so its resolder properly. -
D.Tested and handover in working

condition.
After checking of Monitor

131 37 Monitor PICU Heart Rate problem 20.05.2019
3:10 PM 10 Min 20.05.2019

30 Min
observed setting will be changed Mr. Amin

03:00 PM 03:30 PM - Sayyedso reset the setting. Handover in
workina condition.
After checking of SP02 Probe

20.05.2019 20.05.2019 problem found in sensor so 1- SP02 Mr. Pawar S.134 305 Monitor O. T. Complex SP02 Probe not Working
02:35 PM 3:00 PM 25 Min

03:30 PM 55 Min replaced 1 nos. SP02 Probe. Probe D.Tested and handover in working
condition.
After checking of Monitor

21.05.2019 21.05.2019
Observed BP Not Showing due to

Mr. PawarS.137 1677 Monitor Cathlab BP Cuff is not Working
02:55 PM 3:00 PM OSMin 03:15 PM 20 Min BP Cuff Damaged so replaced 1 1 - 8P Cuff

D.
no. BP Cuff. Tested and handover
in working condition.
After checking of Monitor
observed ECGNot showing due to

21.05.2019 21.05.2019 5 Lead Trunk cable is faulty so 1-5 Lead
Mr.Amln141 2836 Monitor CCU ECGNot showing 11:45 AM OMin 15 Min Trunk Cable11:45 AM 12:00 PM replaced 1 nos. 5 Lead Trund & Extension Sayyed

Cable & Ext. Tested and handover
in working condition.
After checking of Monitor

22.05.2019
Observed BP Not Showing due to

Mr.PawarS.118B Monitor MICU BP Cufris not Working 3:00 PM 20 Min 22.05.2019
35 Min BP Cuff Damaged so replaced 1 1-BPCuff144

02:40PM 03:15 PM D.
no. BP Cuff. Tested and handover
in workina condition.
After checking of Syringe Pump

22.05.2019 22.05.2019
problem found in syringe Holder

1- Syringe Mr. Sontakke152 1185 Syringe Pump MICU Syringe Holder Broken 12:50 PM 1:00 PM 10 Min
01:10 PM 20 Min it broken so replaced 1 nos. Holder V.B.

Syringe Holder. Tested and
handover in workin" condition.
After checking of ECGCable loose

23.05.2019 23.05.2019 connection found in RA so Mr.Sontakke154 1189 ECGMachine MICU RA Lead not working 11:40 AM 11:42 AM 02 Min
12:15 PM 35 Min

V.B. I.~'~resolder the RA Lead. Tested and
handover in workin!' condition. fI ~ ...•-{~



After checking of ECG Machine
23.05.2019 23.05.2019 Problem found in charger so Mr.Sontakke155 2568 ECGMachine F.M.W. Charger Broken
11:15 AM 11:18AM 03 Min 11:40 AM 25 Min replaced 1 no. Charger. Tested 1 • Charger

V.8.and handover in working
condition.
After checking of $P02 Probe

23.05.2019 23.05.2019 loose connection in indecator Mr. Amin156 2167 Monitor CVT5 SP02 Probe not Working 4:00 PM OMin 10 Min side so its resolder properly. - Sayyed04:00 PM 04:10 PM
Tested and handover in working
condition.
After checking of Monitor
observed nibp not showing due to

2165 Monitor CVT5 Not Working Properly 21.05.2019
10:30 AM 15 Min 23.05.2019 2925 NIBP Pump Faulty so replaced 1 - NI8P Vendorf157

10:15 AM 11:00 AM Min NIBP Pump under CMe. Tested Pump Mr.Amin
and handover in working
condition.
After checking of Monitor
Observed BP Not Showing due to

Mr. AminMonitor O.T. Complex BP Cuff is not Working 24.05.2019
10:05 AM OSMin 24.05.2019

20 Min BP Cuff Damaged so replaced 1 1 - 8P Curr158 317
10:00 AM 10:20AM Sayyed

no. BP Cuff. Tested and handover
in workin'" condition.
After checking of Power cord

CCU Power Cord Burned 25.05.2019 2:30 PM OSMin 25.05.2019 10 Min
observed its burned so replaced 3 - Power Mr.Amin163 2839 Monitor

02:25 PM 02:35 PM 03 nos. Power Cord. Tested and Cord Sayyed

hand over in workin" condition.
After checking of Monitor

25.05.2019 25.05.2019 problem found in ECG cable its
1- ECG Mr. Amin165 2838 Monitor CCU ECGCable is not working

02:00 PM 2:05 PM OS Min
02:15 PM 15 Min Faulty so replaced 1 nos. ECG Cable, SayyedCable. Tested and handover in

workin" condition.
After checking of ECG Cable

25.05.2019 25.05.2019 problem found in RA Lead its 1. RALead Mr. Sontakke169 1283 ECGMachine RGYICU RA Lead Broken
10:00 AM 10:10 AM 10 Min 10:32AM 32 Min Broken so replaced 1 nos. RA

V.8.Lead. Tested and handover in
workina condition.
After checking of ECG Machine

27.05.2019 27.05.2019 problem found in Printer setting
Mr. Amin171 2570 ECGMachine F.M.W. Printer Problem

09:45 AM 9:45AM OMin 10:00 AM 15 Min so done necessary setting. Tested.
5ayyedand handover in working

condition.
After checking of Syringe pump

Dialysis Not Working Properly 27.05.2019
10:35 AM 05 Min

27.05.2019
15 Min

observed setting is changed so Mr. Amin174 1746 Syringe Pump
10:30 AM 10:45 AM done necessary setting. Handover Sayyed

in workin" condition.
After checking of SP02 Probe
problem found in sensor so 1- 5P02

Casuality SP02 Probe not Working 27.05.2019
4:30 PM OMin 27.05.2019

3S Min replaced 1 nos. SP02 Probe. Also Probe Mr. PawarS. rM0,
176 1686 Monitor

04:30 PM 05:05 PM replaced 1 nos. ECGCable. Tested 1- ECG D.
and handover in working Cable

~
y--.. -::.-, ,,~\

condition. ) .,..~



After checking of ECG Machine

178 2702 ECGMachine 51CU Lead RA Broken 28.05.2019
11:10 AM 10 Min

28.05.2019
35 Min

problem found in RA Lead wire so
1. RA Lead

Mr. Sontakke
11:00 AM 11:35 AM replaced 1 . RA Lead. Tested and V.8.

handover in workinQ"condition.
After checking or Monitor

28.05.2019 28.05.2019
Observed BP Not Showing due to

Mr. Pawar S.179 2168 Monitor CVT5 - BP Cuff is not Working
04:30 PM 4:35 PM 05 Min 05:00 PM 30 Min BP Cuff Damaged so replaced 1 1 - 8P Cuff D.

no. BP Cuff. Tested and handover

in workino condition.
After checking of ECG Machine

28.05.2019 28.05.2019 problem found in Charge Socket
Mr. Sontakke180 2571 ECGMachine F.MW. Charger Socket Broken

03:00 PM 3:20 PM 20 Min 03:40 PM 40 Min its broken so replaced it. Tested
V.B.and handover in working

condition.
After checking of Syringe Pump

try to repair but not possible 1 -
. Keyboard, 1

from our Side so send to company F t. ron

26.03.2019 29.05.2019 92175
for repairing. After repaired by enclosure, 2

Vendorf Delay From1B2 1120 Syringe Pump MICU Not Working Properly
09:45 AM 10:00 AM 10 Min 10:00 AM Min

company replaced 1 - Keyboard, - Screw. 1 -
Mr. Amin Vendor Side

1 .Front enclosure. 2 - Screw. 1 . Graphics

Graphics syring knob, 1 E syring knob.
PP 1- Epp

packing. Handover in working packing
condition.
After checking or ECG Cable

29.05.2019 29.05.2019 problem found in RA Lead its
Mr. Amin187 1561 ECGMachine DBGYICU R. A. Lead Broken

03:45 PM 3:50 PM 05 Min 04:10 PM 25 Min Broken so replaced 1 nos. RA 1. RA Lead
SayyedLead. Tested and handover in

workino condition.
After checking or Monitor
observed nibp not showing due to

190 2B99 Monitor 5ICU Not Working Properly 27.05.2019 10:15AM as Min
29.05.2019 2930 NIBP Pump Faulty so replaced 1 - NlBP Vendor f

10:10 AM 11:00 AM Min NIBP Pump under CMC. Tested Pump Mr. Amin
and handover in working
condition.
After checking or Monitor

30.05.2019
Observed BP Not Showing due to

Mr. Amin192 1562 Monitor DBGYICU Leakage from NIBP Cuff 30.05.2019
2:35 PM 05 Min 20 Min Leakage problem in BP Cuff so 1 - BPCuff02:30 PM 02:50 PM Sayyed

replaced 1 no. BP Cuff. Tested and

handover in workinQ"condition.
After checking or Monitor

30.05.2019 30.05.2019 problem found in ECG cable its 1-ECG Mr. Amin193 1191 Monitor MICU ECGCable is not working
11:15 AM 11:20 AM 05 Min 11:25 AM 10 Min Faulty so replaced 1 nos. ECG

Cable Sayyed
Cable. Tested and handover in
workino condition.
After checking of Laringoscope

Laringoscope 30.05.2019 30.05.2019 Blades observed bulbs are fused 1- LED
Mr.A~1"(£Y ~

194 2703 51CU Bulb Fused 2:30 PM OMin 05 Min so replaced 01 No. LED Bulb.Blade 02:30 PM 02:35 PM Bulb Sayye , .Tested and handover in working . ))~
condition.

~



After checking of Ventilator
problem found in Mother board is

29.05.2019 30.05.2019
defective. Also Interfacing PCB,

Mr. Jadhav /195 2842 Ventilator CCU 23979 Not Working Properly
02:00 PM 2:05 PM OSMin 03:00 PM 60 Min Flow Transducer defective but -

Mr. Narayan
Condemened

spare part not available. Also
company stopped service. 50 its
be"ond re"airable.
After checking of 5P02 Probe

30.05.2019 165 30.05.2019 225 loose connection in indecator
Mr. Amin197 1882 Monitor NICU SP02 Probe not Working

11:15 AM 2:00 PM
Min 03:00 PM Min side so its resolder properly. - SayyedTested and handover in working

condition.

J\£~
Dean
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After checking of ECG Machine

01.04,2019 01.04.2019 observed setting is changed so
Mr. Sontakke1 2047 ECGMachine EICU Not Working Properly

11:00 AM 11:05 AM 05 Min 11:35 AM 35 Min done necessary Setting. Also V.B.reset all connection. Handover in
workinu condition.
After attend call checked the
Ventilator observed Tidal Volume

4 2B22 Ventilator CCU Draeger Tidal Volume not 02.04.2019 12:10 PM 10 Min 02,04.2019 30 Min
not showing due to Flow sensor 1. Flow Mr.Amin

Showing 12:00 PM 12:30 PM gone defective so replaced 1 nos. Sensor Sayyed
Flow Sensor. Tested and
handover in workin" condition.
After checking of SP02 probe

5 2B53 Monitor SICU SP02 Probe not Working 02.04,2019
12:35 PM o Min 02.04.2019 15 Min

problem found in spring its not Mr.Amin
12:35 PM 12:50 PM - Sayyedfixed proper so its fixed proper.

Handover in workin£!:condition.
After checking of 02 Nos. Sp02

02.04.2019 02.04.2019 Probe observed its damaged so
2 - SP02 Mr. Pawar S.11 1B29 Monitor NICU Planet 40 SP02 Probe not Working

09:45 AM 10:10 AM 15 Min 10:15 AM 30 Min replaced 02 Nos. SP02 Probe. Probe D.Tested and handover in working
condition.
After checking of 02 Flow Meter
observed now tube is broken

17 3190 02 Flow
M.M.W. Flow Tube Broken 03.04.2019 2:10 PM 05 Min 03.04.2019

25 Min then replaced 1 nos. Flow Tube. 1- Flow Mr. Sontakke
Meter 02:05 PM 02:30 PM Tube V.B.

Tested and handover in working
condition.
After attend call call checked the
Anesthesia Machine observed

21 2593 Anesthesia O. T. Complex Not Working Properly 04.04.2019
10:15 AM 15 Min 04.04.2019 35 Min Nitreous Probe not fixed proper Mr. Pawar S.

Machine 10:00 AM 10:35 AM D.
so its fixed proper. Tested and
handover in worki",!: condition.
After checking of 02 Flow Meter
observed now tube is broken

22 1654 02 Flow
Casuality Flow Tube Broken 04.04.2019 11:25 AM OSMin 04.04.2019

25 Min
then replaced 1 nos. Flow Tube. 1. Flow Mr. Sontakke

Meter 11:20 AM 11:45 AM Also replaced 1 Nos. Humidifire Tube V.B.
Bottle. Tested and handover in
workin" condition.
After checking of ECG Cable

04.04.2019 04.04.2019 observed its broken so replaced 1
1 - ECG Mr. Sontakke24 2149 Monitor CYTS ECGCable is not working

02:45 PM 2:45 PM OMin 03:00 PM 15 Min Nos. 03 Lead ECG Cable. Tested
cAble V.B.and handover in working

condition.
After checking of Ambubag

2B 2595 Ambubag O.T. Complex 1.Type Valve Broken 04.04.2019 12:50 PM OMin 04.04.2019
40 Min observed LType Valve broken so 1-LType Mr. Sontakke

~12:50 PM 01:30 PM replaced it. Handover in working Valve V.B. I..condition. ,f..r~~~\
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After checking of ECG Machine
problem found in Printer its plate

29 1271 ECGMachine RIYICU Not Working Properly
05.04.2019 3:15 PM 15 Min

05.04.2019
48 Min is broken so replaced the Printer Mr. Sontakke

03:00 PM 03:48 PM Plated. Also repaired the - V.8.
Keyboard. Handover in working
condition.
After checking of Monitor

08.04.2019 08.04.2019
Observed BP Not Showing due to

Mr.Amin35 1722 Monitor Dialysis BP Cuff is not Working
04:00 PM 4:10 PM 10 Min 04:25 PM 25 Min BP Cuff Damaged so replaced 1 1 - 8P Cuff Sayyed

no. BP Cuff. Tested and handover

in workina condition.
After checking of ECG Machine

37 2000 ECGMachine MCRIOPO Printer Problem
08.04.2019

2:00 PM 60 Min
08.04.2019

95 Min
problem found in Print so dean Mr. Sontakke

01:00 PM 02:35 PM the Printer Roller. Tested and V.8.

handover in workim! condition.
After checking of Power Cord

43 1129 Syringe Pump MICU Power Cord Burned
08.04.2019

3:35 PM OSMin
08.04.2019

15 Min
observed its burned so replaced 1 1. Power Mr. Amin

03:30 PM 03:45 PM nos. Power Cord. Handover in Cord Sayyed

workina condition.
After checking of Ambubag

44 1128 Ambubag MICU LType Valve Broken
08.04.2019 3:20 PM 20Min

08.04.2019
42 Min observed L Type Valve broken so l-LType Mr. Sontakke

03:00 PM 03:42 PM replaced it. Handover in working Valve V.8.
condition.
After Checking of 8P Cuff

08.04.2019 08.04.2019 observed its broken so replaced Mr. PawarS.46 2863 Monitor SICU BP Cuff is not Working
03:30 PM 4:30 PM 60 Min 05:00 PM 90Min 1- BPCuff

D.1 nos. BP Cuff Tested and
handover in workin~ condition.
After checking of Defbrillator
problem found in printer so its

51 1645 Defbrillator Casuality Not Working Properly 20.03.2019 9:50AM 10 Min
09.04.2019 2BB30 send to company for repairing. Vendorf

09:40 AM 10:10 AM Min After repaired by company its - Mr. Jadhav
tested & handover in working
condition.
After attend call checked the

09.04.2019
Ventilator observed 02 Leakage

Mr. Amin52 1133 Ventilator MICU Draeger 02 Leakage 3:55 PM 10 Min
09.04.2019

25 Min for 02 Probe so replaced 1 nso 0203:45 PM 04:10 PM Sayyed
Probe. Handover in working

condition.
After attend call checked the

09.04.2019 09.04.2019 Ventilator problem found in Flow
1. Flow Mr. Amin53 1134 Ventilator MICU Draeger Flow Sensor Fail Error

04:00 PM 4:00 PM 10 Min
04:15 PM 15 Min Sensor so replaced 1 nos. Flow

Sensor SayyedSensor. Handover in working
condition.
After checking of Ambubag

08.04.2019 09.04.2019 observed Front & Back Side L
Mr. Jadhav /54 2600 Ambubag O. T. Complex Not Working Properly 11:10 AM 10 Min 1440 Type Valve broken. Spare parts11:00 AM 11:00 AM

also not available. So its beyond Mr. Sontakke ~,renairable ~11-' ______ * ,
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After checking of Power Cord
65 1273 Ventilator RIYICU Power Cord Burned 11.04.2019 11:20 AM 60 Min

11.04.2019 100 observed its burned so replaced 1 1. Power
Mr. Chaudhari

10:20 AM 12:00 PM Min nos. Power Cord. Handover in Cord
workin~ condition .
After checking of Syringe pump
try to resolved problem but not 1-
possible from Qur side so send to Keyboard,
company (Plenum tech) for 1-

69 2824 Syringe Pump SICU Not Working Properly 22.02.2019 11:00 AM 60 Min
12.04.2019 70680 repairing purpose. After checking Threaded

Vendor!
10:00 AM 12:00 PM Min Me. Amin

by company engineer Keyboard, Knob
Threaded Knob & Front 1 .Front

Enclosure. Tested and handover Enclosure

in workim~Condition.
After checking of Syringe pump
try to resolved problem but not 1-Front
possible from our side so send to Enclosure
company (Plenumtech) for 1- Key

73 2421 Syringe Pump O.T. Complex Not Working Properly
29.01.2019

3:50 PM 20 Min 12.04.2019 105120 repairing purpose. After checking Board Vendor /
03:30 PM 03:30 PM Min by company engineer replaced 1- Thread Mr.Amin

Front Enclosure. Key Board & Knob Insert
Thread Knob Insert Bush. Tested Bushand handover in working
Condition.
After checking of Monitor
Observed ECG Cable is damaged

l-ECG Mr.Sontakke
75 2866 Monitor 51CU ECGCable is not working 12.04.2019 10:10 AM 10 Min 12.04.2019 2S Min replaced 1 nos. ECG Cable.

10:05 AM 10:30 AM so Cable V.8.
Tested and handover in working
condition.
After checking of SP02 Probe

76 1837 Monitor NlCU 5P02 Probe not Working 12.04.2019 11:10 AM 10 Min 12.04.2019 2S Min
observed its damaged so replaced 1- SP02 Mr. Amin

11:00 AM 11:25 AM 1 nos. SP02 Probe. Tested and Probe Sayyed

handover in workin~ condition.
After checking of Monitor try to
repair but not possible from our
side so call to company Engineer

10.04.2019 13.04.2019 after checked by company Vendor /78 906 Monitor O.T. Complex Not Working Properly 11:50 AM 12:00 PM 10 Min 12:00 PM 30 Min Engineer problem found in - Mr. Amin
Software its corrupted so
installed new software. Tested
and handover in working
condition.
After Checking of 8P Cuft

15.04.2019 15.04.2019 observed its broken so replaced Mr. Amin
85 2151 Monitor CYT5 BP Cuff is not Working 12:00 PM OMin 45 Min 1 - 8P Cuff11:30 AM 12:15 PM 1 nos. 8P Cuff Tested and Sayyed

handover in workin~ condition.
After checking of ECG Maching
observed Chested electrode 1- Chested ~e!\u •••~

ECGMachine M.MW. Chest Electrode Broken 15.04.2019 4:00 PM 20 Min
15.04.2019 50 Min broken 50 replaced 1 nos Chest Electrode Mr. SontakkE;;.

90 3196 03:40 PM 04:30 PM v.8'l (~~.~Electrode & R. Bulb. Tested and 1 - R. 8ulb

handover in workin~ condition. l ,9 I-



After checking of ECG Machine

15.04.2019 15.04.2019
Observed ECG Cable is damaged

1. ECG Mr. PawarS.93 919 Monitor O. T. Complex ECGCable is not working
02:45 PM 3:00 PM 15 Min 03:15 PM 30 Min so replaced 1 nos. ECG Cable.

Cable D.
Tested and handover in working

condition.
After checking of 5P02 Probe

15.04.2019 15.04.2019 loose connection in indecator
Mr. Pawar S.95 2869 Monitor 51CU SP02 Probe not Working 12:30 PM 12:35 PM 05 Min 01:00 PM 30 Min side so its resolder properly. .

D.
Tested and handover in working
condition.
After checking of Syringe Pump
try to resolved problem but not
possible from our side so call to

08.04.2019 16,04.2019 company Engineer. After
Vendor /97 14 Syringe Pump 51CU 1406123 Not Working Properly 5:10 PM 10 Min

10080
checking by company engineer05:00 PM 05:00 PM Mlo Mr. Amin
problem found Front Assembly so
its replaced under CMC. Tested
and handover in working
condition.
After checking of 8P cur

98 1137 Monitor MICU Not Working Properly
16.04.2019

3:30 PM OMin
16.04.2019

05 MIn
connector is misplaced so directly Mr.Amin

03:30 PM 03:35 PM
.

Sayyedconnected and handover in
workinJJ condition.
After checking of 5P02 Probe

16.04.2019 16.04.2019 loose connection in indecator
Mr. Pawar S.101 2872 Monitor 51CU SP02 Probe not Working

11:30 AM 11:35 AM 05 Min 12:30 PM 60 Min side so its resolder properly.
D.Tested and handover in working

condition.
After checkign of SP02 Probe

16.04.2019 16.04.2019 problem found in sensor so 1 - SP02 Mr. Amin102 1136 Monitor MICU SP02 Probe not Working
03:30 PM 3:35 PM 05 Min 04:00 PM 30 Min replaced 1 nos. SP02 Probe.

Probe SayyedTested and handover in working
condition.
After checking of Syringe pump

17.04.2019 17.04.2019
problem found in Syringe Knabe 1. Syringe

Mr. Amin109 17 Syringe Pump PICU 1406123 Not Working Properly
01:00 PM 1:05 PM OS Min 01:20 PM 20 Min its broken so replaced 1 nos. Holder Sayyed

Syringe Knobe. Tested and Knob

handover in workin" condition.
After Checking of BP Cuff

17.04.2019 17.04.2019 observed its broken so replaced Mr. Amin110 1139 Monitor MICI BP Cuff is not Working
10:00 AM 10:10 AM 10 Min 10:20AM 20 Min I.BPCuff

Sayyed1 nos. 8P Cuff Tested and
handover in worki",~ condition.
After checking of SP02 Probe

112 2827 Monitor CCU SP02 Probe not Working 18.04.2019 11:15AM OS Min
18.04.2019

45 Min
observed its damaged so replaced 1. SP02 Mr. Santakke

10:30 AM 11:15 AM 1 nos. SP02 Probe. Tested and Probe V.8.

handover in workin~ condition.
After checking of Syringe pump :~~\18.04.2019
problem found in Syringe Knabe 1. Syringe Mr.Amig1,' 1<" ~~\

Syringe Knobe Broken
18.04.2019 1:05 PM OS Min 20 Min its broken so replaced 1 Holder ( .~113 2153 Syringe Pump CVTS
01:00 PM 01:20 PM nos. Sayyed.' Q );Syringe Knabe. Tested and Knob I'" \. j.n••

handover in working: condition. '~~

'~_ \..J le':)"IP'"



After checking 01 ECG Cable

18.04.2019 18.04.2019 problem found in RA Lead its
Mr. Amin116 2875 Monitor 51CU ECGCable is not working

12,00 PM 12,10 PM 10 Min 12,25 PM 25 Min Broken so replaced I nos. RA 1.RA Lead
SayyedLead. Tested and handover in

workin" condition.
After checking 01 Monitor

18.04.2019 18.04.2019 problem found in ECG cable ito; I. ECG Mr.Amin120 2874 Monitor 5ICU ECGCable is not working 11,00 AM 11,05 AM 05 Min IUOAM 20 Min Faulty so replaced 1 nos. ECG
Cable, Sayyed

Cable. Tested and handover in
workin" condition.
After checking 01 SP02 Probe

18.04.2019 18.04.2019 loose connection in indecator
Mr. PawarS.124 2864 Monitor SICU SP02 Probe not Working

03,30 PM 3,35 PM 05 Min 04,00 PM 30 Min side so its resolder properly.
D.

Tested and handover in working
condition.
After checking of SP02 Probe

127 1200 Monitor CVT5 SP02 Probe not Working 19.04.2019 12,40 PM 10 Min
19.04.2019

30 Min
observed its damaged so replaced I.SP02 Mr. Sontakke

12,30 PM 01,00 PM 1 nos. SP02 Probe. Tested and Probe V.B.

handover in workinp condition.
After checking 01 Nebulizer

20.04.2019 20.04.2019
problem found in 02 Pin Top its

1- 2 Pin Mr. PawarS.136 2551 Nebulizer OBGYICU 02 Pin Top Broken
12,00 PM 12,15 PM 15 Min 12,30 PM 30 Min broken so replaced 1 nos. 02 Pin

Top D.
Top. Tested aod handover in
workinp condition.
After checking of Syringe pump

141 22 Syringe Pump PICU Not Working Properly 20.04.2019 3,15 PM 45 Min
20.04.2019 150 problem found in setting so done Vendor /

02,30 PM 05,00 PM Min - Mr. Aminnecessary setting. Handover in

workin" condition.
After checking 01 Monitor
observed NIBP is not working

145 2053 Monitor EICU NIBP not Showing 22.04.2019 4,10 PM 10 Min
22.04.2019

15 M due to Leakage from NIBP Cuff so I- NIBP Mr. Amin
04,00 PM 04,15 PM replaced 1 nos. NIBP Cuff. Tested Cuff Sayyed

and handover io working
condition.
After checking of ECG Machine

problem found in Patient Cable

147 2155 ECGMachine CVT5 Patient Cable Broken
22.04.2019

2:30 PM 10 Min
22.04.2019

50M
its leads are broken so replaced 1 1-10 Lead Mr. Sontakke

02:20 PM 03:10 PM nos. 10 Lead Set ECG Cable.. ECGCable V.B.
Tested and handover in working
condition.
After checkign 01 5P02 Probe

22.04.2019 22.04.2019 problem found in sensor so 1.5P02 Mr. Amin149 1149 Monitor MICU SP02 Probe not Working
02:45 PM 2,50 PM OSMin

03:00 PM 15 Min replaced I nos. 5P02 Probe.
Probe SayyedTested and handover in working

condition.
After attend telephone call

23.04.2019 23.04.2019
checked the Ventilator problem

~~~~~n «~~151 2156 Ventilator CVT5 Not Working Properly 10:20 AM 20 Min 60 Min found in setting its changed so 'Q --. 'j... ..
10:00 AM 11:00 AM - « "\<'

done necessary setting. Handover ~ ) 3:)'
in workin" condition. ~. \ ,J "J I
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After checking of 5P02 Probe

1850 NICU SP02 Probe not Working 26.04.2019 1:00 PM 30 Min
26.04.2019

45 Min
observed its damaged so replaced 1- 5P02 Mr. Pawar S.164 Monitor

12:30 PM 01:15 PM Probe D.1 nos. SP02 Probe. Tested and

handover in workinp: condition.I
After checking ofECG Machine try

to repair but not possible from

1277 ECGMachine R)YICU Not Working Properly 25.04.2019 3:50 PM 25 Min
27.04.2019 2675 our side so send to company for Vendor/165

03:25 PM 12:00 PM Min repairing purpose after repaired Mr. Sontakke

by vendor handover in working
condition.
After checking of 5P02 Probe

27.04.2019 27.04.2019 loose connection in indecator
Mr. Amin168 1851 Monitor NICU SP02 Probe not Working

11:00 AM 11:05 AM OS Min 11:30 AM 30 Min side so its resolder properly. -
Sayyed

Tested and handover in working
condition.
After checking of Monitor

O. T. Complex Not Working Properly
27.04.2019

3:10 PM 10 Min
27.04.2019

20 Min
observed setting will be changed Mr. Amin169 941 Monitor

03:00 PM 03:20 PM - Sayyedso reset the setting. Handover in

workinO' condition.
After checking of ECG Cable

27.04.2019 27.04.2019 problem found in RA Lead its
Mr.Amin171 942 Monitor O. T. Complex ECGCable is not working

03:15 PM 3:20 PM OS Min 03:35 PM 20 Min Broken so replaced 1 nos. RA 1- RA Lead
SayyedLead. Tested and handover in

workina condition.
After checking of 5P02 Probe

1156 MICU SP02 Probe not Working 27.04.2019 12:10 PM 10 Min
27.04.2019

20 Min
observed its damaged so replaced 1-5P02 Mr. Amin172 Monitor

12:00 PM 12:20 PM 1 nos. SP02 Probe. Tested and Probe Sayyed

handover in workina condition.
After checking of 5P02 Probe

1158 MICU SP02 Probe not Working 29.04.2019 4:15 AM OMin
29.04.2019

10 Min
observed its damaged so replaced 1- 5P02 Mr. Amin181 Monitor

04:15 PM 04:25 PM 1 nos . SP02 Probe. Tested and Probe 5ayyed

handover in workin" condition.
After checking of Temp. Probe

186 1883 Monitor CardiacOT Temp. Probe is not 29.04.2019 12:10 PM 10 Min 29.04.2019
25 Min

observed its damaged so replaced 1- Temp. Mr. Amin
Working 12:00 PM 12:25 PM 1 no. Temp. Probe. Tested and Probe Sayyed

handover in workinlJ' condition.
After checking of Monitor

30.04.2019 30.04.2019 problem found in ECG cable its 1-ECG Mr. PawarS.188 1159 Monitor MICU ECGCable is not working
09:30 AM 9:35AM 05Min

09:45AM 15 Min Faulty so replaced 1 nos. ECG Cable, D.Cable. Tested and handover in
4",;;;~t;;jworkina condition. ,

. - -
'\'00- f~(r- .:\II EO, ., ~
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After checking of SP02 probe

9 687 Monitor NICU SP02 Probe not Working 01.03.2019
10:30 AM OMin 01.03.2019 30 Min problem found in sensor so 1. Sensor Mr. Pawar S.

10:30 AM 11:00 AM replaced sensor. Handover in O.
working condition.
After checking of Monitor

02.03.2019 02.03.2019
problem found in ECG cable its

1. ECG Mr.Amin12 2828 Monitor SICU ECGCable is not working 10:15 AM 10:20 AM OSMin 10:30 AM 15 Min damaged so replaced 1 nos. ECG
Cable. Sayyed

Cable. Tested and handover in
working condition.
After checking of ECG Machine

02.03.2019 02.03.2019 problem found in V6 Lead its Mr. Sontakke3176 ECGMachine M.M.W. V6 Lead Broken
12:00 PM 12:05 PM as Min 12:35 PM 35 Min broken so replaced 1 nos. V6 V.B.Lead. Handover in working

condition.
After checking of SP02 Probe

02.03.2019 02.03.2019 loose connection in indecator Mr.Amin591 Monitor MICU SP02 Probe not Working 10:30 AM 10:35 AM 05 Min 11:30 AM 60 Min side so its resolder properly. .
SayyedTested and handover in working

condition.
After attend call checked the

04.03.2019 04.03.2019
Ventilator leakage problem found

1 .02 Mr.Amin15 695 Ventilator NICU 02 Leakage problem
12:00 PM

12:05 PM OSMin 12:20 PM 20 Min from 02 Probe so replaced 1 nos.
Probe Sayyed

02 Probe. Handover in working
condition.
After attend call checked the

04.03.2019 04.03.2019 Ventilator problem found in
16 593 Ventilator MICU Not Working Properly

09:30AM 9:35 AM as Min 09:45AM 15 Min power cord so its removed & . Mr. Chaudhari
refixed it Handover in working
condition.
After checking of ECG Machine

17 1391 ECGMachine Super Deluxe Not Working Properly 04.03.2019 11:10 AM 10 Min 04.03.2019
30 Min

problem found in setting so done Mr. Sontakke
11:00 AM 11:30 AM

.
V.B.necessary setting. Handover in

working condition.
After checking of Ventilator

04.03.2019 04.03.2019 problem found in Moisture Trap 1- Moisture Mr.Amin18 597 Ventilator MICU Not Working Properly
10:30 AM 10:35AM 05 Min 10:40 AM 10 Min its defective so replaced 1 nos. Trap Sayyed

Moisture Trap. Handover in
workim! condition.
After checking of SP02 probe

694 Monitor SP02 Probe not Working 04.03.2019
12:00 PM 30 Min 04.03.2019 60 Min problem found in sensor so 1. Sensor Mr.AminNICU 11:30 AM 12:30 PM replaced sensor. Handover in Sayyed

worki",:!:condition.
After checking of Monitor
problem found in NIBP Connector .'~

24 2510 Monitor O. T. Complex NIBP Not Showing 05.03.2019 10:35 AM 05 Min 05.03.2019 30 Min so replaced 1 nos. NIBP 1. NIBP Mr.Amin -: ~~
10:30 AM 11:00 AM connector & Power Cable. Tested Connector 5ayyed " )'

and handover in working 7-'/.. ( .•..
condition. ;.(=', \ ~

\~--;~~ :>1)~':\'



11:10 AM 10 Min 07.03.2019 30 Min
1I,30AM

10,45 AM 05 Min 05.03.2019 18 Min
10,58 AM

11,05 AM 05 Min 07.03.2019 10 Min
IUOAM

Condemened

Vendor /
Mr. Amin

Mr. Amin
Sayyed

Mr. Amin
Sayyed

Mr. Amin
Sayyed

Mr. Amin
Sayyed

Mr. Amin
Sayyed

Mr. Amin
Sayyed

Mr. Sontakke
V.8.

Mr. Sontakke
V.B.

Mr. Jadhav /
Mr. Sontakke

I

I-ECG
Cable

I - 8P Cuff

1- 3Lead
ECG Cable

After checking of ECG Cable
observed its broken so replaced 1
Nos. 03 Lead ECG Cable. Tested
and handover in working
condition.
After checking of Monitor

observed setting will be changed

so reset the setting. Handover in

working condition.
After checking of Amhuhag
observed Front & Back Side L
Type Valve broken. So its beyond
reoairable
After checking of Syringe Pump

observed its continoue Alarm so

done proper servicing. Handover

in working condition.
After checking of SP02 Probe
loose connection in indecator
side so its resolder properly.
Tested and handover in working
condition.
After attend call checked the

Monitor Stand observed its not

fixed proper so its fixed proper.

Handover in workinll' condition.
After checking of Monitor

Observed SP Not Showing due to

SP Cuff Damaged so replaced 1

no. SP Cuff. Tested and handover

in workina condition.
After checking of ECG Machine

observed setting is changed so

done necessary Setting.

Handover in workinR condition.
After checking of ECG Machine

Observed ECG Cable is damaged

so replaced 1 nos. ECG Cable.

Tested and handover in working

condition.
After checking of Syringe Pump
try to resolved problem but not
possible from our side so send to
company (Pioneer) for repairing
purpose. After checking by
company engineer problem found
MMC Assembly so its replaced
under CMC. Tested and handover
in workinll' condition.

90 Min

05 Min 05.03.2019 30 Min
03,45 PM

15 Min 11.03.2019 60 Min
05,00 PM

3,20 PM

9,35 AM 05 Min 05.03.2019
11,00 AM

4,15 PM

11.03.2019 151110
12:40 PM 10 Min 11:00 AM Min

10:10 AM 10 Min 11.03.2019 30 Min
10,30 AM

10,35 AM 05 Min 06.03.2019 30 Min
11,00 AM

10,50AM 05Min 06.03.2019 45Min
1I,30AM

11.03.2019
04,00 PM

06.03.2019
10,45 AM

05.03.2019
03:15 PM

07.03.2019
11,00 AM

11.03.2019
10,00 AM

05.03.2019
10,40 AM

07.03.2019
11,00 AM

05.03.2019
09,30 AM

26.11.2018
12:30 PM

06.03.2019
10,30 AM

Ambu bag broken

Alarm Problem

Monitor Stand not
Working

Not Working Properly

Not Working Properly

Not Working Properly

BP Cuff is not Working

ECGCable is not working

ECGCable is not working

SP02 Probe not Working

1406127PICU

CCU

51CU

51CU

EICU

MICU

Cathlab

Casuality

O. T. Complex

O. T. Complex

Monitor

Monitor

Monitor

Monitor

Monitor

Ambubag

ECG Machine

ECG Machine

Syringe Pump

Syringe Pump

598

2834

2511

2830

2515

2141

2038

1247

1640

1658

37

50

47

46



After checking of SP02 Probe

13.03.2019 13.03.2019 loose connection in indecator Mr.Amin62 1107 Monitor MICU SP02 Probe not Working
11:50 AM 11:55 AM OSMin 12:35 PM 45 Min side so its resolder properly. SayyedTested and handover in working

condition.
After checking of Pacemaker

1880 Pacemaker Cardiac OT Pacemaker Cable 13.03.2019 11:35 AM OSMin 13.03.2019 30 Min cable observed is Mr.Amin CondemenedConnector Broken 11:30 AM 12:00 PM connector Sayyed
broken so its beyond repairable.
After attend call checked the
Boyles Machine then observed its

63 2532 Boyles O. T. Complex Not Working Properly 13.03.2019 2:50 PM 20 Min 14.03.2019 1470 unused. Oxygen & Nitrous Mr. Jadhav j CondemenedMachine 02:30 PM 03:00 PM Min Mixture not working. Spare parts Mr. Narayan
also not available. So its beyond
repairable.
After attend call checked the

Tidal Volume not 14.03.2019 14.03.2019 Ventilator problem found in Flow 1- Flow Mr. Amin65 2816 Ventilator CCU Showing 10:00 AM 10:10 AM 10 Min 10:30AM 30 Min Sensor so replaced 1 nos. Flow Sensor SayyedSensor. Handover in working
condition.
After Checking of BP Cuff

15.03.2019 15.03.2019 observed its broken so replaced Mr. Amin1702 Monitor Dialysis BP Cuff is not Working
11:30 AM 11:35 AM OSMin 11:45 AM 15 Min 1 • 8P Cuff

Sayyed1 nos. BP Cuff Tested and
handover in working condition.
After checking of ECG Machine

74 2818 ECGMachine CCU Schiller OnjOffSwitch Problem 1B.03.2019 11:35 AM OS Min 18.03.2019 40 Min
problem found in On/Off Switch Mr.Sontakke

11:30 AM 12:10 PM so repaired iL Handover in V.B.

working condition.
After checking of SP02 Probe

18.03.2019 18.03.2019 loose connection in indecator Mr. Amin2548 Monitor O. T. Complex Not Working Properly
11:00 AM 11:15 AM 15 Min 12:00 PM 60 Min side so its resolder properly. SayyedTested and handover in working

condition.
After checking of SPQ2 probe

83 1113 Monitor MICU SPOZ Probe not Working 19.03.2019 11:00 AM 30 Min 19.03.2019
90Min problem found in sensor so 1-Sensor Mr. Pawar S.

10:30 AM 12:00 PM replaced sensor. Handover in D.
wor1<ine:condition.
Aller checking of ECG Cable

20.03.2019 20.03.2019 observed RA Lead Broken so 1- RALead Mr. Amin87 2041 Monitor EICU RA Lead Broken
12:00 PM 12:00 PM 05 Min 12:15 PM 15 Min Sayyedreplaced 1 nos. RA Lead.

Handover in workin.'!:condition.
After checking of ECG Machine

20.03.2019 20.03.2019 Problem found in Charger so Mr. Sontakke90 1649 ECGMachine Casuality Adapter Charger Problem 09:10AM 9:15AM 05Min 09:30 AM 30Min replaced 1 nos. Charger 1-Charger V.B.(12V /2A). Handover in working
condition.
After checking of Syringe Pump -

20.03.2019 20.03.2019
given Error of No Syringe so clean

Mr. Amin l&~'.~~92 1814 Syringe Pump NICU No Syringe Error 10:10 AM 10 Min 20 Min the sensor. Reset all connection. ~0r~~~
10:00 AM 10:20 AM

.
Sayyed or "'-Tested and handover in working (UI );

condition. ~\. )-.:



After checking of Monitor

22.03.2019 22.03.2019 problem found in ECG cable its 1. ECG Mr. Amin93 1115 Monitor MICU ECGCable is not working 11:35 AM as Min 20 Min Faulty so replaced 1 nos. ECG11:30 AM 11:50 AM
Cable. Tested and handover in Cable. Sayyed

workinlI condition.
After checking of Monitor

22.03.2019 22.03.2019 observed NIBP is not working so Mr. Pawar S.1820 Monitor NICU NIBP Not working
12:30 PM 1:00 PM 30 Min 01:10 PM 40 Min done necessary setting. Tested D.and handover in working

condition.
After checking of Power Cord

1821 Syringe Pump NICU Power Cord Burned 24.03.2019 4:15 PM 15 Min 24.03.2019 38 Min
observed its burned so replaced 1 1. Power Mr. Pawar S.

04:00 PM 04:38 PM nos. Power Cord. Handover in Cord D.

workinlI condition.
After checking of ECG Machine
observed Patient Cable set are

1651 ECGMachine Casuality Not Working Properly 25.03.2019 5:21 PM 01 Min 25.03.2019 2S Min broken so replaced 1 x 10 Patient
1. ECG Mr. PawarS.

05:20 PM 05:45 PM Cable set D.
Cable set Tested and handover in
workin~ condition.
After checking of 5PD2 Probe

26.03.2019 26.03.2019 loose connection in indecator
Mr. Amin2847 Monitor 51CU SP02 Probe not Working 03:45 PM 3:45 PM OMin 04:15 PM 30 Min side so its resolder properly. SayyedTested and handover in working

condition.
After Checking of 8P Cuff

1544 26.03.2019 26.03.2019 observed its broken so replaced Mr. AminMonitor 08GYICU BP Cuff is not Working
02:30 PM

2:35 PM as Min 02:45 PM 10 Min 1. 8P Cuff Sayyed1 nos. 8P Cuff Tested and
handover in worki",! condition.
After Checking of Syringe Pump

142 1120 Syringe Pump MICU Not Working Properly 26.03.2019 10:00 AM 15 Min try to repair but unable to repair. Vendor; Send to Company
09:45AM 50 send to company Mr. Amin for Repairing

Plenurntech) for renairinlI.
After checking of 5P02 Probe

27.03.2019 27.03.2019 loose connection in indecator
Mr. Amin1662 Monitor Cathlab SP02 Probe not Working 02:45 PM 2:45 PM OMin 03:30 PM 45 Min side so its resolder properly. .
SayyedTested and handover in working

condition.
After checking of ECG Machine

27.03.2019 27.03.2019 problem found in Lead RA its Mr. Sontakke2045 ECGMachine EICU Lead RA Broken
12:20 PM 12:25 PM as Min 01:00 PM 40 Min broken so replaced 1 nos. Lead 1- RALead

V.8.RA. Tested and handover in
workinlI condition.
After checking of 5P02 Probe

New Pead. 28.03.2019 28.03.2019 loose connection in indecator
Mr. Amin814 Monitor Ward SP02 Probe not Working 03:05 PM 3:10 PM as Min 04:00 PM 5S Min side so its resolder properly. .
SayyedTested and handover in working

condition. . .

After checking of ECG Machine ~<;c .'.o~

3189 ECGMachine M.M.W. Not Working Properly 28.03.2019 10:30 AM 45 Min
28.03.2019 75 Min

observed setting is changed so Mr. Pawar S. J'~;---~~
09:45 AM 11:00 AM

.
D. ( rdone necessary Setting. "q i

Handover in workinlI condition. -~ \ o:rJ.

\~""~ ~



After checking of SP02 probe

2147 Monitor CVTS SP02 Probe not Working 29.03.2019 4,30 PM OMin
29.03.2019

30 Min
problem found in spring its not Mr. Amin

04,30 PM OS:OOPM fixed proper so its fixed proper. Sayyed

Handover in workinQ"condition.
After checking of Syringe Pump

14.03.2019 30.03.2019 2304S
observed syringe Holder Broken 1- Syringe

Mr. Amin Part not Available1660 Syringe Pump Cathlab Syringe Holder Broken
l1:SS AM 11,SS AM OMin 12:00 PM Min

so replaced 1 nos. Syringe Holder. Holder
Sayyed on Time

Tested and handover In working Knob

condition.
After checking of Syringe Pump

23.03.2019 30.03.2019 10120
observed syringe Holder Broken 1. Syringe

Mr. Amin Part not Available1117 Syringe Pump MICU Syringe Holder Broken 11:20 AM 11,2SAM 05 Min 12,00 PM Min
so replaced 1 nos. Syringe Holder. Holder

Sayyed on Time
Tested and handover in working Knob

condition. .

~~
Dean
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.3r.No. Cornplia NameOf Model No: NatlJre Of Complaint ;~ecelve Date & Call Attended Response Call Close Date & Down
Aetlon Taken Spares Work Done By Remark

ntNo EquIpment
Deparanent TIme Time Time Time Time In Consumed. Minutes .

After checking or Monitor

1 1288 Monitor PICU Not Working Properly 01.02.2019 4:05 AM 05 Min
01.02.2019 10 Min problem found in Setting so reset Mr. Amin

04:00 PM 04:10 PM the connection. Handover in Sayyed
workino condition.
After checking of ECG Machine
problem found in Charger so 1.12Vj2A

2 2531 ECGMachine F.M.W. Charger Broken 01.02.2019 3:35 PM 05 Min 01.02.2019 20 Min replaced 1 Nos. 12 V/2A Charger Charger Mr. Sontakke
03:30 PM 03:50 PM V.8.

Adapter & 1 Banana Pin.
Handover in workino condition.
After checking or 5P02 Probe

01.02.2019 01.02.2019 loose connection in indecator Mr.Amin
3 653 Monitor NICU SP02 Probe not Working 11:00 AM

11:05 AM 05 Min 11:35 AM
35 Min side so its resolder properly. Sayyed

Tested and handover in working
condition.
After attend call checked the
Ventilator problem found in

4 2896 Ventilator 51CU Moisture Trap Broken 01.02.2019 9:55 AM 05 Min 01.02.2019 25 Min Moisture Trap its broken so 1. Moisture Mr. Narayan
09:50 AM 10:15 AM replaced 1 nos. Moisture Trap. Trap

Tested and handover in working
condition.
After checking of Syringe Pump

6 2012 Syringe Pump EICU Not Working Properly 01.02.2019 10:00 AM 15 Min 01.02.2019 45 Min
obsetved Setting is changed so Mr.Amin

09:45AM 10:30AM
.

Sayyeddone necessary setting. Handover
in workino condition.
After checking of ECG Machine

8 1255 ECGMachine RGYICU Printer Problem
01.02.2019 10:15 AM 05 Min 01.02.2019 25 Min

problem found in Printer so clean Mr.Amin
10:10 AM 10:35 AM the Printer assembly. Tested & Sayyed

handover in workino condition.
After checking of 01 Nos. NIBP

02.02.2019 02.02.2019
Cuff obsetved its damaged so 01. N18P Mr.Amin

14 2900 Monitor 51CU NIBP Cuff Broken 02:00 PM 2:05 PM OSMin 02:10 PM 10 Min replaced 01 Nos. NIBP Cuff. Cuff Sayyed 228
Tested and handover in working
condition.
After checking or 5P02 Probe

02.02.2019 02.02.2019
loose connection in indecator Mr.Amin

16 1289 Monitor PICU SP02 Probe not Working 10:15 AM 10:20 AM 05 Min 11:00 AM 45 Min side so its resolder properly. Sayyed
Tested and handover in working
condition.
After checking or 5P02 Probe

02.02.2019 02.02.2019 loose connection in indecator Mr.Amin
17 2897 Monitor 51CU SP02 Probe not Working 11:10AM 11:20 AM 10 Min 11:40 AM 30 Min side so its resolder properly. Sayyed

Tested and handover in working
condition. .~.
After checking or 5P02 Probe fuo';';'-\'%.~

02.02.2019 02.02.2019
loose connection in indecator Mr.Amin -( ~

21 2015 Monitor EICU SP02 Probe not Working 11:35AM 05 Min 30 Min side so its resolder properly. .
Sayyed ~( ;

11:30 AM 12:00 PM -\ ~Tested and handover in working .'-;)~\. T .
condition. lao, st, >-..... . 'I< "A



After attend telephonic call
checked the Ventilator then

24 2133 Ventilator Expiratory Tidal Volume 03.02.2019 1:10 PM 05 Min
03.02.2019

25 Min
observed Tidal Volume not Mr. Amin Call Attend onCVTS

Not proper 01:05 PM 01:30 PM showing proper so done Sayyed Sunday
necessary setting. Handover in
workinp: condition.
After checking of Monitor 1. ECG
problem found in ECG& SP02 not Cable,

27 771 Monitor Dialysis Not Working Properly
04.02.2019 12:35 PM 05 Min

04.02.2019
30 Min

showing so replaced 1 nos. ECG 1.5P02 Mr. Pawar S.
12:30 PM 01:00 PM Cable, 1 nos. SP02 Probe, 1 nos. Probe D.

NIBP Cuff. Tested and handover 1. NIBP

in workino condition. Cuf

After checking of 5P02 Probe

04.02.2019 04.02.2019 loose connection in indecator
Mr. PawarS.29 1291 Monitor PICU SP02 Probe not Working

03:00 PM
3:45 PM 45 Min 04:15 PM 75 Min side so its resolder properly.

D.Tested and handover in working
condition.
After checking of ECG Machine

04.02.2019 04.02.2019 observed LL Lead Broken so Mr. Amin30 1257 ECGMachine RGYICU LL Lead Broken 10:35 AM OSMin 30 Min 1. LLLead10:30 PM 11:00 PM replaced 1 nos. LL Lead. Sayyed

Handover in workino condition.
After checking of Syringe Pump

04.02.2019 04.02.2019 Problem found in Actuator so
Vendor/32 655 Syringe Pump NICU Syringe Not Detected

09:32 PM 9:40AM 08 Min 10:00 PM 28 Min replaced 1 nos. Actuator. Tested
Mr.Aminand handed over in working

condition.
After checking of 01 Nos. NIBP

05.02.2019 05.02.2019 Cuff observed its damaged so 01. NIBP Mr. PawarS.34 2805 Monitor 51CU NIBP Cuff Broken
10:30 AM 1O:35AM OS Min 11:00 AM 30 Min replaced 01 Nos. NIBP Cuff. Cuff D.Tested and handover in working

condition.
After checking of ECG Machine

05.02.2019 05.02.2019 observed RA Lead Broken so Mr. Sontakke38 3161 ECGMachine M.MW. Not Working Properly 10:40 AM 10 Min 40 Min 1- RA Lead10:30 AM 11:10 AM replaced 1 nos. RA Lead. V.B.

Handover in worki",! condition.
After checking of SP02 Probe

05.02.2019 05.02.2019 loose connection in indecator
Mr. PawarS.39 1293 Monitor PICU SP02 Probe not Working

10:39 AM 11:00AM 21 Min 11:30 AM 51 Min side so its resolder properly. .
D.Tested and handover in working

condition.
After checking of ECG Machine

05.02.2019
problem found in connection so

Mr. Sontakke40 2534 ECGMachine F.MW. Allenger Not Working Properly
05.02.2019 10:15AM 05 Min 2S Min reset the connection. Also cleaned10:10 AM 10:35 AM V.B.

the all Clamp. Handover in
workinf! condition.
After checking of SP02 Probe ~e ,-:,c
loose connection in indecator

Mr.Amin~
~e. __ .0'\"

05.02.2019 05.02.2019 or '.;"41 2803 Monitor SICU SP02 Probe not Working
10:35AM 10:40 AM as Min 11:20 AM 45 Min side so its resolder properly. .

Sayyed '( illTested and handover in working , ,\ j)condition.



After checking of SP02 probe
45 2019 Monitor EICU SP02 Probe not Working 06.02.2019

10:2S AM 25 Min 06.02.2019 45 Min problem found in sensor so 1 . Sensor Mr. Pawar S.
10:00 AM 10:45AM replaced sensor. Handover in o.

workin" condition.
After checking of SP02 Probe

Pluxe OXProbe is not 06.02.2019 06.02.2019 loose connection in indecator Mr.Amin46 2438 Monitor O. T. Complex
working 11:50 AM 11:55 AM as Min 12:15 PM 25 Min side so its resolder properly. SayyedTested and handover in working

condition.
After checking of ECG Machine

06.02.2019 06.02.2019 observed RA Lead Broken so Mr. Sontakke47 1260 ECGMachine RGYICU RALead Broken
11:15 AM 12:00 PM 45 Min 12:45 PM 90 Min 1- RALead

V.8.replaced 1 nos. RA Lead.
Handover in workim! condition.
After checking of Monitor try to
resolved problem but not
possible from our side so call to

53 2809 Monitor SICU Not Working Properly 06.02.2019
11:10 AM 10 Min 07.02.2019 45 Min company engineer. After checking Vendor /

11:00 AM 01:00 PM by company engineer problem Mr. Amin
found in Central Monitor so its
replaced under CMC.Tested and
handover in workine condition.
After checking of SP02 Probe

07.02.2019 07.02.2019 loose connection in indecator Mr. PawarS.55 656 Monitor NICU SP02 Probe not Working
10:05AM 10:11 AM 06Min 10:55 AM 50 Min side so its resolder properly. . o.Tested and handover in working

condition.
After checking of Monitor

57 2444 Monitor O. T. Complex Not Working Properly 07.02.2019 12:15 PM OMin 07.02.2019 10 Min
observed setting will be changed Mr.Amin

12:15 PM 12:25 PM so reset the setting. Handover in Sayyed

workine condition.
After checking of Monitor

58 2442 Monitor O.T. Complex Not Working Properly 07.02.2019
12:35 PM 05 Min 07.02.2019

30Min
observed setting will be changed Mr.Amin

12:30 PM 01:00 PM
.

Sayyedso reset the setting. Handover in
workinp' condition.
After checking of ECG Machine

Medicine 07.02.2019 07.02.2019 observed Lead Wire V6 Lead Mr. Sontakke62 4663 ECGMachine
OPO Lead Wire V6 Broken

11:00 AM 11:10 AM 10Min 11:30 AM 30 Min Broken so replaced 1 nos. lead I.V6 Lead V.8.Wire V6. Handover in working
condition.
After checking of Monitor

07.02.2019
Observed BP Not Showing due to

Mr.Amin64 2443 Monitor O.T. Complex Not Working Properly 07.02.2019 11:10 AM 10 Min 30 Min BP Cuff Damaged so replaced 1 1.8PCuff11:00 AM 11:30 AM Sayyed
no. BP Cuff.Tested and handover
in workin" condition. --=' ....
After checking of Monitor ~o\\eg(} ,
Observed Leakage from BP CufJ 0r-~ i\07.02.2019 07.02.2019 Mr. Amin ~r65 2445 Monitor O.T. Complex Leakage from BP Cuff

12:15 PM 12:20 PM 05 Min 12:30 PM IS Min so replaced 1 no. BP Cuff. Tested 1 • 8P Cuff Sayyed 1,(
and handover in working ~\ J :~
condition. .'7. '. it

~,;v;~



After checking of Syringe Pump

07.02.2019 08.02.2019 1080
observed Syringe Holder Knob is 1-Syringe

67 1290 Syringe Pump PICU 1406122 Knabe Broken
04:00 PM 4:!O PM 10 Min 10:00 AM Min broken so replaced 1 nos. Syringe Holder Vendor

Holder Knob Under CMC. Knob

Handover in workinl! condition.
After checking of Monitor

Observed ECG Cable is damaged
Mr.Amin68 2445 Monitor O. T. Complex ECGCable is not working

08.02.2019 11:40 AM OS Min
08.02.2019

2S Min replaced 1 nos. ECG Cable.
I. ECG

11:35 AM 12:00 PM so
Cable Sayyed

Tested and hand over in working

condition.
After checking of SP02 Probe

08.02.2019 08.02.2019 loose connection in indecator
Mr. Amin69 2022 Monitor EICU SP02 Probe not Working 11:00 AM 11:05 AM OS Min 11:30 AM 30 Min side so its resolder properly. .
Sayyed

Tested and hand over in working
condition.
After checking of Ambubag

73 1261 Ambubag RGYICU Not Working Properly
08.02.2019 11:55 AM OS Min

08.02.2019
20 Min

problem found in Back side Valve Mr. Sontakke
12:10 PM replaced Handover in

.
V.8.11:50 AM so it

working condition.
After checking of SP02 Probe

75 1294 Monitor PICU SP02 Probe not Working
08.02.2019 11:50 AM OS Min

08.02.2019
15 Min

observed its damaged so replaced I. SP02 Mr. Amin
11:45 AM 12:00 PM 1 nos. SP02 probe. Handover in Probe Sayyed

workin!;! condition.
After checking of BP Cuff

02 Nos BP Cuff is not 09.02.2019 09.02.2019 Observed Leakage from BP Cuf]
Mr. Amin77 774 Monitor Dialysis

working 1I:!OAM 11:15 AM 05 Min 11:25 AM 15 Min so replaced 2 no. BP Cuff. Tested 2.8PCuff
Sayyedand handover in working

condition.
After checking of Syringe Pump

09.02.2019 09.02.2019 no problem found. So done Mr. Amin78 2801 Syringe Pump CCU Not Working Properly
04:10 AM 4:15 PM 05 Min 04:30 PM 20 Min .

Sayyedcalibration. Tested and handover

in workinlZ condition.
After checking of SP02 Probe

79 660 Monitor SP02 Probe not Working
09.02.2019 10:30 AM 15 Min

09.02.2019
25 Min

observed its damaged so replaced I. SP02 Mr. AminNICU
10:15 AM !0:40AM Probe Sayyed1 nos. SP02 probe. Handover in

working condition.
After checking of SP02 Probe

11.02.2019 11.02.2019 loose connection in indecator
Mr. Amin84 573 Monitor MICU SP02 Probe not Working 09:15 AM 9:20AM OS Min 10:00 AM 45 Min side so its resolder properly. .
Sayyed

Tested and handover in working
condition.
After checking of Syringe Pump

11.02.2019 11.02.2019 problem found in Power cord its
1- Power Mr. Amin87 1574 Syringe Pump KTICU Power Cord Problem

11:00 AM 11:30 AM 30 Min 12:00 AM 60 Min burned so replaced 1 nos. Power
Cord Sayyed

Cord. Handover in working
condition.
After checking of Pead BP Cutl ~e;"",11.02.2019 12.02.2019 1125 observed Leakage from Bladder I. Pead 8P Mr. Amin ~~-)95 4294 Monitor Cardiac OT BP Cuff is not Working 3:20PM OS Min so replaced new Pead BP Cuff. .i>"/ • '103:15 PM 10:00 AM Min
Tested and handover in working

Cuff Sayyed I~( ~Jcondition.



After checking of Monitor

12.02.2019 12.02.2019 Problem found in 8P Cuff its Mr. Amin102 2806 Monitor CCU BP Cuff is not Working
12:05 PM 10:10 AM 05 Min 12:20 PM 15 M damaged so replaced 01 No. BP 1. 8P Cuff

SayyedCuff. Tested and handover in
working condition.
After checking of SP02 Probe

12.02.2019 12.02.2019 loose connection in indecator Mr. Amin103 1653 Monitor Cathlab SP02 Probe not Working 11:15 AM 1U5AM OMin 11:30 AM 15 Min side so its resolder properly. .
Sayyed

Tested and handover in working
condition.
After checking of ECG Machine

104 04 ECGMachine New Deluxe Printer Problem
12.02.2019

12:00 PM 15 Min
12.02.2019

50 Min
problem found in Printer so clean Mr. Amin

11:45 AM 12:35 PM
.

Sayyedthe Printer assembly. Tested &

handover in workim!: condition.
After checking of SP02 Probe

12.02.2019 12.02.2019 loose connection in indecator Mr. Amin108 2815 Monitor SICU SP02 Probe not Working
10:00AM 10:05 AM 05 Min 11:00 AM 60 Min side so its resolder properly. -

Sayyed
Tested and handover in working
condition.
After checking Clamp observed

110 1628 ECGMachine Casuality Clamp Broken
13.02.2019

10:55 AM o Min 13.02.2019 as Min
its broken so replaced 1 nos. 1- Green

Mr. Jadhav10:55 AM 11:00 AM Green Clamp. Handover in Clamp
workimz condition.
After checking of ventilator

13.02.2019 13.02.2019 observed Flow Sensor Broken so 1- Flow Mr.Amin111 664 Ventilator NICU Flow Sensor Broken
10:25 AM 10:25AM a Min 10:35 AM 10 Min

Sensor Sayyedreplaced 1 nos. Flow Sensor.

Handover in workiOlz condition.
After checking of SP02 Probe

14.02.2019 14.02.2019 loose connection in indecator Mr. Amin124 1298 Monitor PICU SP02 Probe not Working
10:55 AM

11:00 AM 05 Min 11:30 AM 35 Min side so its resolder properly. .
Sayyed

Tested and handover in working
condition.
After checking of SP02 Probe

14.02.2019 14.02.2019 loose connection in indecator
Mr.Amin125 577 Monitor MICU SP02 Probe not Working

04:00 PM 4:05 PM as Min 04:35 PM 35 Min side so its resolder properly.
Sayyed

Tested and handover in working
condition.
After checking of SP02 Probe

loose connection in indecator
126 576 Monitor MlCU SP02 Probe not Working

14.02.2019
3:05 PM as Min

14.02.2019
35 Min side so its resolder properly. Also 1 • Shell Kit Mr. Amin

03:00 PM 04:35 PM Sayyed
replaced Shell Kit Tested and
handover in working condition.
After checking of SP02 Probe

14.02.2019 14.02.2019 loose connection in indecator Mr. Amin130 578 Monitor MICU SP02 Probe not Working 4:30 PM OMin 05:00 PM 10 Min side so its resolder properly. .
Sayyed04:30 PM

Tested and handover in working
condition.
After checking of SP02 Probe

~c:/i;':--.. \15.02.2019 15.02.2019 loose connection in indecator ~:~;~f132 669 Monitor NICU SP02 Probe not Working 10:20 AM 05 Min 45 Min side so its resolder properly. . ,~r--~~10:15 AM 11:00 AM
Tested and handover in working .:; ( •I
condition. .1 . ~ 12 ~

~ ;""••..{)~~



After checking of SP02 Probe

15.02.2019 15.02.2019 loose connection in indecator Mr.Amin136 671 Monitor NICU SP02 Probe not Working 10,00 AM 10,05 AM OS Min 10,35 AM 35 Min side so its resolder properly.
Sayyed

Tested and handover in working
condition.
After checking of SP02 Probe

16.02.2019 16.02.2019 loose connection in indecator Mr. Amin142 2B21 Monitor SICU SP02 Probe not Working 03,00 PM 3,15 PM 15 Min 03,30 PM 30 Min side so its resoldcr properly. -
Sayyed

Tested and handover in working
condition.
After Checking of Syringe Pump 01.Front
try to repair but unable to repair. Enclosure,
So send to company 01-

(Plenurntech) for repairing. After Graphics
Syringe

checking of Company Engineer Knob.Ol-
143 293B Syringe Pump Old Deluxe Not Working Properly

12.12.201B 3,00 PM 10 Min
16.02.2019 95050

replaced 01.Front Enclosure, 01 . Syringe
Vendor/ Delay From

02,50 PM 03,10 PM Min Mr.Amin Vendor Side
Graphics Syringe Knob. 01 . Knob. 01.

Syringe Knob. 01- M2.3 E-Clip.02
M2.3 E-Clip.
02.M3-20

M3-20 CH Screw. 02-M3-65 Ch CH Screw,

Screw. tested and handover in 02.M3.65

workin", condition.
Ch Screw.

After Checking of BP CuB

16.02.2019 16.02.2019 observed its broken so replaced Mr. Amin144 2809 Monitor CCU SP Cuff is not Working 11,45 AM 11,50 AM as Min 12,00 PM 15 Min 1-BPCuff
Sayyed1 nos. BP Cuff Tested and

handover in workinp condition.
After checking of ECG Machine

observed ECG Rubber Bulb 2-ECG
149 1452 ECGMachine Super Deluxe Rubber Bulb Broken

18.02.2019 9,00 AM OMin
18.02.2019

10 Min broken so replaced 02 No.s ECG Rubber
Mr. Amin

09,00 AM 09,10 AM Sayyed
Rubber Bulb. Tested and 8ulb

handover in workin", condition.
After checking of SP02 Probe

18.02.2019 18.02.2019 loose connection in indecator Mr. Amin150 2810 Monitor CCU SP02 Probe not Working 12,15 PM 12,20 PM as Min 01:00 PM 45 Min side so its resolder properly. - Sayyed
Tested and handover in working
condition.
After Checking of BP Cuff

18.02.2019 18.02.2019 observed its broken so replaced Mr. Amin151 2136 Monitor CVTS SP Cuff is not Working 11:30 AM 11035 AM 05 Min 11:45 AM 15Min 1-BPCuff
Sayyed1 nos. BP Cuff Tested and

handover in workinll condition.
After attend call checked the

20.02.2019 20.02.2019 ventilator observed safety valve
Mr. Narayan/161 673 Ventilator NICU Safety Valve Test Fail 10,35AM 10,40AM 05 Min 11:00 AM 25 Min test fail so done pre checked test - Mr. Amin

its pass. Handover in working
condition.
After checking of Ambubag

162 1630 Ambubag Casuality Not Working Properly
20.02.2019 3,07 PM 07Min

20.02.2019
15 Min

observed L Type Valve broken so Mr. Sontakke ~;;.~-C;)j'f'
03,00 PM 03:15 PM its replaced. Handover in working - V.B. Ii ~'r'-~-'~'"(\

condition. ~ ..•. ~.
~ ~ ( )"C f:"" \ -;ff~~,~



After checking of SP02 Probe

20.02.2019 20.02.2019 loose connection in indecator
Mr.Amin163 2137 Monitor CVTS SP02 Probe not Working

12:30 PM
12:3S PM 10 Min

01:00 PM
30 Min side so its resolder properly. .

Sayyed
Tested and handover in working
condition.
After checking of SP02 Probe

21.02.2019 21.02.2019 loose connection in indecator
Mr. PawarS.169 2139 Monitor CVTS SP02 Probe not Working

03:00 PM
3:4S PM 45 Min

04:1S PM
75 Min side so its resolder properly.

D.Tested and handover in working
condition.
After checking of SP02 probe

172 2028 Monitor EICU SP02 Probe not Working 21.02.2019
9:0S AM 05?m

21.02.2019
60 Min

problem found in sensor so 1- Sensor Mr. Amin
09:00 AM 10:00 AM replaced sensor. Handover in Sayyed

workino condition.
After checking of ECG Machine

21.02.2019 21.02.2019 observed Printer connector not Mr. Sontakke173 2539 ECGMachine F.M.w. Not Working Properly
11:00 AM

11:20 AM 20 Min
11:40 AM

40 Min
V. B.fixed proper so its fixed proper.

Handover in workimi! condition.
After checking of Monitor

174 2029 Monitor EICU Not Working Properly
21.02.2019

10:00 AM 30 Min
21.02.2019

60 Min
observed setting will be changed Vendor/

10:30 AM
.

Mr.Amin09:30AM so reset the setting. Handover in

workin" condition.
After checking of SP02 Probe

21.02.2019 21.02.2019 loose connection in indecator
Mr.Amin176 2138 Monitor CVT5 Not Working Properly

10:00 AM
10:05 AM OS Min

11:00 AM
60 Min side so its resolder properly.

Sayyed
Tested and handover in working
condition.
Mer checking of Monitor
problem found in NIBP Cuff

177 1534 Monitor 08GYICU NIBP Reading Not 21.02.2019
3:45 PM OMin

21.02.2019
05 Min Connector replaced 1

1. NIBP Mr. Amin
showing 03:45 PM 03:50 PM so nos.

Connector Sayyed
NIBP Connector. Tested and

handover in workin~ condition.
After checking of 5P02 Probe

22.02.2019 22.02.2019 loose connection in indecator
Mr. Amin182 1631 Monitor Casuality SP02 Probe not Working 9:35AM OS Min

10:00 AM
30 Min side so its resolder properly. .

Sayyed09:30 AM
Tested and handover in working
condition.
After checking of Monitor

problem found in NIBP Cufl
184 555 MICU

NIBP Reading Not 22.02.2019
11:05AM 05Min

22.02.2019
20 Min Connector replaced 2

2. NIBP Mr. AminMonitor
showing 11:00 AM 11:20 AM so nos.

Connector Sayyed
NIBP Connector. Tested and

handover in workin!! condition.
After checking of SP02 Probe

22.01.2019 22.01.2019 loose connection in indecator Mr. Amin185 678 Monitor NICU SP02 Probe not Working 2:40 PM OMin
03:15 PM

35 Min side so its resolder properly. .
Sayyed02:40 PM

Tested and handover in working
condition. .-
After Checking of BP Cuff .y';).\CO'/~\
observed its broken so replaced Mr. Aminr is''' ,.....................1)0

191 1975 Monitor MCRI550PO OPONO.13 Leakage from NIBP Cuff 23.02.2019
1:00 PM o Min 23.02.2019

10 Min 1. BP Cuff /' y01:00 PM 01:10 PM 1 nos. BP Cuff Tested and Sayyed \\~: ( '"
handover in workin~ condition. \ /1.~~~.~~.
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After checking Clamp observed

193 1976 ECGMachine MCRISSOPO OPO NO. 13 Clamp Broken
23.02.2019

3:1S PM aMin
23.02.2019

10 Min
its broken so replaced 1 nos. 1. Green Mr.Amin

03:1S PM 03:25 PM Green Clamp. Handover in Clamp Sayyed
workin!! condition.
After checking of ECG Machine
problem found in Print so clean I-Top

the Printer Roller. Also Replaced Cover

194 1633 ECGMachine Casuality Allenger Not Working Properly 23.02.2019 9:50AM OS Min
23.02.2019

SOMin 1- Top Cover,1 - Key Pad, 2- R.
1-Key Pad Mr. Sontakke

09:45 AM 10:35AM 2. R.Bulb V.B.
Bulb,2- Chest Electrode. Tested 2- Chest
and handover in working Electrode
condition.
After checking of Syringe Pump
try to repair but not possible
from our side so call to company
Engineer. After checed by 1- Syringe

Vendor/197 6BO Syringe Pump NICU Not Working Properly 23.02.2019 10:35 AM as Min 24.02.2019 1470
Engineer observed Holder10:30 AM 11:00 AM Min

company
Mr. Amin

Syringe Knobe broken so Knob

replaced 1 nos. Syringe Knabe.
Tested and handover in working
condition.
After checking of Syringe Pump
try to repair but not possible
from our side so call to company
Engineer. After checed by

1- Plunger Vendor/19B 6BO Syringe Pump NICU Not Working Properly
23.02.2019 10:40 AM 10 Min

24.02.2019 1530
Engineer observed10:30 AM 12:00 PM Min

company
Knob Mr. Amin

Plunger Knabe broken so
replaced 1 nos. Plunger Knabe.
Tested and handover in working
condition.
After checking of Monitor

25.02.2019 25.02.2019
problem found in NIBP Pump is

Mr. Amin200 1634 Monitor Casuality NIBP Not working
03:00 PM 3:00 PM aMin 03:45 PM 45 Min not working so so replaced 1 nos.

Sayyed
NIB? Pump from old Monitor.

Handover in workin.'! condition.
After checking of SP02 Probe

25.02.2019 25.02.2019 loose connection in indecator
Mr. PawarS.204 7BB Monitor Dialysis SP02 Probe not Working 04:45 PM 4:50 PM O5Min 05:20 PM 35 Min side so its resolder properly. O.

Tested and handover in working
condition.
After checking of Monitor

20B BP Curfis not Working
25.02.2019 1:00 PM 30Min

25.02.2019 60 Min
observe BP Cuff not fixed proper Mr. PawarS.7B7 Monitor Dialysis

12:30 PM 01:30 PM so its fixed proper. Tested and o.
handover in workinQ"condition.

"',

~~

6;z.\ColI. .
~'~~~~~~c> r ""\n '

/ :t( ), '
~( "

Dean ~l J .tor

~e(Jical Ct..)I!t:'C'!:I \~<~_./'I,



\
\
)

Mf'diulColl ~ '" Hospital Biomf'diul Mainl~nanr~ D~ I. MGM MCIt A'bad.
Com laint R~ rt or Janua - 2019

Total

Sf. No. Complia NameOr Department Model No. Nature OrComplalnt Receive Date& call Attended Response can Close Date & Down
Actlon Taken Spares Work Done By Remarknt No EqUIpment Time TIme Time Time Time In Consumedc,c_

I Minutes

After checking of Ambu Bag

02.01.2019 02.01.2019 observed Mouth Piece is broken
1. Mouth Mr. Sontakke5 1296 Ambubag PICU Mouth Piece Broken 12,00 PM 12,10 PM 10 Min 12,30 PM 30 Min so replaced 1 nos. Mouth Piece.
Piece V.B.

Handed over in working
condition.
After checking of SP02 Probe

02.01.2019 02.01.2019 loose connection in indecator Mr. Amin6 528 Monitor MICU SP02 Probe not Working 10,15 AM 10,20 AM 05 Min 10,45 AM 30 Min side so its resolder properly. - Sayyed
Tested and handover in working
condition.
After checking of 01 Nos. NIBP

02.01.2019 02.01.2019 Cuff observed its damaged so 01- NIBP Mr,Amin11 1569 Monitor KTICU NIBP Cuff Broken 10,55 AM 10,57 AM 02 Min 11,10 AM 15 Min replaced 01 Nos. NIBP Cuff. Cuff Sayyed
228

Tested and hand over in working
condition.
After checking of SP02 Probe

03.01.2019 03.01.2019 loose connection in indecator
Mr. PawarS.17 531 Monitor MICU SP02 Probe not Working 10,00 AM 10,35AM 35 Min 11,00 AM 60 Min side so its resolder properly.

D.
Tested and handover in working
condition.
After checking of Cable observed

27 1876 Defbrillator Cardiac OT Cable broken
04.01.2019 3,35 PM 05 Min

04.01.2019
15 Min its broken so resoIder proper.

Mr.Amin
03,30 PM 03,45 PM Sayyed

Handover in workin~ condition.
After checking of Monitor

07.01.2019 07.01.2019 Problem found in BP Cuff its
Mr. Sontakke44 1000 Monitor EICU BP Cuff is not Working 11,00 AM 11,05 AM 05 Min 11,20 AM 20 Min damaged so replaced 01 No. BP 1-BPCuff V.B. 10060

Cuff. Tested and handover in
workin~ condition.
After checking of ECG Machine

07.01.2019 07.01.2019 Problem found in Printer so Mr. Sontakke46 1606 ECGMachine Casualty Not Working Properly 09,55 AM 10,00 AM OS Min 10,30AM 35 Min - V.B.cleaned the Printer. Tested and

handover in workin.e: condition.
After checking of ECG Machine

07.01.2019 07.01.2019 observed RA Lead Broken so Mr. Sontakke48 1605 ECGMachine Casualty RA Lead Broken 09,30 AM 9,35AM OSMin 09,50 AM 20 Min 1- RALead
V.B.replaced 1 nos. RA Lead.

Handover in worki",z condition.
After checking of Defibrillator

problem found in Printer so
49 1604 Defbrillator Casualty Not Working Properly

07.01.2019 9,40 AM 10 Min
07.01.2019 155

cleaned the Printer Cartage & Mr. Jadhav09,30 AM 12,05 PM Min
done necessary setting. Handed

over in worki",z condition.
After checking of ECG Cable

~"",08.01.2019 08.01.2019 observed its damaged so replaced 1- ECG Mr.Amin58 1872 Monitor 51CU ECGCable is not working 11,10 AM 1UOAM OMin 11,20 AM 10 Min
Cable Sayyed ~P6:l~/",'1 nos. ECG Cable. Handover in

workine: condition.
."'f V
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After checking of SP02 Probe

08.01.2019 OB.01.2019 loose connection in indeeator Mr. Amin63 1276 Monitor PICU SPOZ Probe not Working
02:40 PM 2:45 PM 05 Min 03:10 PM 30 Min side so its resolder properly.

Sayyed
Tested and handover in working
condition.
After attend call checked the

OB.01.2019 OB.01.2019 Ventilator problem found in Flow
1. Flow Mr.Amin68 535 Ventilator MICU Not Working Properly

02:30 PM 2:40 PM 10 Min 03:00 PM 30 Min sensor so replaced 1 nos. Flow
Sensor Sayyed

sensor. Handover in working
condition.
After checking of Monitor try to
resolved problem but not
possible from our side so call to

OB.01.2019 09.01.2019 1590
company engineer. After checked 1 - NIBP

Vendor/70 2B7l Monitor SICU Not Working Properly
09:30 AM 9:40AM 10 Min 12:00 PM Min

the company engineer Problem NIBP Mr. Amin
found in NIBP Module need to be Module

replaced so replaced NIBP
Module under CMe. Handover in
workin" condition.
After checking of Monitor try to
resolved problem but not
possible from our side so call to

71 1410 Monitor Endoscopy Not Working Properly
07.01.2019

4:40 PM 10 Min
08.01.2019 1050 company engineer. After checked Vendor/

04:30 PM 10:00 AM Min the company engineer Problem Mr. Narayan

found in power supply fuse so
replaced 1 nos. Fuse. Tested &
Handover in workina condition.
After checking of SP02 Probe

76 537 Monitor MICU SP02 Probe not Working
09.01.2019

11:05 AM 05 Min
09.01.2019

15 Min
observed its damaged so replaced 1-SP02 Mr. Amin 1021411:00 AM 11:15 AM 1 nos. SP02 probe. Handover in Probe Sayyed

workine: condition.
After checking of Monitor

09.01.2019 09.01.2019 Problem found in BP Cuff its Mr. Amin77 1277 Monitor PICU BP Cuff is not Working 12:05 PM 12:10 PM 05Min 12:20 PM 15 Min damaged so replaced 01 No. BP 1-BPCuff
SayyedCuff. Tested and handover in

workinp condition.
After attend caU checked the

Tidal Volume not 09.01.2019 09.01.2019 Ventilator observed Tidal Volume
Mr. Narayan /78 1272 Ventilator PlCU

showing 11:15AM 11:30 AM 15 Min 12:00 PM 45Min not showing so reset all
Mr. Amin

connection. Handover in working
condition.
After checking of SP02 probe

88 SP02 Probe not Working
10.01.2019 10:00 AM 20Min

10.01.2019
35 Min

observed its totally damaged so 1- SP02 Mr. PawarS. 10214621 Monitor NICU
09:40AM 10:15AM Probe D.replaced 1 nos. SP02 Probe.

Handover in workine condition.
After checking of ECG Machine

11.01.2019 11.01.2019
15 Min

problem found in Printer setting Mr. Sontakke . ~94 1249 ECGMachine RGYICU Not Working Properly 10:15 AM DMin 10:30AM - V.8. &6'CO' C•••..•~,10:15 AM so done necessary setting. o .....___-.. 01} •I" , •.
Handover in workine condition. . ( \,s;. ~'.
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After checking of Syringe Pump

12.01.2019 12.01.2019 problem found in Buzzer so Mr. Amin
103 3089 Syringe Pump CCU Buzzer Problem 02:15 PM

2:20 PM OS Min 02:45 PM 30 Min 1-Buzzer
Sayyedreplaced Inos. Buzzer. Tested and

handover in workina condition.
After checking of ECG Cable

!O7 2006 Monitor EICU ECGCable is not working
14.01.2019 11:15 AM 15 Min

14.01.2019 25 Min
observed its damaged so replaced 2-ECG Mr. Pawar S. 220

11:00 AM 11:25 AM 2 nos. ECG Cable. Handover in Cable D.

workina condition.
After checking of NIBP Cable

112 1642 Monitor
Cathlab Not Working Properly

14.01.2019 3:40 PM OMin
14.01.2019

65 Min
problem found in Connector so Mr. Amin

Recovery 03:40 PM 04:45 PM replaced Connector. Handover in Sayyed

workintr condition.
After checking of Ambubag

113 797 Ambubag New Deluxe Not Working Properly
14.01.2019 3:05 PM o Min 14.01.2019 116640 observed connector fixed loose so Mr. Amin
03:05 PM 03:10 PM Min its fixed proper. Handover in Sayyed

workino condition.
After checking of 02 Nos. NIBP

14.01.2019 14.01.2019 Cuff observed its damaged so 02 - NIBP Mr. Amin
114 2005 Monitor EICU NIBP Cuff Broken !0:30AM 10:35 AM 05Min 11:00 AM 30 Min replaced 02 Nos. NIBP Cuff. Cuff Sayyed

Tested and handover in working
condition.
After checking of SP02 probe

2126 Monitor CVTS SP02 Probe not Working
14.01.2019 11:05 AM 05 Min 14.01.2019

15 Min
problem found in spring its not Mr. Pawar S.

119 11:00 AM 11:15 AM fixed proper so its fixed proper. D.

Handover in workin'" condition.
After checking of ECG Cable

14.01.2019 14.01.2019 problem found in RA Lead its Mr.Amin
122 2001 Monitor EICU ECGCable is not working 10:30 AM 10:35 AM OS Min 11:00 AM 30 Min broken so replaced 1 nos. RA 1- RA Lead

Sayyed
Lead. Tested and handover in
workino condition.
After checking of Syringe Pump

Syringe Holder Knob 14.01.2019 14.01.2019
observed Syringe Holder Knob is 1. Syringe Mr. Amin

124 541 Syringe Pump MICU
Broken 11:00 AM 11:05 AM as Min 11:30 AM 30 Min broken so replaced 1 nos. Syringe Holder

Sayyed
Holder Knob. Handover in Knob

working condition.
After checking of SP02 Probe

15.01.2019 15.01.2019 loose connection in indecator Mr. PawarS.
125 543 Monitor MICU SP02 Probe not Working 12:35 PM

12:35 PM OMin 12:45 PM 10 Min side so its resolder properly. - D.
Tested and handover in working
condition.
After checking of Steamer loose

126 2127 Syringe Pump CVTS Not Working Properly
15.01.2019 11:15 AM 15 Min

15.01.2019
60 Min

Connection problem found so its Mr. Amin
11:00 AM 12:00 PM resolder it. Tested and handover Sayyed

in workino condition.
After checking of ECG Machine ~.d::;~15.01.2019 15.01.2019
problem found in Charger so 1. 12V/2A Mr. Sontakke

127 1609 ECGMachine Casualty Charger Broken 10:00 AM
!0:20AM as Min !O:35 AM 35 Min replaced 1 Nos. 12 V/2A Charger Charger V.B. &~/ \~,

Adapter. Handover in working
f ~ ( \~ ~

condition. ' i,,/i
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After checking of ECG Machine 1-12Vj2A
problem found in Charger so

15.01.2019 15.01.2019 replaced 1 Nos. 12 V/2A Charger
Charger

Mr. Sontakke128 1610 ECGMachine Casualty Charger Broken
02:30 PM 2:35 PM OS Min 03:00 PM 30 Min

Adapter & 04 Nos. ECG Rubber
4-ECG V.8.
Rubber8ulb. Handover in working
Bulb

condition.
After checking of ECG Machine

16.01.2019 16.01.2019
problem found in Lead Wire V6

Mr. Sontakke133 1410 ECGMachine Super Deluxe Not Working Properly
02:00 PM 2:10 PM 10 Min 02:35 PM 35 Min loose connection so its resolder - V.8.

proper. Tested and handover in

workin\! condition.
After checking of SP02 Probe

16.01.2019 16.01.2019 loose connection in indecator
Mr. Pawar S.138 632 Monitor NICU SP02 Probe not Working

09:30 AM 9:35 AM 05 Min 10:00 AM 30 Min side so its resolder properly.
D.

Tested and handover in working
condition.
After checking of Monitor display

155 1611 Monitor Casualty Display Problem
18.01.2019

9:25 AM 05 Min
18.01.2019 problem found so given another Mr. Amin

09:20AM 10:00 AM
40 Min

Sayyedmonitor with all accessories.

Handover in workim!' condition.
After checking of SP02 Probe

18.01.2019 18.01.2019 loose connection in indecator Mr. Amin157 2823 Monitor 5ICU SP02 Probe not Working
03:00 PM 3:10 PM 10 Min 04:00 PM 60 Min side so its resolder properly.

Sayyed
Tested and handover in working
condition.
After checking of SP02 probe

163 1284 Monitor PICU SP02 Probe not Working
19.01.2019 11:30 AM 30 Min

19.01.2019
45 Min

problem found in sensor so 1- Sensor Mr. Pawar S.
11:00 AM 11:45 AM replaced sensor. Handover in D.

workin" condition.
After checking of SP02 Probe

21.01.2019 21.01.2019 problem found in Shell Kit its Mr. Amin165 556 Monitor MICU SP02 Probe not Working
03:05 PM 3:10 PM 05Min 04:00 PM 55 Min broken so replaced 1 no. Shell kit 1- Shell Kit Sayyed

Tested and handover in working
condition.
After checking of Syringe Pump

observed problem and done
169 2882 Syringe Pump 5ICU Not Working Properly

21.01.2019
3:45 PM OMin

21.01.2019
15 Min Setting. Also done

Mr. Amin
03:45 PM 04:00 PM necessary - Sayyed

calibration of Syringe. Handover

in workin!! condition.
After checking ECG Cable

173 2880 Monitor 5ICU ECGCable is not working
22.01.2019 2:00 PM 90Min

22.01.2019 120 observed its break so resolder Mr. PawarS.
12:30 PM 02:30 PM Min proper. Tested & Handover in D.

workin" Condition.
After checking of SP02 Probe

175 1614 Monitor Casualty SP02 Probe not Working
22.01.2019 3:05 PM 05 Min 22.01.2019

30 Min
observed its damaged so replaced 1 - SP02 Mr. Amin

1060603:00 PM 03:30 PM 1 nos. SP02 probe. Handover in Probe Sayyed

workin\! condition.



r--
After checking of Monitor try to
repair but not possible from our

23.01.2019 23.01.2019
side so call to company engineer. VendorJ186 2409 Monitor O. T. Complex Not Working Properly

10,50 AM 10:55 AM OSMin 12:10 AM aOMin After checked by company Mr.Amin
engineer observed problem and
done necessary setting. Handover
in workinp condition.
After checking of ECG Cable

23.01.2019 23.01.2019 observed Leads are broken so Mr. Pawar S.188 2884 Monitor SICU ECGCable is not working
03:30 PM 4:30 PM 60 M 04:39 PM 69 Min

D.replaced Leads. Tested and
handover in workinj;! condition.
After checking of Syringe Pump

189 558 Syringe Pump MICU Pole Clamp Not Working 23.01.2019 10:45 AM 05 Min 23.01.2019
2S Min

problem found in Pole Clamp so 2 - Pole Mr. Amin
10:45 AM 11,10 AM replaced 02 nos. Pole Clamp. Clamp Sayyed

Handover in workinll condition.
After Checking of 8P Cuff

23.01.2019 23.01.2019 observed its broken so replaced Mr. Amin190 2886 Monitor SICU NIBP Cuff Broken
04:30 PM

4,35 PM 05 Min 04:45 PM 15 Min 1 - BPCuff Sayyed 10728
1 nos. BP Cuff Tested and
handover in working condition.
After checking of Syringe Pump

Syringe Holder Knob 23.01.2019 23.01.2019
observed Syringe Holder Knob is 1- Syringe Mr.Amin193 559 Syringe Pump MICU

Broken 11:30AM 11,35 AM 05 Min 12:00 PM 30 Min broken so replaced 1 nos. Syringe Holder Sayyed
Holder Knob. Handover in Knob

workinr! condition.
After checking of SP02 Probe

24.01.2019 24.01.2019 120 loose connection in indecator
Mr. Amin197 3094 Monitor CCU SP02 Probe not Working 12,30 PM 2,00 PM 90 Min 02:30 PM Min side so its resolder properly. SayyedTested and handover in working

condition.
After checking of Syringe Pump

24.01.2019 24.01.2019 problem found in Buzzer so Mr. Amin198 2887 Syringe Pump SICU Buzzer Problem
11:00 AM

11:05 AM OSMin 11,20 AM 20 Min 1-Buzzer
Sayyedreplaced 1nos. Buzzer. Tested and

handover in worki",l condition.
After checking of SP02 Probe

24.01.2019 24.01.2019 loose connection in indecator Mr.Amin200 640 Monitor NICU SP02 Probe not Working
1UOAM 12:15 PM 45Min 12:30 PM 60 Min side so its resolder properly. - SayyedTested and handover in working

condition.
After checking of SP02 Probe

24.01.2019 24.01.2019 loose connection in indecator
Mr. Amin203 28B8 Monitor NICU SP02 Probe not Working 01,05 PM 1,05 PM 05 Min 01,30 PM 60 Min side so its resolder properly. SayyedTested and handover in working

condition.



After Checking of Syringe Pump
try to repair but unable to repair.
$0 send to company (Pioneer) for

205 1236 Syringe Pump PICU Not Working Properly 27.10.2018 12,50 PM 05 Min 24.01.2019 128115 repairing. After checking 0 Vendor/ Delay From
12,45 PM 12,00 PM Min Company Engineer replaced Mr. Amin Vendor Side

Syringe Knob with Gear - 01 Nos.,
Spare parts. tested and handover
in workiml condition.
After Checking of Syringe Pump
try to repair but unable to repair.

31.12.2018 25.01.2019
So send to company (Pioneer) for

Vendor/ Delay From207 1760 Syringe Pump NICU Not Working Properly 4:10 PM 10 Min 36030 repairing. After checking04,00 PM 04,30 PM Min 01 Mr.Amin Vendor Side
Company Engineer replaced
Plunger Assembly. tested and
handover in workinll condition.
After checking of SP02 Probe

25.01.2019 25.01.2019 loose connection in indecator Mr.Amin208 2416 Monitor O.T. Complex SP02 Probe not Working
11:20 AM 11,25 AM 05 Min 12,00 PM 30 Min side so its resolder properly.

SayyedTested and handover in working
condition.
After checking of Monitor

25.01.2019 25.01.2019 problem found in NIBP pump is
Mr.Amin209 2415 Monitor O.T. Complex NIBP Pump not Working

09:55 AM 9:55 AM a Min 10,45 AM 50 Min not working so reset all Sayyedconnection. Handover in working
condition.
After checking of SP02 Probe

25.01.2019 25.01.2019 loose connection in indecator Mr. PawarS.213 2009 Monitor EICU SP02 Probe not Working 11,10 AM 11:15 AM 05 Min 11:45 AM 35 Min side so its resolder properly.
D.Tested and handover in working

condition.
After checking of SP02 Probe

28.01.2019 28.01.2019 loose connection in indecator
Mr. Amin216 565 Monitor MICU SP02 Probe not Working

10,00AM 10:00 AM OMin 10,20 AM 20 Min side so its resolder properly. SayyedTested and handover in working
condition.
After checking of SP02 Probe

28.01.2019 28.01.2019 loose connection in indecator Mr. PawarS.217 3096 Monitor CCU SP02 Probe not Working
03:00 PM

3,05AM 05 Min 03:30 PM 30 Min side so its resolder properly. - D.Tested and handover in working
condition.
After checking of ECG Cable

220 566 Monitor MICU ECGCable is not working 28.01.2019 10:10AM OMin 28.01.2019
10Min

observed its damaged so replaced 1- ECG Mr. Amin
10:10 AM 10:20 AM 1 nos. ECG Cable. Handover In Cable Sayyed

workin~ condition.
After checking of Syringe Pump
observed Syringe Holder Knob is 1-SyringeSyringe Holder Knob 28.01.2019 28.01.2019 Mr. Amin225 1526 Syringe Pump 08GYlCU

Broken 03:22 PM 3:25 PM 03 Min 04,00 PM 38Min broken so replaced 1 nos. Syringe Holder Sayyed ~t~~';0 .•.Holder Knob. Handover in Knob • - of,,"

workine condition. *; -"""\~."l\'t':
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After checking of ECG Machine

228 1527 ECGMachine 08GYICU Not Working Properly
28,01.2019 3:25 PM 05 Min

28,01.2019
40 Min

problem found in Printer Roller Mr. Sontakke
03:20 PM 04:00 PM so clean the roller. Tested and V,B,

handover in workin~ condition.
After checking 01 5P02 Probe

29,01.2019 29,01.2019 loose connection in indecator
Mr. Amin232 2129 Monitor CVT5 SP02 Probe not Working

10:30 AM 10:35 AM OS Min 11:00 AM 30 Min side so its resolder properly.
Sayyed

Tested and handover in working
condition.
After checking of Syringe pump

try to repair but not possible

233 645 Syringe Pump NICU Not Working Properly
29,01.2019 10:35 AM aMin

29,01.2019
25 Min

from our side so call to company Vendor/-10:35AM 11:00 AM engineer. After checked by Mr. Amin

company engineer repaired it
Handover in workinp" condition.
After checking 01 5P02 probe

238 2891 Monitor 51CU SP02 Probe not Working
29,01.2019

3:40 PM 10 Min
29,01.2019

1S Min
problem found in sensor so Mr. Amin

03:30 PM 03:45 PM replaced sensor. Handover in Sayyed
workimz condition.
After Checking of BP Cuff Leakage
problem found in BP Cuff not

239 3097 Monitor CCU Leakage from BP Cuff
29,01.2019

9:30 AM a Min
29,01.2019

10 Min
possible to repairBP Cuff so t.BPCuff Mr. Amin

09:30 AM 09:40 AM replaced 1 nos. BP Cuff Tested Sayyed
and handover in working
condition.
After Checking of BP Cuff Leakage
problem found in BP Cuff not

240 2128 Monitor CVTS BP Cuff is not Working
29,01.2019 9:45AM OMin

29,01.2019
15 Min

possible to repairBP Cuff so 1 • BPCuff Mr. Amin
09:45AM 10:00 AM replaced 1 nos. BP Cuff Tested Sayyed

aod handover in working
condition.
After checking of ECG Machine

problem found in Printer so try

241 1254 ECGMachine RGYICU Printer not Working
30,01.2019 2:00 PM 70 Min

30,01.2019 100 to repair but not possible from Mr. Sontakke
12:50 PM 02:30 PM Min our side so send to company for V,B,

repairing purpose. Also standby

iven to denarment
After checking 01 Monitor

244 1012 Monitor MCRIOPD Not Working Properly
30,01.2019 9:25AM 05 Min

30,01.2019
40 Min

observed setting will be changed Mr. Amin
09:20AM 10:00AM so reset the setting. Handover in Sayyed

workinp" condition.
After checking of Syringe Pump

247 2131 Syringe Pump CVTS Not Getting On
30,01.2019

4:35 PM as Min
30,01.2019

30 Min
problem found in Power supply Mr.Amin

04:30 PM 05:00 PM PCB so repaired it Handover in Sayyed

workinlJ' condition.
After checking 01 Monitor

~~30,01.2019 30,01.2019 problem found in ECG Lead so
Mr. Amin248 2424 Monitor O. T. Complex ECGNot Working 10:55 AM 10 Min 45 Min replaced 1 nos. RA Lead. Tested ~5Y~"'~'~\l10:45 AM 11:30 AM and handover in working
Sayyed /'( ,~l;) Q. ,-

condition. ~\ ).01,
~~/~69\\ ~i"



After Checking of BP cun
Cathiab 30.01.2019 30.01.2019 observed its broken so replaced Mr.Amin250 1649 Monitor
Recovery BP Cuff is not Working

11:00 AM 11:05 AM 05 Min 11:10 AM 10 Min 1.BPCulf
Sayyed

10777
1 nos. BP Culf Tested and
handover in workinp' condition.
After checking of ECG Machine

30.01.2019 30.01.2019 observed LL Lead Broken so 1-LL,Vl,& Mr. Sontakke255 2011 ECGMachine EICU RA Lead Broken 04:35 PM 4:35 PM OMin 05:00 PM 25 Min replaced 1 nos. LL Lead. Also V1,
V6 Lead V.B.V6 Leads. Handover in working

condition.
After checking of 5P02 probe

258 650 Monitor NICU SP02 Probe not Working
31.01.2019

12:30 PM 10 Min
31.01.2019

25 Min
problem found in sensor so 1. Sensor Mr. Pawar S.

12:20 PM 12:45 PM replaced sensor. Handover in D.
workine: condition.
After checking of Monitor

problem found in SP02 so
264 1620 Monitor Casualty Not Working Properly

31.01.2019 10:35 AM 05 Min
31.01.2019

30 Min removed it & reinstalled. Also Mr. Amin
10:30 AM 11:00 AM Sayyed

done necessary setting. Handover

in workinll condition.
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After checking of SP02 Probe

SP02 Probe is not 01.12.2018 01.12.2018 loose connection in indecator Mr.Amin2 996 Monitor MICU working 12:00 PM 12:10 PM 10 Min 12:30 PM 30 Min side so its resolder properly. - SayyedTested and handover in working
condition.
After checking of Monitor

03.12.2018 03.12.2018 Problem found in 8P Cuff its Mr.Amin8 2112 Monitor CCU MP20 BPCuff is not Working 02:00 PM 2:05 PM OS Min 02:20 PM 20 Min damaged so replaced 01 No. BP 1- 8P Cuff SayyedCuff. Tested and handover in
workine: condition.
After checking of 02 Flow Meter

02 Flow Urology 04.12.2018
02 Nos. problem found in BPC

Mr. Sontakke15 3011 BPC Flow Meter Broken 3:35 PM 15 Min 04.12.2018 40 Min Flow Meter its broken broken so 2 - 8PC
Meter Ward 03:20 PM 04:00 PM Flow Meter V.8.

replaced 02 Nos. BPC Flow Meter.
Handover in working condition.
After checking of Monitor try to
resolved problem but not
possible from our side so call to

28.11.2018 04.12.2018 8645
company engineer. After checked 1- NI8P

Vendor/ Delay From16 700 Monitor Dialysis Not Working Properly 10:15 AM 10:20 AM OS Min 1l:00 AM Min the company engineer Problem NIBP Mr. Amin Vendor Side
found in NIBP Module need to be Module
replaced so replaced NIBP
Module under CMC.Handover in
working condition.
After checking of ECG Machine
Problem found in Charger so

17 1781 ECGMachine Casuality Not Working Properly 04.12.2018 10:25AM 10 Min 04.12.2018 44 Min replaced 12 V Charger. Also Mr. Sontakke- 10:15 AM 10:59 AM V.8.
replaced 1 nos. Roller with Gear.
Handover in working condition.
After attend call checked the

04.12.2018 04.12.2018 Ventilator observed 03 Pin Top 1- 3 Pin Mr.Amin19 1250 Ventilator PICU 03 Pin Top Broken 2:20 PM 05 Min 15 Min Broken so replaced 1 nos. 03 Pin02:15 PM 02:30 PM Top. Handover in working Top Sayyed

condition.
After checking of BP Cuff leakage

04.12.2018 04.12.2018 problem found in 8P Cuff so 1- NIBP Mr.Amin23 1503 Monitor 08GY ICU BP Cuffis not Working 03:00 PM 3:10 PM 10 Min 03:30 PM 30 Min replaced 1 nos. BP Cuff. Tested Cuff Sayyedand handover in working
condition.
After checking of Defbrillator

- battery backup problem found so
1562 Defbrillator KTICU Not Working Properly 04.12.2018 9:20AM 05 Min 04.12.2018 45 Min reset the Battery Connection. Mr.Amin

09:15AM 10:00 AM - Sayyed ~]~'.Tested and handover in working ~f
condition. . ,,'- "
After attend call checked the I(,28 1774 Phototberaph NICU Wire Broken 05.12.2018 10:00 AM 45 Min 05.12.2018 63 Min
Phototheraphy problem found in

cable Mr. PawarS. /y 09:15 AM 10:18 PM Cable cuts so replaced cable. D. ()ofI•••.•..-- .<• >911:'1:
Handover in workiOl! condition. ~."



After checking of Monitor try to
resolved problem but not
possible from our side so call to

03.12.2018 05.12.2018 2940
company engineer. After checked

1. NI8P Vendor/ Delay From30 577 Monitor 51CU Not Working propery 11:00 AM 11:15 AM 15 Min 12:00 PM Min
the company engineer Problem

Pump Mr. Amin Vendor Side
found in NIBP Pump need to be
replaced so replaced NIBP Pump
under CMC. Handover in working
condition.
After checking of Monitor

31 1405 Monitor Endoscopy Not Working propery
05.12.2018 4:00 PM 15 Min

05.12.2018
75 Min

problem found in connection so
Mr. Choudhari03:45 PM 05:00 PM

.
reset the Connection. Tested and

handover in working condition.
After checking of ECG Machine

06.12.2018 06.12.2018 observed ECG Rubber Bulb 1.ECG
Mr. Sontakke33 1306 ECGMachine Super Deluxe Not Working Properly 09:05 AM 9:08 AM 03 Min 09:15 AM 10 Min Rubber V.B.broken so replaced 1 nos. R. Bulb. Bulb

Handover in working condition.
After checking of Syringe Pump

Problem found in Connector so

36 1237 Syringe Pump RGYICU Not Working Properly
06.12.2018 3:35 PM 05 Min

06.12.2018
30 Min Clean the Connector & done

Mr. Amin
03:30 PM 03:45 PM Sayyed

Proper servicing. Tested and
handover in working condition.
After checking of Syringe Pump

Problem found in Connector so
37 503 Syringe Pump MICU Not Working Properly

06.12.2018 10:00AM OMin
06.12.2018

20 Min Clean the Connector & done
Mr. Amin.

10:00 AM 10:20 AM
.

Sayyed
Proper servicing. Tested and
handover in working condition.
After checking of Syringe Pump

Problem found in Sensor so Clean
38 505 Syringe Pump MICU Not Working Properly

06.12.2018 10:15 AM as Min
06.12.2018

20 Min the Sensor & done Proper
Mr. Amin

10:10AM 10:30 AM
.

5ayyed
servicing. Tested and handover in

wor1dn~ condition.
After checking of SP02 Probe

SP02 Probe is not 06.12.2018 06.12.2018 loose connection in indecator
Mr. Amin39 987 Monitor EICU

working 10:10AM 10:15 AM as Min
10:45AM 35Min side so its resolder properly. .

5ayyed
Tested and handover in working
condition.
After checking of 5P02 Probe

SP02 Probe is not 06.12.2018 06.12.2018 loose connection in indecator
Mr. Amin44 2113 Monitor CVT5 L&T

working 03:00 PM 3:05 PM as Min 03:30 PM 30 Min side so its resolder properly. .
Sayyed

Tested and handover in working
condition.
After checking of Monitor try to
repair but not possible from our
side so call to company engineer. I~~~06.12.2018 07.12.2018 1460 After checked by company 1. Display Vendor /48 1783 Monitor Casuality Display Problem 2:45 PM 05 Min02:40 PM 03:00 PM Min engineer problem found in Cable Mr.Amin
Display Cable. so replaced Display t~ )'Cable in erne. Tested and \'0\ <I~;,
handover in working condition. '''.,7/0 :-~.-.. , ".';



,
After checking of SPOZ Probe

SP02 Probe is not 07.1Z.Z018 07.1Z.Z018 Problem found in sensor so Mr. Pawar S.49 1779 Monitor NICU 11:15 AM 15 Min 30 Minworking 11:00 AM 11:30 AM replaced the sensor. Tested and D.

handover in workin!! condition.
After checking of Syringe Pump

07.1Z.2018 07.1Z.Z018 problem found in Battery its Mr.Amin53 1309 Syringe Pump Super Deluxe Low Battery Error 11:Z0 AM 11:Z0 AM OMin 11:30 AM 10 Min drained so replaced 1 Nos. 1-Battery SayyedBattery. Handover in working
condition.
After checking of SP02 Probe

55 990 Monitor EICU VM6 SP02 Probe is not 07.1Z.2018 9:05 AM as Min 07.1Z.2018 20 Min
observed its defective so replaced 1.SPD2 Mr. Amin

working 09:00AM 09:20 AM 1 nos. SP02 Probe. Tested and Probe Sayyed

hand over in workinl! condition.
After checking of SP02 Probe

56 2845 Monitor SICU SP02 Probe is not 07.12.2018 11:35 AM as Min 07.12.2018 20 Min observed clamp fixed loose so its Mr. Amin
working 11:30 AM 11:50 AM fIXed Handover - Sayyedproper. in

working condition.
After checking of Power Cord

57 991 Monitor EICU Power Cord Burned 07.12.2018 9:20AM 05Min 07.12.2018 30 Min
observed its burned so replaced 2 2 - Power Mr. Amin

09:15 AM 09:45 AM no. Power Cord. Handover in Cord Sayyed

workine condition.
After checking of SPOZ Probe

58 3079 Monitor CCU MP20 SP02 Probe is not 08.12.2018 2:35 PM o Min 08.12.2018 10 Min
observed its defective so replaced l-SPOZ Mr. Amin

working 02:35 PM 02:45 PM 1 nos. SP02 Probe. Tested and Probe Sayyed

handover in working condition.
After checking of Monitor
Problem found in ECG Cable 1. ECG

60 2112 Monitor CVTS ECGCable is not Working 08.12.2018 10:20 AM OSMin 08.12.2018 15 Min Leads are broken so replaced 1 Cable Mr. Amin- 10:15 AM 10:30AM Sayyed
nos. 5 Lead ECGCable. Tested and
handover in workine condition.
After checking of NIBP cun

Leakage problem in NIBP 10.12.2018 10.12.2018 leakage problem found so 1- NIBP Mr. Amin68 992 Monitor EICU 11:35 AM OS Min 15 MinCuff 11:30 AM 11:45 AM replaced 1 nos. NIBP Cuff. Cuff Sayyed

Handover in working condition.
After checking of Power Cord

69 508 Monitor MICU Power Cord Burned 10.12.2018 10:45 AM OMin 10.12.2018 10 Min
observed its burned so replaced 2 2 - Power Mr. Amin

10:45 AM 10:55 AM no. Power Cord. Handover in Cord Sayyed

working condition.
After checking of Monitor leakage

10.12.2018 10.12.2018 problem found in BP Cuff so 1- NIBP Mr. Amin71 1506 Monitor OBGYICU Leakage from BP Cuff 03:20 PM 3:20 PM OMin 03:30 PM 10 Min replaced 1 nos. BP Cuff. Tested Cuff Sayyedand handover in working
condition. ~-
After checking of SP02 Probe ,6qA~t1.I&.A,~~

SP02 Probe is not 10.12.2018 10.12.2018 Problem found in Sensor so Mr. PawarS~~'r~~72 1781 Monitor NICU 4:15 PM 15 Min 60 Min 1-Sensorworking 04:00 PM 05:00 PM replaced the Sensor. Tested and D. ~ ( -. ,
\ "'~handover in working condition. 0, .J.F),
/f!;;-; ~~j1

f
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After checking ECG Cable

11.12.2018 11.12.2018 problem found in Leads its I. ECG
Mr. Sontakke74 1395 Monitor MCRIOPD OPd No. 19 ECG Cable is not Working 12,00 PM 12,05 PM 05 Min 12,15 PM 15 Min broken so replaced 1 nos. ECG Cable V.B.Cable. Tested and handover in

workim! condition.
After checked the ECG Machine

78 2937 ECG Machine Old Deluxe Allenger Printer Roller Problem
11.12.2018 1l,30 AM 30 Min

11.12.2018
S5 Min

problem found in Printer Roller 1. Printer Mr.Sontakke
1l,00AM 1l,55 AM so replaced Printer Roller. Roller V.B.

Handover in warkin!:! condition.
After checking of ECG Machine
problem found in Patient Cable

1.RALead
Patient Cable Lead Wire 11.12.2018 11.12.2018 its RA Lead Broken so replaced 1 I • R.Bulb Mr. Sontakke79 1786 ECG Machine Casuality Allenger

Broken 12,10 PM 12,15 PM OSMin 12,45 AM 35 Min nos. RA Lead. Also replaced 1 nos.
t - Green V.8.R. Bulb & 1 nos. Green Clamp. Clamp

Tested and handover in working
condition.
After checked the ECG Machine

80 1787 ECGMachine Casuality Allenger Printer Roller Problem
11.12.2018 2,45 PM 05 Min

1l.12.20IB
30 Min

problem found in Printer Roller 1 - Printer Mr. Sontakke
02,40 PM 03,10 PM so replaced Printer Roller. Roller V.8.

Handover in workine condition.
After checking of Syringe Pump

89 2117 Syringe Pump CVT5 Plunger Knob Broken
12.12.20IB 9,05 AM 05 Min

12.12.20IB
20 Min

observed Plunger Knob is broken 1- Plunger Mr. Amin
09,00 PM 09,20 PM so replaced 1 nos. Plunger Knob. Knob Sayyed

Handover in working condition.
After checking of Monitor

90 510 Monitor MICU Not Working Properly 12.12.2018 3,20 PM 10 Min
12.12.2018

20 Min
checked all connection no Mr. Amin

03:10 PM 03,30 PM problem found. Handover in Sayyed
woekin!! condition.
After Checking of Syringe Pump

01-Front
try to repair but unable to repair. Enclosure,
So send to company 01.

(Plenum tech) for repairing. After Graphics
Syringe

checking of Company Engineer Knob,OI.
Vendor/ Delay From2938 Syringe Pump Old Deluxe Not Working Properly

12.12.2018 3,00 PM 10 Min
16.02.2019 95050

replaced 01-Front Enclosure, 01 - Syringe02,50 PM 03,10 PM Min Me.Amin Vendor Side
Graphics Syringe Knoh, 01 - Knoh,01-

Syringe Knob, 01. M2.3 E.Clip, 02
M2.3 E.Clip,
02.M3.20

M3.20 CII Screw, 02.M3.65 Ch CHScrew,

Screw. tested and handover in 02.M3.65

workin!! condition. Ch Screw.
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After checking of 02 Flow Meter
observed Pressure Gauge is 1-Pressure

3 1745 02 flow
Casuality Not Working properly 01.11.2018

9,05 AM as Min 01.11.2018
20 Min broken so replaced 1 nos. Gauge Mr. SontakkeMeter 09:00AM 09,20AM Pressure Gauge & 1 Nos. Black 1. Black V.8.

Knob. Handover in working Knob
condition.
After checking of Monitor

5 968 Monitor EICU Leakage from BP Cuff 01.11.2018
10:10 AM 10 Min

01.11.2018
15 Min

Leakage problem found in BP Cuff
1- 8P Cuff Mr. Amin10,00 AM 10,15 AM so replaced 1 nos. BP Cuff. Tested Sayyed

& Handover in worki",~: condition.
After checking of ECG Machine
observed Clamp is broken so

Medicine 01.11.2018
01 Min

01.11.2018
20 Min

replaced 1 nos. Clamp. Also
01 - Clamp Mr. Sontakke

6 4654 ECGMachine
OPO - Clamp Broken

12:10 PM 12'11 PM
12,30 PM problem found in Lead V.8.RA so

replaced Lead RA. Tested and
handover in workine condition.
After checking of SP02 Probe

SP02 Probe is not 02.11.2018 02.11.2018 loose connection in indecator
Mr. Amin

12 1190 Monitor CVTS DE72855127
02,00 PM 2,05 PM OS Min

02,30 PM 30 Min side so its resolder properly. -
Sayyed

working
Tested and handover in working
condition.
After checking of SP02 Probe

SP02 Probe is not 02.11.2018 02.11.2018 loose connection in indecator
Mr. Amin

14 1184 Monitor CVTS DE72855127
02,00 PM 2,05 PM OS Min

02,30 PM 30Min side so its resolder properly. -
Sayyed

working
Tested and handover in working
condition.
After checking of Syringe Pump

try to repair but not possible

16.10.2018 02.11.2018 24480
from our side so call to company

Vendor/ Delay From
15 1184 Syringe Pump CCU - Not Working Properly

03:40 PM 3,50 PM 10 Min
03,40 PM Min engineer proplem found in pcb so - Mr. Amin Vendor Siderepaired the PCB from Vendor

side. Tested and handover in
workino condition.
After checking of Monitor
observed its not getting on so call

02.11.2018 02.11.2018 log to company Engineer after
Vendor /

16 2810 Monitor 5ICU VM8 Not Getting on
12,06 PM 12,10 PM 04Min

12:30 PM 24 Min checked by company engineer -
Mr. Amin

reset the all display connection.
Tested and handover in working
condition.
After attend call checked the 02

02.11.2018 02.11.2018 Point leakage problem found so Mr. PawarS. 11f-
17 2354 02 Point PSYWard - 02 Point is not Working

10,30AM 10:38 AM 08M
11:00 AM 30Min 1- Wiser

D. ~e ~ .replaced 1 nos. Wiser. Tested and ~Qr--:Z.
handover in workine condition. o ,. ,

~~ _"-IlIo;



ECGMachine New Deluxe

03.11.2018
ECGCable is not Working 02:40 PM

7377

Delay From
Vendor Side

Mr. Amin
Sayyed

Mr. Amin
Sayyed

Mr. Amin
Sayyed

Mr. Amin
Sayyed

Mr. Amin
Sayyed

Vendor /
Mr. Amin

Mr.Sontakke
V.B.

Mr. Sontakke
V.8.

Mr. PawarS.
O.

1. Chest
Electrode
1.8ulb

01-Clamp

After checking of ECG Machine
problem found in Chest Electrode

11'.35AM 05 MI'n 02.11.2018 30 MI'n I d 1 Ch12:00 PM so rep ace nos. est
Electrode with bulb. Tested and
handover in workin'" condition.
After checking of 02 Bottle

3:00 AM 0 Min 02.11.2018 10 Min observed Probe not fixed proper
03:10 PM so its fixed proper. Handover in

workinCl condition.
After checking of 02 Flow meter 1 . BPC
leakage problem found so Flow meter

10:35 AM 05 Min 0:i~go2~~830 Min replaced 1 nos. BPe Flow meter with
with Humidfire Bottle. Tested and Humidfire
handover in workin'" condition. Bottle
After checking of ECG Machine
observed Clamp is broken so

03 112018 replaced 1 nos. Clamp. Also10:52 AM 02 Min .. 10 Min
11:00 AM problem found in Lead RA so

replaced Lead RA. Tested and
handover in workin'" condition.
After attend call checked

10:20 AM 05 Min 03.11.2018 55 Min Ventilator done Press test "Pass".
11:10 AM Tested and handed over in

workin'" condition.
After checking of ECG Cable

03 112018 observed cable is break so2:53 PM 13 Min .. 30 Min
03:10 PM resolder proper. Tested and

handover in workin'" condition.
After attend call checked the
Ventilator observed Air Pressure
Low Error due to Air Filter
Problem so by pass the Filter.
Handover in workin'" condition.
After attend call observed
problem try to repair but unable
to repair. So send to company
(Plenumtech) for repairing. After
checking of Company Engineer
Problem found in Power Supply
then repaired the Power Supply.
tested and handover in working
condition.
After checking of SP02 Probe
loose connection in indecator
side so its resolder properly.
Tested and handover in working
condition.

11:55 AM 05 Min 03.11.2018 40 Min
12:30AM

12:50 PM 10 Min 03.11.2018 123840
12:40 OM Min

11:50 AM 05 Min 03.11.2018 45 Min
12:30 PM

02.11.2018
03:00 PM

02.11.2018
11:30 AM

03.11.2018
10:30 AM

03.11.2018
10:50 AM

03.11.2018
!0:15AM

09.08.2018
12:40 PM

03.11.2018
11:50 AM

03.11.2018
11:45 AM

Not Getting on

$P02 Probe is not
working

Leakage from Bottle

Clamp Broken

Not Working Properly

Not Working Properly

Not Working Properly

Air Pressure Low Error

Allenger

MICU

NICU

51CU

NICU

Old Pead.
Ward

CasuaJity

ENTWard

Cardiac OT

02 Flow
Meter

02 Point

Monitor

Monitor

Ventilator

Pacemaker

ECG Machine

Syringe Pump

340

461

954

772

1747

1861

1756

2223

1755

24

23

19

25

26

28

29

30



After checking of SP02 Probe
• 35 957 Monitor MICU SP02 Probe is not 05.11.2018 1:00 PM 15 Min

05.11.2018
30 Min problem found in Connector so its Mr. Pawar S.

working 12:45 PM 01:15 PM repaired. Handover in working D.
condition.
After checking of ECG Cable

05.11.2018 05.11.2018 observed cable is break so Mr.Amin37 960 Monitor MICU ECGCable is not Working
03:00 PM 3:05 PM OS Min 03:25 PM 25 Min

Sayyedresolder proper. Tested and
handover in working condition.
After checking of Monitor
Problem found in ECGCable & BP

05.11.2018 05.11.2018 Cuff its damaged so replaced 2 2. ECG
Mr.Amin40 961 Monitor MICU Not Working Properly 4:00 PM 10 Min 30 Min Cable04:00 PM 04:30 PM nos. 3 Lead ECG Cable & 01 No. 1. BPCuff Sayyed

BP curro Tested and handover in
workinv condition.
After checking of Laringoscope

l..aringoscope 05.11.2018 05.11.2018 blade observed bulb is fused so I.LED Mr. PawarS.41 690
Blade

Dialysis Bulb Fused
04:15 PM

4:30 PM 15 Min 04:45 PM 30 Min replaced 1 nos. LED Bulb. Tested
Bulb D.and handover in working

condition.
After checking of Syringe Pump

05.11.2018 05.11.2018
problem found it sensor so Clean

Mr.Amin42 1759 Syringe Pump NlCU Not Working Properly
03:00 PM 3:05 PM OS Min 03:30 PM 20 Min the sensor & done Proper

Sayyed
servicing. Tested and handover in

workin'l: condition.
After checking of SP02 Probe

43 955 Monitor MICU SP02 Probe is not 05.11.2018
9:55 AM 10 Min

05.11.2018
45 Min problem found in Connector so its Mr. PawarS.

working 09:45 AM 10:30 AM repaired. Handover in working D.
condition.
After checking of Laringoscope

l..aringoscope 09 Nos. Laryingoscope 05.11.2018 05.11.2018 blade observed bulb is fused so 5.LED Mr. Sontakke47 959
Blade MICU

Blade is not working 12:45 PM 12:55 PM 10 Min 01:15 PM 30 Min replaced 5 nos. LED Bulb. Tested
8ulb V.B.and handover in working

condition.
After checking of ECG Cable

05.11.2018 05.11.2018 problem found in RA Lead its
Mr.Amin48 2813 Monitor SICU ECGCable is not Working

11:15 AM 11:20 AM O5Min 12:00 PM 45 Min broken so replaced 1 nos. RA 1. RALead
5ayyed

Lead. Tested and handover in
workins! condition.
After checking of SP02 Probe

52 1762 Monitor NICU SP02 Probe is not 05.11.2018
3:05 PM 05 Min

05.11.2018
20 Min found its defective so replaced 1 1.5P02 Mr. Amin

working 03:00 PM 03:20 PM nos. SP02 Probe. Handover in Probe Sayyed
workim~condition.
After attend call checked the
Boyles Machine observed Flow

53 3142 Boyles
O. T. Complex Not Working Properly

05.11.2018
3:30 PM 15 Min

05.11.2018
35 Min Transducer is not fixed proper so Mr. ChoudhariMachine 03:15 PM 03:50 PM

its fIxed proper. Tested and
handover in workinp: condition.

~;(L.o}] »II ,}
~ ~~~.* ,,"



After checking of Syringe Pump
try to repair but not possible

05.11.2018 24.12.2018 80760
from our side so send to company

1- Power Vendor / Delay From54 1758 Syringe Pump NICU 1406113 Not Working Properly
10:00 AM 10:15 AM 15 Min

12:00 PM Min form repairing. After checked by
PC8 Mr.Amin Vendor SideCompany Engineer replaced

Power PCB under CMC.Handover
in workin" condition.
After checking of Monitor
Problem found in Syring Holder
Assembley so call to Company

Syringe Holder broken 05.11.2018 3:30 PM 30 Min 06.11.2018 1200 Engineer. After checked by Vendor /55 1761 Syringe Pump NICU - 03:00 PM 11:00 AM Min Company Engineer Syring Holder Mr. Amin
Assembley gone defective so
replaced the same under CMe.
Handover in workin~ condition.
After checking of Monitor

08.11.2018 08.11.2018
problem Leakage problem found

2 - NI8P Mr. Sharad /60 2815 Monitor SICU - Leakage from NIBP Cuff
02:00 PM 2:10 PM 10 Min

03:00 PM 60 Min in NIBP Cuff so replaced 02 nos.
Cuff Mr. Amin

NIBP Cuff. Tested and handed
over in workin" condition.
After checking of ECG Cable

10.11.2018 10.11.2018 problem found in LL Lead its
Mr. Amin62 391 Monitor 08GYICU LLLead broken

09:30AM 9:35 AM OSMin 09:45AM 15 Min broken so replaced 1 nos. RA 1- LLLead
SayyedLead. Tested and handover in

workin" condition.

)~c;'~
Dean

IIAGM!VIeaical C",II(>o.
Aurangabad ~
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Minutes
After checking of 5P02 Probe

SP02 Probe is not 03.10.2018 03.10.2018 loose connection in inrlecator
Mr. Amin13 2284 Monitor 5ICU

working 10:15 AM 10:15 AM o Min 10:45 AM 30 Min side so its resolder properly.
SayyedTested and handover in working

condition.
After attend call checked

18 1222 Ventilator PICU 02 Concentrate High 03.10.2018 10:20 AM OS Min 03.10.2018
55 Min

Ventilator done Press test "Pass", Mr. Amin
Error 10:15 AM 11:10 AM Tested and handed over in Sayyed

warkinl' condition.
After attend call checked the

03.10.2018 03.10.2018 ventilator observed error & done Mr.Amin19 377 Ventilator 08GYICU Esprit Error given 2014
11:00 AM 11:05 AM 05 Min 12:00 PM 60 Min - Sayyednecessary setting. Handover in

workina condition.
After checking of ECG Machine

04.10.2018 04.10.2018 problem found in Power Cord so 1. Power Mr. Sontakke21 1331 ECGMachine MCRIOPD Power Cord not working
11:00 AM 11:10 AM OMin 11:25 AM 25 Min replaced 1 nos. Power Cord. Cord V.B.Tested and handover in working

condition.
After checking of Monitor

04.10.2018 04.10.2018 problem found in BP Cuff its
Mr. PawarS.23 1176 Monitor CYT5 BP Cuff is not Working

09:45 AM 10:00 AM 15 Min 10:15 AM 30 Min Damaged so replaced 1 nos. BP 1. 8P Cuff
D.Cuff. Handover in working

condition.
After checking of Monitor

04.10.2018 04.10.2018 problem found in 5P02 & ECG Mr. Pawar S.29 1224 Monitor PICU ECGNot Showing
02:30 PM 2:38 PM OBMin 02:55 PM 25 Min - D.Cable so its repaired. Tested and

handover in workino condition.
After checking of ECG Machine

05.10.2018 05.10.2018 observed Clamp is Broken so Mr. Sontakke33 2286 ECGMachine 51CU Clamp Broken
12:00 PM 12:02 PM 02 Min 12:25 PM 25 Min 02 - Clamp V.B.replaced 2 nos. Clamp. Tested and

handover in workinl! condition.
After checking of SP02 Probe

SP02 Probe is not 05.10.2018 05.10.2018 loose connection in indecator Mr.Amin34 2289 Monitor 51CU
working 03:40 PM 3:45 PM 05 Min 04:00 PM 20 Min side so its resolder properly. - SayyedTested and handover in working

condition.
After checking of ECGCable loose

05.10.2018 05.10.2018 connection found so its resolder Mr. Amin35 2288 Monitor 51CU ECGCable is not Working
03:40 PM 3:40 PM OMin

03:45 PM 05 Min - Sayyedproperly. Tested and handover in
workinp' condition.
After checking of ECG Machine ~-

06.10.2018 06.10.2018 problem found in V5 Lead its Mr.Amin ~\COII~,36 2278 ECGMachine Matron Office V5 Lead Broken
11:00 AM 11:05 AM 05 Min 11:30 AM 30 Min broken so replaced 1 nos. V5 1- V5 lead Sayyed i)-~--.....',9~ .

lead. Tested and handove in ;( )~\,workino condition. ~, ?IJ"J~ .. ...~
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After checking of SP02 Probe
SP02 Probe is not 06.10.2018 06.10.2018

loose connection in indecator
Mr. Amin37 929 Monitor MICU

working 10,35 AM
10,40AM OSMin

11:30 AM
55 Min side so its resolder properly. - SayyedTested and handover in working

condition.
06.10.2018 06.10.2018 After checking of ECG Machine

Mr.Amin38 930 ECG Machine MICU Not Working Properly
10,3S AM 10,3SAM OMin

11,00 AM 25 Min Cleaned the Clamp. Tested and - Sayyedhandove in workin2 condition.
After checking of Monitor
problem found in 8P Cuff its

2.8PCuff06.10.2018 06.10.2018 Damaged so replaced 2 nos. BP Mr. Amin39 933 Monitor MICU Leakage from SP Cuff
11,45 AM 11:45 AM OMin

11,55 AM 10 Min
Cuff. Also replaced 1 Nos. NIBP 1- NIBP

Sayyed
Hose. Tested & Handover in

Hose

workin2 condition.
After checking of Monitor
problem found in SMPS so Vendorf40 1731 Monitor NICU SMPS Problem 06.10.2018

4,15 PM 15 Min 06.10.2018
62 Min replaced 1 nos. SMPS from Old 1. SMPS Mr. Sontakke04:00 PM 05,02 PM

Condemened Monitor. Tested and V.8.

handover in workine condition.
After checking of SP02 Probe

SP02 Probe is not 06.10.2018 06.10.2018 loose connection in indecator
Mr. Amin43 1730 Monitor NICU

working 03,15 PM 3,15 PM OMin
04:00 PM

45 Min side so its resolder properly. - SayyedTested and handover in working
condition.
After checking of Monitor
Problem found in NIBP & ECG
Module so call to Company

Dialysis Not Working Properly 04.10.2018
1:30 PM 15 Min 06.10.2018 2880 Engineer. After checked by Vendorj Delay From45 670 Monitor -

01,15 PM 01:15 PM Min Company Engineer NIBP & ECG Mr. Amin Vendor Side
Module gone defective so
replaced the same under CMe.
Handover in workinp' condition.
After checking of SP02 Probe

SP02 Probe is not 08.10.2018 08.10.2018 loose connection in indecator
Mr. Amin48 3049 Monitor NICU

working 09:30AM
9,35AM OSMin

10,00 AM 30 Min side so its resolder properly. - SayyedTested and handover in working
condition.
After attend call checked the
Ventilator problem found in

49 1229 Ventilator PICU Battery Backup Problem 08.10.2018
9,20 AM 05 Min

08.10.2018
40 Min Battery Backup so replaced 1 nos. 1-Battery Mr. Amin

09,15 AM 09,55 AM Sayyed
Battery. Tested and handover in
workimz condition.
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After checking of SP02 Probe

SP02 Probe is not 01.09.2018 01.09.2018 loose connection in indecator Mr, Pawar S.
2 889 Monitor MICU - working 02,00 PM

2,05 PM 05 Min 03,00 PM 60 Min side so its resolder properly, -
D.

Tested and handover in working
condition.
After checking of SP02 Probe

01.09.2018 01.09.2018 problem found in detector so 1- SP02 Mr,Amin Need to Entry in
3 1164 Monitor CVTS Saturation Now Showing 10,05 AM OS Min 60 Min

10,00 AM 11,00 AM replaced 1 nos. SP02 Probe. Prboe Sayyed Software

Handover in workinll' condition,
After checking of 02 Flow Meter

problem found in Flow tube so
Mr, Sontakke

7 364
02 Flow 08GYICU Not Working Properly

01.09.2018 3:15 PM 15 Min
01.09.2018

30 Min replaced flow tube from old 02- 03,00 PM 03:30 PM - V.B.Meter
Flow Meter. Handover in working

condition.
After checking of SP02 Probe

SP02 Probe is not 03.09.201B 03.09.2018
loose connection in indecator Mr.Amin

9 1597 Monitor NICU - working 09,56AM
9,56AM OMin 11:00 AM 66Min side so its resolder properly. Sayyed

Tested and hand over in working
condition.
After checking of SP02 Probe

SP02 Probe is not 03.09.2018 03.09.2018 problem found in detector so Mr. Pawar S.
10 1165 Monitor CVT5 10:30 AM OMin 30 Min 1. Detector

working 10,30 AM 11,00 AM replaced 1 nos. Detector. D.

Handovcr in working condition.
After checking of ECG Cable

03.09.2018 03.09.2018
problem found in RA Lead so Mr. PawarS.

12 890 Monitor MICU - ECGCable is not Working 11:30 AM
11:35 AM 05 Min 12:00 PM 30 Min replaced 1 nos. RA Lead. Tested 1- RA Lead

D.
and handover in working
condition.
After checking problem found in

03.09.201B
syringe Holder Knobe its broken 1-Syringe Mr. Amin03.09.2018

14 1166 Syringe Pump CVT5 - Not Working Properly 11,00 AM
11,05 AM 05 Min 11:30 AM 30 Min so replaced 1 nos. Syringe Holder Holder

Sayyed
Knobe. Handover in working Knobe

condition.
After attend call observed
problem try to repair but unable
to repair. So send to company
(5taysee) for repairing. After 1- Syringe

16 159B Syringe Pump NICU Not Working Properly
03.09.201B 3:35 PM 05 Min

31.10.2018 B2080
checking of Company Engineer Holder

Vendor/ Delay From
03:30 PM 03:30 PM Min Mr. Amin Vendor Side

replaced Syringe Holder Assembly

Assembly - 01 Nos., in Under
CMC. tested and handover in
workino condition. ~ •.•.31C~

(f~~rr --~"3"I ~( ).l~' ~
~~~~
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After attend call observed
problem try to repair but unable
to repair. So send to company

03.09.2018 31.10.2018 82080
(Staysee) for repairing. After 1. Front Vendor/ Delay From

17 1599 Syringe Pump NICU Not Working Properly 03:30 PM 3:45 PM 15 Min 03:30 PM Min checking of Company Engineer End Mr. Amin Vendor Side
replaced Front End Assembly - Assembly
01 Nos., in Under CMC. tested
and handover in working
condition.
After checking of SP02 Probe

SP02 Probe is not 04.09.2018 315 04.09.2018 330 loose connection in indecator Mr. Pawar S.18 365 Monitor 08GYICU - working 10:45 AM
4:00 PM

Min 04:15 PM Min side so its resolder properly. D.
Tested and handover in working
condition.
After checking of ECG Machine

05.09.2018 05.09.2018 loose connection Problem found 1- Display Mr. Sontakke24 951 ECGMachine EICU - Not Working Properly
11:00 AM

11:10 AM 10 Min 11:30 AM 30 Min 1- Roll V.B.so reset the connection. Door
Handover in workine: condition.
After checking of ECG Machine

Medicine 05.09.2018 05.09.2018 observed Clamp is broken so Need to Entry in
25 4647 ECGMachine Not Working Properly 11:05 AM OSMin 10 Min 1- Clamp Mr.NarayanOPD 11:00 AM 1I:IOAM replaced 1 nos. Clamp. Tested and Software

handover in workin!:!condition.
After checking of ECG Machine

27 337 ECGMachine Old Deluxe Not Working Properly 05.09.2018 3:35 PM OMin 05.09.2018 25 Min
observed Clamp is not cleaned so Mr. Amin

03:35 PM 04:00 PM - Sayyedcleaned the clamp. Handover in
workinl! condition.
After checking of ECG Machine

06.09.2018 06.09.2018 problem found in Lear Wire so 1.RALead Mr. Sontakke34 744 ECGMachine New Deluxe - Not Working Properly 09:20 AM 9:22AM 02Min 09:50 AM 30 Min replaced 1 nos. RA & LL Lead. I-LLLead V.B.Tested and handover in working
condition.
After attend call checked the

06.09.2018 06.09.2018
Ventilator problem found in Air

I.Air Mr. PawarS.35 1704 Ventilator NICU Not Working Properly 03:15 PM 3:25 PM 10Min 03:45 PM 30 Min Probe so replaced I nos. Air Probe D.
Probe. Tested and handover in
workinp condition.
After attend call checked the

Haemodialysi 07.09.20IB 07.09.2018
Haemodialysis Machine observed

39 644 s Machine Dialysis - Short Water error 10:30AM 10:40AM 10 Min 11:30 AM 60 Min Low Water Error so adjustment - Mr.Choudhari
of Water Pot Handover in
workinJ;!;condition.
After checking of SP Cuff leakage

42 2251 Monitor SICU BP Cuff is not Working 07.09.2018 11:15 AM 15 Min 07.09.2018 30 Min
problem found so replaced 02

02 - BPCuff Mr. Pawar S.- 11:00 AM 11:30 AM D.Nos. BP Cuff. Handover in
workinp: condition. ~~ ..

6~W'UOICv~
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After attend call checked the
Ventilator problem found in

43 2250 Ventilator SICU Not Working Properly 07.09.2018 9:10 AM 10 Min 07.09.2018 60 Min Battery Backup so replaced 1 nos. 1. Battery Mr. Narayan /
09:00 AM 10:00 AM Mr. Pawar

Battery. Tested and handover in
workinQ:condition.
After attend call checked the

OLCO Pulm.Medi. 08.09.2018 08.09.2018 DLCOMachine problem found in
48 402 Machine OPO - Not Working Properly 11:00 AM 11:10 AM 10 Min 12:00 PM 60 Min setting so done necessary setting. - Mr.Choudhari

Handed over in working
condition.
After checking of Syringe Pump
problem found in Power supply

50 3041 Syringe Pump CCD Not Working Properly 08.09.2018 2:22 PM 02 Min
08.09.2018

15 Min connection loose so its fixed 1. Battery Mr.Jadhav- 02:20 PM 02:35 PM also replaced New 8.4Vproper
Battery. Handover in working
condition.
After checking or Pead. Cuff

51 1209 Monitor PICU Not Working Properly 08.09.2018 4:15 PM OMin 08.09.2018
45 Min

observed its damaged so replaced 1- Pead. Mr. Sontakke
04:IS PM 05:00 PM Inos. Pead. Cuff. Tested and Cuff V.8.

handover in workim! condition.
After checking or SP02 Probe

57 2252 Monitor SICU SP02 Probe is not 10.09.2018 2:20 PM OMin 10.09.2018 15 Min
observed its broken so replaced 1 I-SP02 Mr. Amin- working 02:20 PM 02:3S PM Probe Sayyednos. SP02 Probe. Tested and

handover in workinl! condition.
After attend call checked the
Ventilator problem found in

59 1579 Ventilator NICU Maquet Battery Low Error 10.08.2018 3:15 PM 15 Min 10.08.2018 44685 Battery Backup so replaced 1 nos. 1- Battery Mr. Narayan / Part delayed
03:00 PM 03:45 PM Min Mr. Pawar

Battery. Tested and handover in
workinl! condition.
After checking or Monitor
problem found in SMPS so call the

61 1701 Monitor Not Working Properly 04.09.2018 3:45 PM 11.09.2018 9945 company Engineer after that
1- SMPS Vendor / Part not Available

NICU Planet 40 OMin03:45 PM 01:30 PM Min Company Engineer replaced Mr. Amin in time
SMPS Under CMe. Tested and
handover in workinl! condition.
After checking or SP02 Probe

SP02 Probe is not 11.092018 11.09.2018 loose connection in indecator
Mr. Amin62 3043 Monitor CCU MP20 working 12:30 PM 12:35 PM OS Min 01:00 PM 30 Min side so Its resolder properly. - Sayyed

Tested and handover in working
condition.
After checking or Monitor
problem found in SMPS so call the

64 1203 PICU Planet 40 Not Working Properly 04.09.2018 3:30 PM 10 Min 11.09.2018 9910 company Engineer after that Vendor / Part not AvailableMonitor
03:20 PM 12:30 PM Min - Mr. Amin in timeCompany Engineer replaced

SMPS Under CMC. Tested and
handover in workiDlz condition. ~
After checking or SP02 Probe '~'-:"-"'.-,_':./irt;.:

~)
observed connector setting l ~',SP02 Probe is not 11.09.2018 11.09.2018 Mr. Amin . \'65 1712 Monitor Casuality - Working 10:18 AM 10:30 AM 12 Min 10:55 AM

37 Min problem so its fixed properly. - Sayyed .~ )1
Tested and handover in working p tcondition. \\.'?~, --,'~~

> .:". • ",,"



After checking of Syringe Pump

11.09.2018 11.09.2018
observed Syringe Holdler Knobe 1. Syringe

Mr. Sontakke72 1225 Syringe Pump RGYICU Pole Clamp Problem 11:30 AM
11:40 AM 10 Min 12:00 PM 30 Min is broken so replaced 1 Nos. Holder V.8.

Syringe Holder Knobe. Tested and Knobe

handover in workiml condition.
Arter checking of Monitor

73 1848 Monitor Cardiac OT Not Working Properly
11.09.2018 9:40AM 10 Min

11.09.2018
45 Min

problem found in ECGso replaced Vendor /
09:30 AM 10:15 AM cable. Tested and handover in Mr. Pawar

workinll condition.
After checking of Monitor

problem found in SMPS so call the
company Engineer after that 1- 5MPS

75 1109 Monitor Casuality Not Working Properly
05.09.2018 10:10 AM 05Min

12.09.2018 10060
Company Engineer replaced 1-SP02 Vendor/ Part not Available-

10:05 AM 09:45AM Min Mr. Amin in time
SMP5 & 5P02 PC8 Under CMe. PC8

Tested and handover in working
condition.
After checking of Syringe pump

76 1172 Syringe Pump CVTS On/Off Switch Not 12.09.2018 12:25 PM OS Min
12.09.2018

22 Min
problem found in On/Orr switch Mr. Sontakke- Working 12:20 PM 12:42 PM - V.8.so its repaired it Tested and

handover in workin" condition.
After checking of SP02 Probe

SP02 Probe is not 12.09.2018 12.09.2018 loose connection in indecator
Mr.Amin77 1171 Monitor CVTS - working 09:55 AM 9:55 AM OMin 10:30 AM 35 Min side so its resolder properly. - Sayyed

Tested and handover in working
condition.
After checking of ECG Machine

observed vibration in Graph due
Mr. Amin78 1714 ECGMachine Casuality Allenger Vibration in Graph

12.09.2018 2:35 PM OMin
12.09.2018 25 Min setting changed done

02:35 PM 03:00 PM to so Sayyed
necessary setting. Tested and
handover in working condition.
After checking of Monitor

14.09.2018 14.09.2018 observed Setting is changed so
Mr. Amin86 1711 Monitor NICU Planet 40 SP02 not Showing 02:30 PM 2:35 PM 05Min 03:00 PM 30 Min done necessary setting. Tested
Sayyed

and handover in working
condition.
After checking of SP02 Probe

SP02 Probe is not 14.09.2018 14.09.2018 problem found in sensor so Mr. PawarS.
88 1710 Monitor NICU 11:10 AM 10 Min 39 Min 1. Sensor

working 11:00 AM 11:39 AM replaced 1 nos. sensor. Handover D.

in workinp: condition.
After checking of SP02 Probe

SP02 Probe is not 14.09.2018 14.09.2018 loose connection in indecator
Mr.Amin90 2260 Monitor SICU VM8

working 10:30 AM 10:35 AM OS Min 11:00 AM 30 Min side so its resolder properly. - Sayyed
Tested and handover in working
condition.
After checking of Ambubag

14.09.2018
problem found in 'L' Type Valve

Mr. Sontakke tt:f!1~91 1211 Ambubag PICU Valve Broken
14.09.2018 4:36PM 01 Min 15 Min its broken so replaced 1 1.LValve
04:30 PM 04:45 PM nos. V.8.

Valve. Tested and handover in t- '\\workinl1 condition. {I~~ '.~-
'~'!i,'~_<~~J
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After checking of BP Cuff

95 650 Monitor Dialysis BP Cuff is not Working
15.09.201B 3:30 PM 15 Min

15.09.201B 30Min
observed its damaged so replaced

I.BPCuff Mr. Pawar S. Need to Entry in
03:15 PM 03:45 PM 1 nos. BP Cuff. Tested and D. Software

hand over in workin" condition.
After checking of ECG Machine

ECGMachine
15.09.2018 15.09.2018 loose Connection found so fixed Mr. Pawar S.

97 3112 M.M.W. - Not Working Properly 10:30 AM 10:45 AM 15 Min 11:00 AM 30 Min D.properly. Tested and handover in

warkin" condition.
After attend call checked the
Ventilator problem found in

99 1213 Ventilator PICU Hamilton Not Working Properly
15.09.2018 10:20 AM 20 Min 15.09.2018 30 Min On/Off Switch its not press Mr. Pawar S.
10:00 AM 10:30 AM proper so its repaired it Tested - D.

and handover in working
condition.
After attend call checked the

02 Leakage from 17.09.2018 17.09.2018
Ventilator leakage problem found Mr.Amin

101 955 Ventilator EICU Hamilton 11:15 AM 05 Min 25 Min in connector so fixed Screw
Connector 11:10 AM 11:35 AM Properly. Handover in working

Sayyed

condition.
After attend call observed
problem try to repair but unable 3 - ECG
to repair. So send to company Machine IC,

(Allenger) for repairing. After 1 - Battery

17.08.2018 17.09.2018 44892 that replaced ECG Machine IC - 3V Vendor/ Delay From
106 316 ECGMachine Old Deluxe Not Working Properly 12:58 PM

1Z:58 PM OMin 04:10 PM Min 03 Nos.• Battery 3V - 01 Nos. ,
I-Top Mr. Santakke Vendor Side
Cover V.8.

Top Cover - 01 Nos., Printer 1 - Printer
Roller - 01 Nos. & LCG- 01 Nos. Roller
tested and handover in working 1- LCG
condition.
After checking of SP02 Probe

SP02 Probe is not 17.09.Z018 17.09.Z018 loose connection in indecator Mr.Amin
107 956 Monitor EICU working 03:00 PM

3:05 PM as Min 03:30 PM
30 Min side so Its resolder properly. - Sayyed

Tested and handover in working
condition.
After checking of SPOZ Probe

108 133 Monitor O. T. Complex 109600
SP02 reading not 17.09.Z018 4:15 PM OMin 17.09.Z018 10 Min

observed its broken so replaced 1 l-SPOZ Mr.Amin
Showing 04:15 PM 04:Z5 PM nos. SPOZ Probe. Tested and Probe Sayyed

handover in workinQ:condition.
After checking of NI8P Cuff

110 13Z Monitor O. T. Complex VM4 NIBP not Shoing
17.09.Z018 4:Z5 PM as Min 17.09.Z018 40Min

observed its broken so replaced 1
1- NI8P Cuff

Mr.Amin
04:20 PM 05:00 PM nos. NIBP Cuff. Tested and Sayyed

handover in workinp condition.
After checking of ECG Cable

18.09.Z018 18.09.Z018
observed its totally damaged so

1-ECG Mr.PawarS.
liZ 1173 Monitor CVTS ECGCable is not Working 09:50AM

10:00 AM 10 Min lB:18AM 28Min not possible to repair so replaced Cable D.
1 nos. ECG Cable. Tested and ~~,handover in workinQ:condition. ,'j '. .f( \._~~~L):;;/~ 1,,1J



After checking of SP02 Probe

SP02 Probe is not 18.09.2016 18.09.2016 loose connection in indecator Mr.Amin
114 3044 Monitor CCU working 09,50 AM 12,00 AM 10 Min 10,20 AM 30 Min side so its resolder properly.

Tested and handover in working
Sayyed

condition.
After checking problem found in

16.09.2016 16.09.2016
syringe Holder Knabe its broken 2. Syringe

Mr. Sontakke
115 904 Syringe Pump MICU Not Working Properly 02,20 PM

2,25 PM as Min 0265 PM 35 Min so replaced 2 nos. Syringe Holder Holder V.B.
Knobe. Handover in working Knobe

condition.
After checking of ECG Machine

16.09.2016 16.09.2016
problem found in Printer so Clean

Mr. Sontakke
117 1311 ECGMachine MCRIOPO OPO 13 Printer Problem 03,00 PM

3,05 PM as Min 03,25 PM 25 Min the roller & Delete all saved Data. V.6.
Tested and handover in working

condition.
After checking of Ambubag

16.09.2016 16.09.2016
problem found in 'L' Type Valve

Mr. Sontakke
116 2257 Ambubag SICU Backside Valve Broken 11,00 AM

11,15 AM 15 Min 11,35 AM 35 Min its broken so replaced 1 nos. 1- Valve V.6.
Valve. Tested and handover in

workiOlz condition.
After checking of ECG Cable

observed connectors are broken

120 139 Monitor O. T. Complex ECGCable is not Working
19.09.2016 1,15 PM OMin

19.09.2016
15 Min then not possible to repair so

1- ECG Mr.Amin

01,15 PM 01,30 PM Cable Sayyed
replaced 1 Nos. ECG Cable.

Handover in workino condition.
After checking of Monitor

observed BP not showing in

123 137 Monitor O. T. Complex Mindrey BP not Shwoing
19.09.2016 10,15AM os Min 19.09.2016 20 Min Monitor so reset the BP Module

Mr. Amin

10,10 AM 10:30 AM
- Sayyed

Connector. Tested and handover

in workin" condition.
After checking of Defbrillator

19.09.201B 19.09.20IB
observed Paddal Wire is broken Mr. Sontakke

125 IB51 Defbrillator Cardiac OT - Paddal Wire is broken 02,40 PM 2:50 PM 10 Min 03:25 PM
45 Min so resoJder wire properly. Tested - V.6.

continuity is ok. Handover in..
After checking of Laringoscope

Laringoscope 19.09.20IB 19.09.20IB
Blade problem found in bulb its I-LED Mr. Amin

126 356
Blade

Old Deluxe - Bulb Fused 11:15 AM 11:15 AM OMin 11:30 AM
15 Min fused so replaced I nos. LED Bulb Sayyed

Bulb. Handed over in working..
After checking of Laringoscope

Laringoscope 19.09.20IB 19.09.2016
Blade problem found in bulb its I-LED Mr. PawarS.

127 1143
Blade

F.O.W. - Bulb Fused 02,30 PM 2:35 PM OS Min 02:46 PM
18 Min fused so replaced I nos. LED

Bulb O.
Bulb. Handed over in working
condition.
After checking of ECG Machine -

~"'G~. ".
19.09.2016 19.09.20IB loose connection found so Mr.Amin . .6 •. ..---..~ i:'~.

126 2266 ECGMachine 51CU Vibration in Graph 02,15 PM 2:15 PM OMin 02:30 PM
15 Min

Sayyed ~.1"'( \~.resolder properly. Tested and

handover in workin" condition. ) )g
\\~, ",')!J



After checking of Syringe pump

On/Off Switch Not 19.09.2018 19.09.2018
problem found in On/Off switch

1- On/Off Mr. Sontakke
129 141 Syringe Pump O. T. Complex - 12:15 PM OMin 25 Min so replaced 1 nos. On/Off Switch.

Working 12:10 PM 12:35 PM Switch V.8.
Tested and handover in working

condition.
After Checking of Laringoscope

Laringoscope 02 Nos. Laringoscope 19.09.2018 19.09.2018 Blade observed bulbs are fused 2 - LED Mr. Sontakke
132 2265 Blade

SICU Blade is not working 12:50 PM 12:55 PM OSMin 01:10 PM
ZOMin so replaced 2 nos. LED 8ulb

Bulb V.8.
Tested and handover in working
condition.
After attend call checked the

19.09.2018 19.09.2018
Ventilator call to engineer after Vendor /

135 371 Ventilator 08GYICU Esprit Not Working Properly 11:20 AM 11:30 AM 10 Min 12:00 PM
30 Min that engineer done R5T Test Mr. Amin

Tested and handover in working
condition.
After checking of ECG Cable

observed connectors are broken

136 659 Monitor Dialysis ECGCable is not Working
20.09.2018 4:51 PM 01 Min

20.09.2018
ZOMin then not possible to repair so

1- ECG Mr. Sontakke
- 04:50 PM 05:10 PM Cable V.8.

replaced 1 Nos. ECG Cable.

Handover in workina condition.
After checking of ECG Cable

observed connectors are broken

139 1588 Monitor Cathlab Vista 120 ECGCable is not Working
20.09.2018 3:00 PM o Min 20.09.2018 15 Min then not possible to repair so

1-ECG Mr. Amin
03:00 PM 03:15 PM Cable Sayyed

replaced 1 Nos. ECG Cable.
Handover in workina condition.
After checking of SPOZ Probe

SPOZ Probe is not 20.09.2018 20.09.2018 loose connection in indecator Mr. Amin
144 913 Monitor MICU - working 10:30 AM

10:35 AM 05 Min 11:00 AM
30 Min side so its resolder properly. Sayyed

Tested and handover in working
condition.
After Checking of Laringoscope

Laringoscope 21.09.2018 21.09.2018
Blade observed bulbs are fused 01- LED Mr. Sontakke

147 142 Bla~e
O. T. Complex - Not Working Properly 02:35 PM

2:45 PM 10 Min 03:00 PM 25 Min so replaced 1 nos. LED 8ulb 8ulb V.8.
Tested and handover in working
condition.
After checking of ECGCable loose

21.09.2018 21.09.2018 connection found so its resolder Mr. Amin
148 143 Monitor O. T. Complex ECGCable is not Working 02:35 PM

2:35 PM OMin 02:45 PM 10 Min - Sayyedproperly. Tested and handover in

workina condition.
After checking of SP02 Proble

SP02 Probe is not 21.09.2018
problem found in Sensor so not

Mr.Amin
150 2336 Monitor Pschy.Ward 1I:15AM 15 Min

21.09.2018
30 Min possible to repair so replaced 1

1-5P02
- working 11:00 AM 11:30 AM Probe Sayyed

nos. SP02 Probe. Tested &
handover in workina condition.
After checking of SP Apparatus
observed R. Bulb is broken so 1 - R.8ulb ~

152 1315 BP Apparatus MCRIOPD R. Bulb Broken
21.09.2018 10:35 AM OMin

21.09.2018 25 Min
replaced 1 no. R. 8ulb. Also 1 - S.s. Mr. Sontakke

~~G~~~.
10:35 AM 11:00 AM replaced 1 nos. S.S.Valve. Tested Valve V.8. (~..5 ,"",.and handover in working ye

condition. .~ . 1 ~.~ /'JJ



After checking of SPOZ Probe

SPOZ Probe is not 22.09.2018 22.09.2018
loose connection in indecator Mr. Amin

154 3046 Monitor SICU 12:10 PM OMin 50 Min side its resolder properly.
working 12:10 AM 01:00 AM

so - Sayyed
Tested and handover in working
condition.
After checking of ECG Machine

24.09.2018 24.09.2018
problem found in Power Cord so 1- Power Mr.Amin

159 3116 ECGMachine M.MW. - Power Cord not working 10:50 AM
10:50 AM OMin 11:00 AM 10 Min replaced 1 nos. Power Cord.

Cord Sayyed
Tested and handover in working
condition.
After checking of SPOZ Probe

161 2269 Monitor SICU
SPOZ Probe is not 24.09.2018 4:15 PM 15 Min

24.09.2018
30 Min observed wire is broken & Clamp

Mr. Sontakke Condemned
working 04:00 PM 04:30 PM - V.8.

Broken. So its beyond renairable.
After checking of Syringe Pump

24.09.2018 24.09.2018
problem found in Syringe Holder

1. Syringe Mr.Amin
163 2268 Syringe Pump SICU Knobe Broken 12:40 PM

12:50 PM 10 Min 01:25 PM
45Min Knob its broken so replaced 1 Holder Sayyed

nos. Syringe holder knob.

Handover in workino condition.
After checking of SPOZ Probe

SPOZ Probe is not 25.09.2018 25.09.2018 loose connection in indecator Mr. Amin
167 3047 Monitor CCU working 10:00 AM 10:10 AM OMin 10:30 AM

30 Min side so its resolder properly. - Sayyed
Tested and handover in working
condition.
After checking of ECG Machine

170 1500 ECGMachine Super Deluxe ECGR. Bulb misplaced
25.09.2018 11:00 AM OMin

25.09.2018
05 Min

observed Rubber Bulb missing so 1-ECG R. Mr. Amin
- 11:00 AM 11:05 AM 8ulb Sayyedreplaced 1 nos. R. Bulb. Handover

in working condition.
After checking of ECG Machine

25.09.2018 25.09.2018
observed Rubber Bulb missing so

171 1427 ECGMachine Super Deluxe Chest Electrode missing 12:05 PM 05 Min 10 Min replaced 1 R. 8ulb. Also
1-ECG R. Mr. Amin- 12:00 PM 12:10 PM

nos. 8ulb Sayyed
replaced chest electrode.

Handover in working condition.

25.09.2018 25.09.2018
After checking of ECG Cable Mr. Sontakke

174 2270 Monitor SICU - ECGCable is not Working 10:20 AM 10:21 AM 01 Min 10:45 AM Z5Min observed its totally damaged so V.8.
not Dossible.
After checking of Syringe Pump

177 3118 Syringe Pump M.M.W. Not Working Properly
25.09.2018 2:00 PM OMin

25.09.2018
15 Min no Problem found. Tested and

Mr. Amin- 02:00 PM 02:15 PM
- Sayyed

handover in workinll' condition.
After checking of Syringe Pump

25.09.2018 25.09.2018 observed problem and done Mr. Sontakke
178 364 Syringe Pump Old Deluxe Not Working Properly 11:30 AM

11:35 AM OS Min 12:00 PM
30 Min V.B.proper servicing. Tested and

handover in workina condition.
After attend call checked the
Ventilator problem found

Venti Cassete is not 30.07.2018 26.09.2018 83550 Expiratory Cassette need to be 1 - Vendor / Delay From
180 1553 Ventilator NICU 10:40 AM 10 Min Expiratory

Working 10:30 AM 11:00 AM Min replaced. So 1 nos. Expiratory Cassete
Mr.Amin vendorSlde

Casseted replaced. Tested and l~~ • .'\1':',r--...G., \:
handover in workin"" condition. . I" "\ , ••, ~\

~.~_ J!:)~~ ./.98:..:-......



After checking of ECG Cable

26.09.2018 26.09.2018 15 Min
observed 03 Leads are broken so 1-3Lead Mr. Amin

185 2274 Monitor 5ICU - ECGCable is not Working 11:30 AM 11:35 AM 05Min 11:45 AM Sayyedreplaced 03 Lead Set Handover set

in workin" condition.
After checking of ECG Machine

26.09.2018 26.09.2018 problem found in RA & LLLeads 1. RALead Mr. Amin
186 760 ECGMachine New Deluxe - RA Lead Broken 12:55 PM

12:55 PM OMin 01:30 PM 35 Min its broken so replaced each. 1- LLLead 5ayyed
Tested and handover in working
condition.
After checking of ECG Machine

188 1722 ECGMachine New Deluxe Allenger
On/Off Switch Not 26.09.2018 4:00 PM o Min 26.09.2018 30Min

problem found in On/Off switch Mr. Sontakke
Working 04:00 PM 04:30 PM so its repaired it Tested and V.8.

handover in workin" condition.
After checking of SP02 Probe
loose connection in indecator

191 920 Monitor MICU
SP02 Probe is not 26.09.2018 11:15 AM 02 Min

26.09.2018 42 Min side so its resolder properly & 1 - Shell Kit
Mr. PawarS.

working 11:13 AM 11:55 AM D.
replaced shell Kit Tested and
handover in working condition.
After attend call checked the
Ventilator problem found in

1175 Ventilator CVT5
Mode Selection Knobe not 27.09.2018 2:05 PM 05 Min 27.09.2018 60 Min

Mode selection Knobe need to be Mr. Choudhari192 Siemens 300 Working 02:00 PM 03:00 PM replaced so replaced knobe from
condemned ventilator. Handed
over in workinp' condition.
After checking of ECG Machine

27.09.2018 27.09.2018
problem found in RA Leads its 1- RALead Mr. Amin

194 1723 ECGMachine Casuality - RA Lead Broken 09:35AM
9:35AM OMin !0:20AM

45Min broken so replaced each. Tested Sayyed
and handover in working
condition.
After checking of ECG Machine

27.09.2018 27.09.2018
problem found in RA Leads its 1- RALead Mr. Amin

196 1725 ECCMachine Casuality - RA Lead Broken 11:25 AM
11:25 AM OMin 12:00AM 35Min broken so replaced each. Tested Sayyed

and handover in working
condition.
After checking of 5P02 Probe

SP02 Probe is not 27.09.2018 27.09.2018
loose connection in indecator Mr. PawarS.

199 2277 Monitor 51CU - working 10:55 AM
10:55 AM o Min 11:30 AM 35 Min side so its resolder properly.

D.
Tested and handover in working
condition.
After checking of Monitor
problem found in Mother Board &
Power Supply its defective.

200 1550 Monitor KTICU Not Getting on 27.09.2018 11:35 AM 05 Min
27.09.2018 40 Min Monitor is very Old so spare Part Mr.'adhav I Condemned

11:30 AM 12:10 PM Is not available. Its Beyond Mr. Choudhari
Repairable.
The~ ..•gives replaced new Comen
COSOMonitor.
After checking of ECG Machine
problem found in 10 Lead Set ECG ....-~:

202 1728 ECCMachine Casuality Allenger ECGCable is not Working
28.09.2018 12:05 PM 05 Min

28.09.2018 30 Min Cable is broken so replaced 10
1-10 Lead Mr.Amin ~~V' :"'~

12:00 PM 12:30 PM ECGCable 5ayyed ~ ~:-~,.~~~Lead ECG Cable. Tested & 8 . (;;'
);':.

handover in workin" condition. i~-

~~J~~IQ) ~~ .
'11?':)\-e~



After checking of EeG Machine

29.09.2018 29.09.2018
loose connection problem found

Mr. Amin
3119 ECGMachine M.M.W. Loose Connection 10:35 AM OS Min 30 Min in cable so resolder proper. Also

1- Power
210 10:30 AM 11:00 AM Cord Sayyed

replaced 06 Amp. Power cord.

Handover in workinG' condition.
After checking Syringe Pump

29.09.2018 29.09.2018 Cleaned the Sensor & Reset all Mr. Amin
213 1218 Syringe Pump PICU Not Working Properly !0:00AM

10:05 AM OS Min 10:30 AM 30 Min Sayyedconnection. Tested and handover

in workinp condition.
After checking of Anesthesia

Anesthesia 29.09.2018 29.09.2018
Machine loose problem found in Mr. Amin

214 164 Machine
O. T. Complex Not Working Properly 02:35 PM 2:35 PM OMin 02:40 PM

OS Min Flow Sensor. So its fit with -
Sayyed

solution. Tested and handover in
workinn condition.
After checking of Monitor

SP02 & NI8P Not 29.09.2018 29.09.2018
observed NI8P & SP02 not Mr. Amin

215 165 Monitor O. T. Complex
Showing 02:45 PM

2:45 PM OMin 03:00 PM
15 Min showing so done necessary -

Sayyed
Setting. Tested and handover in
workinp condition.
After checking of ECG Machine

29.09.2018 29.09.2018
problem found in Power Cord so 1. Power Mr. Sontakke

216 922 ECGMachine MICU - Power Cord not working 03:05 PM 3:10 PM OS Min 03:20 PM
15 Min replaced 1 nos. Power Cord.

Cord V.8.
Tested and handover in working
condition.
After checking of ECG Machine

29.09.2018 29.09.2018
problem found in Adapter Charge Mr. Sontakke

217 2281 ECGMachine SICU - Charger not working 03:00 PM
3:02 PM 02 Min 03:17 PM 17 M so replaced 12V /2 Amp Charger. 1. Charger V.8.

Tested and handover in working
condition.
After checking of ECG Machine

problem found in Printer Roller
Mr. Sontakke

1887 ECGMachine F.MW. Printer Roller Problem
29.09.2018 3:50 PM OS Min 29.09.2018 20 Min replaced 1 of Printer

1- Printer
218 03:45 PM 04:05 PM so nos. Roller V.B.

Roller. Tested and handover in

workinD condition.
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After checking of ECG Machine

observed setting is change so
1 3291 ECGMachine M.MW. Vibration on ECG

01.08.2018
10:00 AM OMin

01.08.2018
30 Min reset the machine & done proper Mr. Narayan- 10:00 AM 10:30 AM

setting. Tested and handover in

workinp' condition.
After attend call checked the
Ventilator problem found in

2 1579 Ventilator NICU Maquet Battery Low Error
10.08.2018 3:15 PM 15 Min

10.08.2018 44685
Battery Backup so replaced 1 nos. I -Battery Mr. Narayan /

03:00 PM 03:45 PM Min Mr. Pawar
Battery. Tested and handover in

workin2 condition.
After attend call checked the
Ventilator observed Battery

4 1155 Ventilator MICU 23979 Not Working Properly
01.08.2018

3:00 PM 10 Min 01.08.2018
30 Min Defective need to replaced still

Mr. Narayan02:50 PM 03:20 PM handover only for extreme
Condition. No Battery Backup
informed.
After checking of ECG Machine

01.08.2018 01.08.2018 loose connection found so Mr. Amin5 1863 ECGMachine F.M.W. - Not Working Properly
11:30 AM 11:35 AM OSMin 12:00 PM 30 Min - Sayyedresolder properly. Tested and

handover in workinp' condition.
After checking of ECG Machine

6 847 ECGMachine MICU Not Working Properly
01.08.2018 10:00 AM 30 Min

01.08.2018
90 Min and done Setting. Mr. Narayan- 09:30 AM 11:00 AM necessary -

Handover in workin.e: condition.
After checking of 5P02 Probe

01.08.2018 01.08.2018 loose connection in indecator
Mr.Amin7 2215 Monitor 51CU - ECGCable is not Working 11:15 AM OS Min 11:20 AM 10 Min side so its resolder properly.
Sayyed11:10 AM

Tested and handover in working
condition.
After attend call checked the

01.08.2018 01.08.2018 Syringe Pump and reset all
Mr. Amin10 1835 Syringe Pump CVTSOT - Not Working Properly

04:30 PM 4:35 PM 05 Min 05:00 PM 30 Min connection. Also cleaned the
Sayyed

motor. Handed over in working
condition.
After checking of Syringe Pump

01.08.2018 01.08.2018
observed Plunger Knob is broken

1. Plunger Mr. Amin11 3021 Syringe Pump CCU Plunger Knobe Broken
11:00 AM 11:10 AM 10 Min 11:30 AM 30 Min so replaced 1 no. Plunger Lever.

Lever Sayyed
Tested and handover in working

condition.
After checking of SP02 Probe

SP02 Probe is not 02.08.2018 02.08.2018 loose connection in indecator
Mr. Amin14 848 Monitor MICU - working 03:00 PM 3:00AM OMin 03:40 PM 40 Min side so its resolder properly.
Sayyed

Tested and handover in working
condition. -

'.



23.08.2018
2:30 PM 15 Min 02,45 PM 30 Min

10:35 AM 05 Min 03.08.2018 30 Min
11,00 AM

12,35 PM 05 Min 03.08.2018 10 Min
12:45 PM

03.08.2018
3,15 AM 05 Min 04,15 PM 65 Min

Mr. Amin
Sayyed

Mr. Amin
Sayyed

Mr. PawarS.
D.

Mr.Sontakke
V.8.

Mr.Sontakke
V.8.

l-BPCuff

3-8PCuff

1.Display
1 - Roll
Door

After checking of ECG Machine

observed Memory is full so delete
the internal memory and done
necessary setting. Handover in
workin!! condition.
After checking of Monitor

problem found in ECG & NIBP
Reading so repaired the RL Lead

& Replaced NIBP Module.

Handover in workimz condition.
After checking of ECC Machine
Display problem found so
replaced 1 no. Display & 1 Nos.
Roll Door. Handover in working
condition.
After checking of Monitor
Leakage problem found in BP Cuff
so replaced 1 nos. BP Cuff. Tested
and handover in working
condition.
After a Checked BP Cuff Leakage
problem found so replaced 03
Nos BP Cuff. Handover in working

10 Min 03.08.2018 50 Min
10,20 AM

9:40AM

03.08.2018
10,30 AM

03.08.2018
03,10 PM

03.08.2018
12,35 PM

23.08.2018
02:15 PM

03.08.2018
09,30 AM

02 Nos. BP Cuff is not
Working

Not Working Properly

Not Working Properly

Not Working Properly

ECG & NIBP Reading not
Showing

12570542

SICU

MICU

F.MW.

Casuality

O. T. ComplexMonitor

Monitor

Monitor

ECG Machine

ECG Machine

849

1079

2245

2729

1865

18

19

20

21

25

2'.00 PM 25 MI'n 03.08.2018 44 M'
02,19 PM In

3,20 PM 05 Min 04.08.2018 60 Min
04:00 PM

12:55 PM 05 Min 04.08.2018 25 Min
01,20 PM

Delay From
Vendor Side

Mr.PawarS.
D.

Mr. Amin
Sayyed

Vendor /
Mr. Sontakke

V.8.

l-ECG
Cable

1- NIBP
Cuff

1- NIBP
Hose

condition.
After checking of ECG Cable
problem found in Leads its
broken so replaced 1 nos. ECG
Cable. Tested and handover in
workinl!: condition.
After attend call observed
problem try to repair but unable 3 - ECG
to repair. $0 send to company Machine IC,
(Allenger) for repairing. After 1 - Battery

3Vthat replaced ECG Mach,ine IC -
I-Top

03 Nos. , Battery 3V - 01 Nos. , Cover
Top Cover - 01 Nos., Printer 1. Printer
Roller - 01 Nos. & LCG- 01 Nos. Roller
tested and handover in working 1. LCG
condition.
After checking of Monitor
Leakage problem found in BP Cuff
& NIBP Hose so replaced 1 nos.
BP Cuff & NIBP Hose. Tested and
handover in workine: condition.
After checking of SP02 Probe
loose connection in indecator
side so its resolder properly.
Tested and handover in working
condition.

64800
Min

4,20 PM 10 Min 17.09.2018
04:10 PM

03.08.2018
01:35 PM

04.08.2018
12:55 PM

04.08.2018
03:15 PM

03.08.2018
04:10 PM

NIBP Reading not
Showing

SP02 Probe is not
working

Not Working Properly

ECGCable is not WorkingSICU

Dialysis

Old Deluxe

O. T. Complex

Monitor

Monitor

Monitor

ECG Machine

622

301

2216

273332

27

29

31



After attend call checked the

Heater Cooler Machine Water is 04.08.2018
Heater Cooler observed problem

34 1837 CVTSOT 04.08.2018 11:10 AM 10 Min 7S Min then the carbon from Mr. Amin
Machine - Leakage from connector 11:00 AM 12:15 PM remove Sayyed

connector. Handover in working
condition.
After checking of SP02 Probe

SP02 Probe is not 04.08.2018 04.08.2018 loose connection in indecator Mr. Amin35 944 Monitor EICU working 11:00 AM 11:15 AM 15 Min 12:00 PM 60 Min side so its resolder properly. SayyedTested and handover in working
condition.
After checking of SP02 Probe

36 SP02 Probe is not 04.08.2018 04.08.2018 loose connection so its resolder Mr. PawarS.2217 Monitor SICU
working 11:00 AM 11:15 AM 15 Min 11:30 AM 30 Min

D.properly. Tested and handover in
working condition.
After checking of Power Cord is

39 360 Syringe Pump 08GY ICU Power Cord not working 04.08.2018 3:00 PM OMin 04.08.2018
10 Min broken so replaced 1 nos. Power 1- Power Mr. Amin

03:00 PM 03:10 PM Cord. Hanorlver in working Cord Sayyed
condition.
After checking of ECG Cable & 1 - SP02

42 623 Monitor Dialysis Not Working Properly 04.08.2018 3:15 PM OMin 04.08.2018 4S Min
SP02 Probe is faulty so replaced 1 Probe Mr. Amin

03:15 PM 04:00 PM nos. each. Tested and handover in l-ECG Sayyed

working condition. Cable

After checking of ECG Machine

06.08.2018 06.08.2018 observed Clamp is broken so Mr.Sontakke48 1080 ECGMachine Casuality - Clamp Broken 11:30 AM 11:35 AM OSMin 11:45 AM 15 Min 1. Clamp
V.8.replaced 1 nos. Clamp. Tested and

handover in working condition.
After checking of Monitor

06.08.2018
Problem found in On / Off Switch

51 2736 Monitor O. T. Complex Star Plus On / Off Switch Problem 12:40 PM 20 Min 06.08.2018 40 Min so reset all connection & Clean Mr. Amin
12:20 PM 01:00 PM - Sayyed

the On / Off Switch. Tested and
handover in working condition.
After checking of Monitor
problem found in Software so call

52 2735 Monitor O. T. Complex Comen Not Working Properly 06.08.2018 12:30 PM 10Min 06.08.2018 40 Min
the company Engineer after that Vendor /

12:20 PM 01:00 PM - Mr. AminCompany Engineer installed a
new Software. Tested and
handover in working condition.
After checking of SP02 Proble

SP02 Probe is not 06.08.2018 06.08.2018
problem found in Sensor so not

I-SP02 Mr. Amin53 946 Monitor EICU - working 10:10 AM 10 Min 30Min possible to repair so replaced 1 Probe Sayyed 468310:00 AM 10:30 AM
nos. SP02 Probe. Tested &
hanrlover in working condition.
After checking of Monitor

ECG& NIBP Reading not 07.08.2018
observed ECG & NIBP Reading l-ECG

55 858 Monitor MICU - 3:05 PM OS Min 07.08.2018 30Min not showing due to Faulty so Cable Mr. Amin
~652.Showing 03:00 PM 03:30 PM 1 - BP Cuff Sayyed Ie. e "-<!y"

replaced 1 nos. each. Tested and ~\\\\hanrlover in working condition. 'Ii

-\ /j)
~--~C)~

."1'; "'1'....•~_._-



After checking of Monitor
observed its not getting on due to

56 1084 Monitor Casuality Monitor not Getting On 07.08.2018 4,05 PM 05 Min
07.08.2018

45 Min
Line Filter Problem so replaced Mr. Amin.

04,00 PM 04,45 PM Line Filter from Old Unused Sayyed
Monitor. Handover in working
condition.
After checking of of syringe pump

Syringe Pump is Not 07.08.2018 07.08.2018
problem found in Syringe Knob

Mr. Sontakke57 857 Syringe Pump MICU . 2,22 PM 10 Min 24 Min its broken so replaced it. Tested
1- Syringe

Working Properly 02,21 PM 02,45 PM Knob V.8.
and handover in working

condition.
After checking of of syringe pump

Syringe Pump is Not 07.08.2018 07.08.2018
problem found in Syringe Knob

1- Syringe Mr. Sontakke58 855 Syringe Pump MICU .
Working Properly 02,20PM

2,45 PM 25 Min 03,00 PM 40 Min its broken so replaced it. Tested
Knob V.8.

and handover in working

condition.
After checking of ECG Machine

07.08.2018 07.08.2018 problem found in RA Lead its
Mr. Sontakke60 947 ECGMachine EICU Lead RA Broken 09,,5 AM 9,30 AM 15 Min 10,00 AM 45 Min Broken so replaced 1 nos. RA 1.RA Lead V.8.

Lead. Testeed and handover in
workim!: condition.
After checking of 8P cun

62 1562 Monitor Cathlab BP Cuff is not Working
07.08.2018 2,40 PM 04Min

07.08.2018
24Min

observed its damaged so replaced
1.8PCulT Mr. Amin 468802,36 PM 03,00 PM 1 nos. 8P CulT. Tested and Sayyed

handover in working condition.
After checking of SP02 Probe

SP02 Probe is not 07.08.2018 07.08.2018 loose connection in indecator
Mr. PawarS.63 190 Monitor PICU

working 10,50 AM 10,50 AM OMin 11:30 AM 40 Min side so its resolder properly. O.
Tested and handover in working
condition.
After checking of NIBP aire

65 NIBP Reading not 07.08.2018 07.08.2018 Leakage from Connector so 1 - Mr. Amin1868 Monitor MCRIOPO OPO 13 10,00 AM 10 Min 25 Min
Showing 09,sOAM 10:15 AM replaced Connector. Tested and Connector Sayyed

handover in workin!! condition.
After checking of Cautery Cable

75 2745 Cautery
O. T. Complex Not Working Properly

09.08.2018 3,05 PM OSMin 09.08.2018
60 Min

observed setting is changed so Mr. Sontakke
Machine

.
03,00 PM 04,00 PM V.8.done necessary setting. Handover

in working condition.
After checking of Syringe Pump

09.08.2018 09.08.2018 problem found in Battery so 1-Battery Mr. Sontakke78 2222 Syringe Pump 51CU . Battery Problem 2,42 PM 02 Min 30 Min replaced 1 nos. Battery 8.4 V. &02:40 PM 03,10 PM
Done Calibration. Handover in

8.4V V.8.

worki ..
After checking of Syringe Pump

Syringe Holder Knob 09.08.2018 09.08.2018 189 problem found in Syringe Holder 1-Battery Mr. Sontakke79 2222 Syringe Pump 51CU . 12,45 PM 04Min Knob its broken so replaced 1Broken 12,41 PM 03,50 PM Min
nos. Syringe holder knob. Also

8.4V V.8.

i 1R,.tp~ R.V --= ' .
•



After attend call checked the
Phototheraphy problem found in

Mr. PawarS.81 1576 Phototheraph
NICU Tube Light is not Working

10.08.2018 2:10 PM 10 Min
10.08.2018

30 Min tube light. So replaced 02 nos.
2. Tube- 02:00 PM 02:30 PM Light D.Y

Tube light Tested and handover

in workin2 condition.
After Checking of ECG Machine

10.08.2018 10.08.2018
problem found in Chest Rubber 1-Chest

Mr. Sontakke85 308 ECGMachine Old Deluxe Rubber Bulb Broken 04:20 PM 4:21 PM 01 Min 04:45 PM 25 Min Bulb its broken so replaced 1 nos. Rubber V.8.
4745

chest Rubber Bulb. Tested and 8ulb

handover in workinJ! condition.
After checking of ECG Machine

10.08.2018 10.08.2018 loose connection found so Mr. Sontakke88 1217 ECGMachine RGYICU Not Working Properly 02:30 PM 3:00 PM 30 Min 03:30 PM 60 Min - V.B.resolder properly. Tested and
handover in workin2 condition.
After checking of SPD2 Probe

SP02 Probe is not 10.08.2018 10.08.2018 loose connection in indecator
Mr. Amin90 861 Monitor MICU

11:00 AM 11:05 AM 05 Min 11:30 AM 30 Min side so its resolder properly. - Sayyedworking
Tested and handover in working
condition.
After checking of ECG Machine

11.08.2018 11.08.2018 problem found in Charger so Mr. Sontakke92 626 ECGMachine Dialysis - Charge Adapter Fused
12:00 PM

12:10 PM 10 Min 12:25 PM 25Min 1. Charger
V.B.replaced 1 nO.12 V 2A Charger.

Handover in workin2 condition.
After checking of Power Cord is

94 1086 ECGMachine Casuality Power Cord not working
11.08.2018 2:51 PM 01 Min

11.08.2018
20 Min

broken so replaced 1 nos. Power 1- Power Mr. Sontakke- 02:50 PM 03:10 PM Cord. Hanodver in working Cord V.B.
condition.
After checking of ECG Machine

11.08.2018 11.08.2018 observed RA Lead is broken so
Mr. Sontakke95 1087 ECGMachine Casuality - Lead Wire RA Broken

03:12 PM 3:13 PM 02 Min 03:40 PM 28Min replaced 1 nos. RA Lead. Tested 1- RAlead V.B.and handover in working
condition.
After checking of 3 lead ECG
Cable observed Leads are Broken

100 1875 Monitor MCRIOPD Not Working Properly
13.08.2018 12:05 PM OS Min

13.08.2018
15 Min so replaced 1 nos. 3 Lead ECG

1- 3Lead Mr.Amin 481512:00 PM 12:15 PM ECGCable Sayyed
Cable. Tested and handover in

workinS! condition.
After checking of SP02 Proble

13.08.2018 13.08.2018
problem found in Sensor so not

1- 5P02 Mr. Amin108 3515 Monitor KTICU SP02 Probe is not
11:25 AM OS Min 25 Min possible to repair so replaced 1working 11:20 AM 11:45 AM Probe Sayyed

nos. SP02 Probe. Tested &

handover in workinJ! condition.
After checking of Syringe pump
try to repair but not possible
from our side so repairing 1- Graphics

109 Syringe Pump CVTSICU 4535 Not working properly
19.06.2018 11:40 AM 10 Min

13.08.2018 79200 purpose send to company. After Key Board vendor / Delay From1139
11:30 AM 11:30 AM Min checked by Company Engineer I-Key Mr.Ami~ ~vndorSide

Graphics Key Board & Key Board Board Spare .~~~~~Spare. Tested and handover in ( )~ ,(' r~'workim. condition. ~ ,~.



After checking of Syringe pump
try to repair but not possible
from our side so repairing 1 - Graphics

110 955 Syringe Pump CCU 1OA294 Not Working Properly
05.03.2018 3,00 PM OS Min 13.08.2018 241710 purpose send to company. After Key Board vendor / Delay From
02,55 PM 1UOAM Min checked by Company Engineer I-Key Mr. Amin Vendor Side

Graphics Key Board & Key Board Board Spare

Spare. Tested and handover in
workin" condition.
After checking of Monitor
problem found in Rack so

111 1088 Monitor Not Working Properly 13.08.2018 13.08.2018 repalced Monitor with SP02 Mr. AminCasuality -
11,00 AM 1H5AM OS Min 12,00 PM 60 Min

SayyedProbe. NiBP Cuff with Hose & ECG
Cable. Tested and handover in
working condition.
After checking of SP02 Probe

13.08.2018 13.08.2018 loose connection in indecator Mr. Amin112 1157 Monitor CCU MP20 Not Working Properly 02,10 PM 2,15 PM 05 Min 03,00 PM 50 Min side so its resolder properly. - Sayyed
Tested and handover in working
condition.
After attend call checked tlhe
Ventilator observed Tidal Volume

113 193 Ventilator PICU Hamilton
Tidal Volume Not 13.08.2018 9,35AM OS Min

13.08.2018
30 Min is not Showing so Done Flow Mr. NarayanShowing 09,30 AM 10,00 AM

Sensor Calibration. Tested and

handover in workinlZ condition.
After checking of Power Cord is

116 3297 ECGMachine M.MW. Power Cord not working
14.08.2018 12,35 PM OS Min

14.08.2018
25 Min

broken so replaced 1 nos. Power 1- Power Mr. Sontakke
12,30 PM 12,55 PM Cord. Hanodver in working Cord V.8.

condition.
After checking of Monitor reset

117 2315 Monitor Pschy. Ward Not Working Properly
14.08.2018 12,05 PM OSMin

14.08.2018
30 Min

all Connection & Done Default Mr. Amin- 12,00 PM 12,30 PM Setting. Handed over in working - Sayyed
condition.
After checking of ECG Machine

14.08.2018 14.08.2018
problem found in Printer so reset

Mr. Sontakke119 1090 ECGMachine Casuality - Printer Problem 10,00 AM 10,05 AM 05 Min 10,30 AM 30 Min the Printer Connection & Cleaned - V.8.
Printer Unit Tested and
handover in workinlZ condition.
After checking of Syringe pump

14.08.2018 14.08.2018 observed screw is broken so
Mr. Sontakke122 194 Syringe Pump PICU Body Screw Broken 03,50 PM 3,55 PM 05 Min 04:35 PM 45 Min replaced Plastic Stud Screw & 1- Screw

V.8.Calibration Done. Handover in
working condition.
After checking of BP Cuff LEakage

126 2229 Monitor 51CU 03 Nos. 8P Cuff Not 16.08.2018 2:20 PM OMin
16.08.2018

25 Min
problem found so replaced 2 nos.

2 - 8P Cuff Mr. Amin-
Working 02:20 PM 02:45 PM Sayyed8P Cuff. Handover in working

condition.
After checking of ECG Cahle ~ "
observed 03 Leads are broken so

. ~..,,~
16.08.2018 16.08.2018 1- 3Lead Mr.Amin@ ,-'~127 1093 Monitor Casuality ECGNot Showing 2:50AM OMin 20 Min ' "' \.~02:50 PM 03:10 PM Sayyed (

) I' "
replaced 03 Lead Set Handover set '( \ ~:'
in workin" condition. (~ J~l\ !,~

\~~-~~t.. ~;.1"fS)~~
'-



After checking of BP Cuff Leakage

128 1094 Monitor 51CU BP Cuff Not Working 16.08.2018
2:50 PM OMin

16.08.2018 05m problem found so replaced SP 1-BPCull Mr. Amin- 02:50 PM 02:55 PM Cuff. Handover in working Sayyed
condition.
After checking nl Monitor
problem found Main Board so

129 2317 Monitor Pschy. Ward Not Working Properly
16.08.2018 1I:10AM 10 Min

16.08.2018
60 Min replaced Monitor Mindray 1200

Mr. Amin- 11:00 AM 12:00 PM Sayyed
with All accessories. Handed over

in workinQ' condition.
After checking of ECG Machine

16.08.2018 16.08.2018 observed Clamp is broken sn Mr. Sontakke130 1092 ECGMachine Casuality - Clamp Broken 11:00 AM 11:05 AM OS Min 11:25 AM 2S Min 1. Clamp
V.B.replaced 1 nos. Clamp. Tested and

handover in working condition.
After checking of 03 Nos. of BP

135 1585 Monitor NICU 03 Nos. BP Cuff Not 16.08.2018
11:05 AM OS Min

16.08.2018
30 Min

Cuff leakage problem found so Mr. Amin
Condemned- Working 11:00 AM 11:30 AM not possible to repair. Its beyond - Sayyed

renairable.
After checking of Syringe Pump

observed Syringe Knob is broken
1. Syringe Mr. Sontakke136 1158 Syringe Pump CVT5 Syringe Knob Broken

16.08.2018 12:00 PM OS Min
16.08.2018

40 Min so replaced 1 nos. Syringe Knob.11:55 AM 12:35 PM Knob V.B.
Tested and handover in working

condition.
After checking of SP02 Probe

SP02 Probe is not 17.08.2018 17.08.2018 loose connection in indecator Mr. Amin141 3027 Monitor CCU MP20
working 12:00 PM 12:10 PM 10 Min 01:00 PM 60 Min side sn its resolder properly. - Sayyed

Tested and handover in working
condition.
After checking of Monitor All

142 1539 Monitor KTICU Display not Showing
17.08.2018 3:40 PM 05 Min 17.08.2018

3S Min Card wire Reset
Mr. Sontakke- 03:35 PM 04:10 PM connector - V.8.

Handover in workiml condition.
After checking nl 5P02 Probe
loose Connection Found in Probe

143 1095 Monitor Casuality
02 Nos. SP02 Probe is not 17.08.2018 3:00 PM OMin

17.08.2018
60 Min

so resolder proper & 1 Probe is 1-5P02 Mr. Amin
working 03:00 PM 04:00 PM damaged so replaced 1 nos. SP02 Probe Sayyed

Probe. Handover in working
condition.
After checking of Monitor reset

146 1540 Monitor KTICU Goldway ECGNot Showing
17.08.2018

3:40 PM 10 Min
17.08.2018 30 Min

all Connection & Done Default Mr. Amin
03:30 PM 04:00 PM Setting. Handed over in working - Sayyed

condition.
After attend call observed
problem try to repair but unable 3-ECG
to repair. So send to company Machine Ie,

(Allenger) for repairing. After 1. Battery

17.08.2018 17.09.2018 44892 that replaced ECG Machine IC - 3V Vendor /
Delay From148 316 ECGMachine Old Deluxe Not Working Properly 12:58 PM 12:5B PM o Min 04:10 PM Min 03 Nos. , Battery 3V - 01 Nos. ,

1- Tnp Mr. Sontakke Vendor Side
Cover V.8.

Top Cover - 01 Nos., Printer 1. Printer
Roller - 01 Nos. & LCG- 01 Nos. Roller

~ ~
age .• J) '.

tested and handover in working 1- LCG ,~-~~'
condition.

\~l_)j
.~'--- .'t
. !f,1I! ~~



After checking of ECG Machine

18.08.2018 18.08.2018 problem found in Printer wire
Mr. Sontakke151 361 ECGMachine 08GY ICU Printer Problem

12:25 PM 12:30 PM OSMin 12:50 PM 25 Min connector not fixed proper so its - V.8.fixed proper. Handover in
workin!! condition.
After checking of BP Cuff Leakage

153 1541 Monitor KTICU BPCuff Not Working 18.08.2018 2:35 PM OSMin 18.08.2018 20 Min problem found so replaced BP 1-8PCuff Mr.Amin-
02:30 PM 02:50 PM Cuff. Handover in working Sayyed

condition.
After checking of SP02 Probe

SP02 Probe is not 18.08.2018 18.08.2018 observed Shell kit is broken so Mr. Pawar S.155 1570 Monitor Cathlab - working 11:00 AM 12:15 PM 75 Min
12:30 PM 90 Min replaced 1 nos. Shell kit. Tested 1 . Shell Kit

D.and handover in working
condition.
After checking of Syringe pump

18.08.2018 18.08.2018 observed screw is broken so Mr. Sontakke156 1584 Syringe Pump NICU Screw Broken
03:15 PM 3:18 PM 03 Min 03:40 PM 25 Min replaced Plastic Stud Screw & - V.8.Calibration Done. Handover in

workin!! condition.
After checking of SP02 Probe

159 869 Monitor MICU SP02 Probe is not 20.08.2018 12:30 PM 15 Min 20.08.2018 23 Min observed cable broken so Mr. PawarS.
working 12:15 PM 12:38 PM repaired the cable. Handover in - D.

workinlJ condition.
After checking of ECG Machine

ECGMachine is not 20.08.2018 20.08.2018 problem found in RL Lead so Mr. Sontakke161 3102 ECGMachine M.MW. - Working 11:05 AM 11:10 AM 10 Min 11:35 AM 30 Min replaced 1 nos. RL Lead. Tested 1. RLLead
V.8.and handover in working

condition.
After checking of ECG Cable

20.08.2018 20.08.2018 observed Leads are broken so Mr.Amin166 2231 Monitor 51CU ECGCable is not Working
03:00 PM 3:10 PM 10 Min 03:35 PM 35 Min - Sayyedresolder proper. Tested and

handover in workin!! condition.
After checking of ECG Machine

21.08.2018 21.08.2018 problem found in Printer Door so
Mr. Sontakke168 739 ECGMachine New Deluxe Not Working Properly

04:25 PM 4:27 PM 02 Min 05:00 PM 35 Min fixed by using Fewikwick - V.8.replaced. Tested and handover in
workin!! condition.
After checking of 5P02 Probe

SP02 reading not 21.08.2018 21.08.2018 problem found in detector so 1- SP02 Mr.Amin169 1544 Monitor KTICU - 11:10 AM 10 Min 30 Min 5136Showing 11:00 AM 11:30 AM replaced 1 nos. SP02 Probe. Probe Sayyed

Handover in workinp' condition.
After Checking of Syringe Pump

21.08.2018 21.08.2018
problem found in Plunger Lever

1- Plunger Mr. Sontakke173 2233 Syringe Pump 51CU Plunger Lever Broken 11:00 AM 11:10 AM 10 Min 11:38 AM 38 Min its Broken so replaced 1 nos. Lever V.8. 5274
Plunger Lever. Tested and
handover in workinp' condition.
After checking of 8P Cuff

184 1573 Monitor Cathlab BP Cuff is not Working 23.08.2018 4:38 PM 08Min 23.08.2018 15 Min obselVed problem and repaired Mr.PawarS.

.~,
- 04:30 PM 04:45 PM it Handover in working D.

condition. (" ~,.---. ..,'



After checking of ECG Machine

23.08.2018 23.08.2018 observed Clamp is broken so Mr.Sontakke185 1099 ECGMachine Casuality - Clamp Broken 12:51 PM 01 Min 12 Min 1. Clamp12:50 PM 01:02 PM replaced 1 nos. Clamp. Tested and V.8.

handover in workin~ condition.
After checking of Patient Cable

186 2275 ECGMachine Matron Office Patient Cable broken 23.08.2018 12:56 PM 01 Min 23.08.2018 15 Min
observed its broken so replaced 1 Mr. Sontakke

12:55 PM 01:10 PM - V.8.nos. Patient Cable (Old) repaired.
Handover in workinp' condition.
After checking of BP Cuff

23.08.2018 23.08.2018 observed its damaged so replaced Mr. Pawar S.191 876 Monitor MICU - BP Cuff is not Working
10:30 AM 11:00AM 30 Min 11:30 AM 60 Min 1- 8P Cuff

D.1 nos. BP Cuff. Tested and

handover in worki",!. condition.
After checking of SP02 Probe

SP02 Probe is not 23.0B.2018 23.08.2018 problem found in sensor so Mr. Pawar S.192 875 Monitor MICU - working 10:35 AM
11:00 AM 25 Min 55 Min 1-Sensor11:30 AM replaced 1 nos. sensor. Handover D.

in workin,," condition.
After checking of Syringe Pump

Syringe Holder Knob 24.08.2018 24.08.2018
problem found in Syringe Holder

1- Syringe200 1588 Syringe Pump NICU 12:05 PM 05 Min 3S Min Knob its broken so replaced 1 Mr.Amin 5460Broken 12:00 PM 12:35 PM Holder Sayyed
nos. Syringe holder knob.
Handover in workin,," condition.
After checking of Syringe Pump
problem found in Pole Clamp 1. Pole25.08.2018 25.08.2018 threads Sliped so replaced 1 no. Mr. Sontakke201 2238 Syringe Pump SICU - Pole Clamp Problem 11:20 AM OS Min 27 Min Clamp 527611:15 AM 11:42 AM Pole Clamp with Knabe. Tested 1. Knabe V.8.
and handover in working
condition.
After checking of ECGMachine try
to repair but not possible from

Vendor /21.08.2018 25.08.2018 5760 our side so send to company for Delay From202 1096 ECGMachine Casuality Not Working Properly 12:15 PM 15 Min - Mr.Sontakke12:00 PM 12:00 PM Min repairing. After repaired by V.8. Vendor Side
company. Handover in working
condition.
After checking of ECGCable loose

27.08.2018 27.08.2018 connection found so resolder Mr. Pawar5.205 884 Monitor MICU ECGCable is not Working 11:00 AM 15 Min 34 Min10:45 AM 11:19 AM proper. Handover in working D.

condition.
After checking of Cautery

207 2789 Cautery O.T. Complex Error 160 27.08.2018 4:46 PM 01 Min 27.08.2018 35 Min Machine error Gives 160 so Reset Mr.50ntakke
Machine - 04:45 PM 05:20 PM all V.B.connecter. Handover in

workinll condition. --;;;='-

After checking of 8P Cuff GU'.'''-!:Ie ~

208 1219 Monitor RGYlCU DP Cuff is not Working 27.08.2018 11:00 AM OMin 27.08.2018 10 Min Connector not fixed proper so its Mr.Amint r,..r-~.~
- ( ~1".11:00 AM 11:10 AM fixed proper. Handover in Sayyed ',\ ,vUworkin~ condition. -\ 's",,-....../,&,p

• ,Ji~ .
~
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After checking of Monitor
211 1704 Monitor Casuality Not Working Properly 28.08.2018 12,00 PM 30 Min 28.08.2018 4S Min observed connector fixed loose so Mr. Pawar S.

11,30 AM 12,15 PM its fixed proper. Handover in D.
working condition.
After checking of ECG Machine

214 1460 ECGMachine Super Deluxe Not Working Properly 28.08.2018 12,30 PM 02 Min 28.08.2018 17 Min
problem found in connection so Mr. Sontakke

12,28 PM 12,45 PM reset the connection. Tested and V.8.

handover in working condition.
After checking of SP02 Probe

28.08.2018 28.08.2018 saturation Problem found so Mr. Pawar S.220 883 Monitor MICU 0 Saturation Now Showing 10,40 AM 10,45 AM OSMin 11,30 AM SOMin resolder the loose connection. D.Tested and handover in working
condition.
After checking of Syringe Pump

Syringe not detected 29.08.2018
observed gives error syringe not

Mr.Amin223 198 Syringe Pump PICU 11,00 AM o Min 29.08.2018 30 Min detected so reset all connection.0

Error 11,00 AM 1UOAM Sayyed
Tested and handover in working
condition.
After checking of ECG Machine
observed carbon on Leads so

225 4645 ECGMachine Medicine Clamp & Charger Broken 29.08.2018 11,36 AM 01 Min 29.08.2018 10 Min
release the carbon & replaced a 1. Charger Mr. Sontakke

0

OPD 1U5AM 11,45 AM charger. Also replaced 1 nos. red I.Clamp V.8.
clamp. Tested and handover in
workinR condition.
After attend call checked the

226 29.08.2018 29.08.2018 ventilator observed error & done Mr.Amin200 Ventilator PICU 0 Error gives 40001 09,30 AM 9,35 AM 05Min 09,45 AM 15 Min Sayyednecessary setting. Handover in
workinR condition.
After checking of SP02 Probe

29.08.2018 29.08.2018 saturation Problem found so Mr.Amin229 886 Monitor MICU 0 Saturation Now Showing 03,20 PM 3,20 PM OMin 04,00 PM 40 Min resolder the loose connection. SayyedTested and handover in working
condition.
After checking of ECG Machine

30.08.2018 30.08.2018 problem found in setting so reset Mr. Sontakke231 1706 ECGMachine Casuality Allenger Not Working Properly
02:30 PM

2:30 PM OMin 03:00 PM 30 Min the setting & Connection. Tested 0

V.B.and handover in working
condition.
After checking of SP02 Probe no

236 2247 Monitor SICU SP02 Probe is not 30.08.201B 1:00 PM 15 Min 30.08.201B 34Min problem found so its handover in Mr. PawarS.
working 12:45 PM 01:19 PM

0

D.
workinR condition.
After checking of Ventilator

31.88.201B 31.0B.2018 observed 3 Pin Top is broken so Mr.Amin239 888 Ventilator MICU Dragger 3 Pin Top Broken 09:40AM 9:45AM 05 Min 10:00 AM 20 Min replaced 1 nos. 3 Pin Top. Tested 1.3 Pin Top Sayyedand handover in working
~condition. , . _~, r".

After checking of Syringe Pump

M ~ .~ v------.":1problem found in Power PCB ~ ". ,
31.08.2018 31.08.2018

~jl
241 331 Syringe Pump Old Deluxe 0 Not Getting on 12:00 PM 12:10 PM 10 Min 12:30 PM 30 Min Board so resolder all Part. Tested

o~

' c.ou:~and handover in working ,..$.ayyed ,.
condition. / >~ ,.

'0
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After checking of NIBP Cable

02.07.2018 02.07.2018 problem found in connector so I.
Mr.Amin

4 1552 Monitor Cathlab NIBP Connector Problem 04,00 PM 4,00 AM o Min 04,10 PM 10 Min Connector Sayyedreplaced I nos. Connector.

Handover in working condition.
After checking of ECG Machine

5 807 ECGMachine MICU Not Working Properly 02.07.2018 10,35 AM OSMin
02.07.2018 30 Min and done Setting.

Mr. Sontakke.
10,30 AM IHOAM necessary .

V.8.
Handover in workino condition.
After attend call checked the Air

02.07.2018 02.07.2018
Point problem found in Air Probe 1- Air Mr.Amin

6 933 Air Point EICU Air Probe Problem 10,35 AM
10,40 AM 05 Min 11,00 AM 25 Min so replaced I nos. Air Probe. Probe Sayyed

Tested and handover in working
condition.
After attend call checked the

Phototheraph 02.07.2018 02.07.2018
Phototheraphy observed tube is Mr. Pawar S.

8 1538 NICU Tube Fused 4,15 PM 15 Min 60 Min fused so replaced 1 nos. Tube. 1. Tube
y 04,00 PM 05:00 PM Tested and handover in working

D.

condition.
After checking 0 SP02 Probe

SP02 Probe is not 02.07.2018 02.07.2018
observed Shell kit is broken so Mr.Amin

10 173 Monitor SICU working 10,30 AM 10:35 AM 05 Min 11:00 AM 30 Min replaced 1 nos. Shell Kit. Tested I.Shell Kit Sayyed
and handover in working
condition.
After attend call checked the
Ventilator unable to solve from
our side so call to company

CVTS Tidal Volume not Showitn
02.07.2018 3:10 PM 10 Min 02.07.2018 GOMin

engineer after checked by Vendor I
12 1146 Ventilator .

03,00 PM 04,00 PM company engineer problem found Mr.Amin
in Exp. Valve so replaced from old
Ventilator. Tested and handover
in workino condition.
After checking of ECG Machine

14 810 ECGMachine MICU Not Working Properly
03.07.2018 9,36AM 01Min 03.07.2018 55 Min

observe RA Lead is broken so I. RALead Mr. Sontakke
- 09,3S AM 10:30 AM replaced the same. Handover in V.B.

workin~ condition.
After attend call Checked the

03.07.2018 03.07.2018
Ventilator showing Low Oxygen

15 1209 Ventilator RGYICU - Low Oxygen Error 01:30 PM
1,3S PM OSMin 01,45 PM 15 Min Error so refixed 02 Probe. Tested Mr. Narayan

and handover in working
condition.
After checking of BP cuff Leakage

18 175 Monitor SICU BP Cuff is not Working 03.07.2018 10:35 AM OSMin 03.07.2018 15 Min
problem found so replaced 1 nos.

1- 8P Cuff Mr.Amin- 10,30 AM 10:45 AM Sayyed8P CulT. Handover in working

condition.
After checking of BP Cuft

~,
04.07.2018 04.07.2018 observed its damaged so replaced

Mr.Aminf!J.
Co ? --... ()~\

20 177 Monitor SICU - NIBP not Showing 9:35AM OSMin 30 Min 1- 8P CulT Sayyed . c- ", 3341!,"•••
09,30 AM 10,00 AM I nos. 8P CulT. Tested and ( \ ~~

handover in workin" condition. t.\~ \ !)~~
.\" >___«..,: 'A
~-.:...., • I



After checking or ECG Machine

observed Leads are broken so 2. RA Lead

21 2273 ECGMachine Matron Office Not Working Properly
04.07.2018 3:25 PM 10 Min

04.07.2018 90 Min replaced 02 Nos RA & LL Lead. 2 - LLLead
Mr. Amin

03:15 PM 04:45 PM Sayyed
Also replaced Charger 12 V 2 A. 1. Charger

handover in workina condition.
After checking or SP02 Probe

SP02 Probe is not 05.07.2018 05.07.2018 loose connection in indecator Mr.Amin
26 182 Monitor 5ICU - working 03:00 PM 3:10 PM 10 Min 03:35 PM 35 Min side so its resolder properly. - Sayyed

Tested and handover in working
condition.
After checking of 5P02 Probe

observed its damaged so replaced

29 602 Monitor Dialysis
SP02 Probe is not 05.07.2018 11:35AM OS Min

05.07.2018
30 Min 1 nos. SP02 Probe (Planet SON).

1- 5P02 Mr. Pawar S.

working 11:30 AM 12:00 PM Probe D.
Tested and handover in working

condition.
After checking of Ambubag

05.07.2018 05.07.2018 observed Chest Peace broken so 1-Chest Mr. PawarS.
30 1543 Ambubag NICU - Not Working Properly 11:00 AM

11:30 AM 30 Min 11:54 AM
54 Min Peace D.replaced 1 nos. Chest Peace.

Handover in workina condition.
After checking or ECG Machine

05.07.2018 05.07.2018
Problem round in Chest Electrode 1. Chest

31 1058 ECGMachine Casuality Not Working Properly 02:30 PM 2:35 PM OS Min 02:45 PM 15 Min so replaced 1 nos. Chest
Electrode

Mr. Narayan
Electrode. Handover in working
condition.
After checking of Monitor

SP02 Probe is not 06.07.2018 06.07.2018 Problem round in SP02 its 1 - 5P02 Mr. Pawar S.
37 1047 Monitor O. T. Complex - working 03:30 PM

4:00AM 30 Min 04:10 PM 40Min damaged so replaced 1 nos. SP02
Probe D.

Probe. Handover in working
condition.
After checking Temp. Cable

07.07.2018 120 07.07.2018 150
observed Connector is broken so Mr. PawarS.

39 1545 Monitor NICU - Connector Broken 10:30 AM 12:30 PM
Min 01:00 PM Min

replaced connector rrom old -
D.

Cable. Tested and handover in
workinQ condition.
Arter checking of PT Sensor

40 1546 Monitor NICU Skin Probe is not working
07.07.2018 4:45 PM 15 Min

07.07.2018
28Min

observed its damaged so replaced 1- PT Mr.PawarS.

04:30 PM 04:58 PM with new. Tested and handover in Sensor D.

workina condition.
After checking of 5P02 Probe

SP02 Probe is not 09.07.2018 09.07.2018
observed Shell kit is broken so Mr. PawarS.

42 185 Monitor 51CU - working 10:00 AM 10:30 AM 30Min 11:00 AM 60 Min replaced 1 nos. Shell kit. Tested 1- Shell Kit
D.

and handover in working
condition.
After checking or ECG Ext. Cable

45 3008 Monitor CCU VM8 ECGNot Showing
09.07.2018 4:05 PM 05 Min

09.07.2018
20 Min

observed its damaged so replaced 1.3 Lead Mr. Amin
04:00 PM 04:20 PM ECGCable Sayyed~ ' ~,03 Lead Ext. Cable. Tested and .''SoMf?CI>~'

handover in workina condition. C- ~,....--.."" "0' ~

~ -; )1)). )~

\~~fu<' '~llill\~.•
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After attend call Checked the
Monitor try to repair but not
possible from our side so call to

05.07.2018 09.07.2018 5569
company engineer after checked

Vendor/ Parts not available
47 181 Monitor 51CU B.P. Problem 03:00 PM 3:15 PM 15 Min 11:49 AM Min

by company engineer problem I-BPPump
Mr. Amin on Time

found in BP Pump its need to
replaced so replaced BP Pump
under CMe. Tested and handover
in workino condition.
After checking of SP02 Probe

SP02 Probe is not 10.07.2018 10.07.2018 loose connection in indecator Mr. Pawar S.
54 186 Monitor 51CU

working 09:30 AM 9:45AM 15 Min 10:15 AM 45 Min side so its resolder properly. D.
I~:~~~dand handover in working

.fit-inn
After attend call Checked the
Monitor try to repair but not
possible from our side so call to

03.07.2018 10.07.2018 10275
company engineer after checked

Vendor / Parts not available
56 1541 Monitor NICU Not getting on 12:45 PM

12:50 PM 05 Min 04:00 PM Min
by company engineer problem 1.5MP5

Mr. Amin on Time
found in 5MP5 its need to
replaced so replaced SMPS under
CMC. Tested and handover in
workinlJ' condition.
After checking 01 ECG Cable

11.07.2018 11.07.2018 observed Green Lead is broken so 1- Green Mr. Amin
61 819 Monitor MICU Lead Broken 11:35 AM

11:35 AM OMin 11:45 AM 10 Min replaced 1 nos. Green Lead.
Lead Sayyed

Tested and handover in working
condition.
After checking of ECG Machine

ECGMachine is not 11.07.2018 11.07.2018 problem found in Leads so Mr. Sontakke
63 818 ECGMachine MICU .

Working 11:35 AM
11:50 AM 15 Min 12:20 PM 45 Min 2 - Lead V.8.replaced 2 no. Lead. Tested and

handover in workino condition.
After checking of ECG Machine

68 3013 ECGMachine CCU Schiller Not Working Properly
12.07.2018 10:30AM 15 Min

12.07.2018
60 Min

problem found in Key Pad On/Ofi Mr. Sontakke
10:15 AM 11:15 AM Switch so its repaired. Tested and V.8.

handover in workino condition.
After checking 01 8P curr

70 3012 Monitor CCU Leakage Problem
12.07.2018 10:20 AM 05 Min

12.07.2018
15 Min

observed its damaged so replaced
1. BP curr Mr. Amin

10:15 AM 10:30 AM 1 nos. BP curro Tested and Sayyed

handover in workinlJ' condition.
After checking 01 Pacemaker
observed its damaged so unable

20.03.2018 12.07.201B 163770
to repair from our side. So send

Vendor / Delay From
79 590 Pacemaker CVT5 Maquet Display not Working 04.00 PM 4:15 PM 15 Min 09:30AM Min to repairing company(Maquet). 1- Display

Mr. Narayan Vendor Side
After repaired by company
replaced display. Handover in D;'SM:workino condition. ..- •••.•-., c-

After checking of ECG Machine l\L~~12.07.2018 12.07.2018 40 Min
observe LL Lead is broken so 1 - LLLead

Mr. Sontakke "B2 1210 ECGMachine RGYICU . Not Working Properly 12:45 PM 1:00 PM 15 Min 01:25 PM replaced the same. Handover in V.B. •
workina condition. 1/

~- '....c.,



After checking of Monitor try to
resolve problem but not possible
from our side so call to company

11.07.2018 12.07.2018 1290 Engineer after checked by Vendor/
84 343 Monitor 08GYICU Not Working Properly 3,15 PM 15 Min -03,00 PM 12,30 PM Min company engineer problem found Mr. Amin

in display connector so replaced
display connector under CMC.
Hanodver in working condition.
After checking of BP cuff Leakage

85 937 Monitor EICU BP Cuff is not Working 13.07.2018 2,30 PM 15 Min 13.07.2018 25 Min
problem found so replaced 1 nos.

1-8PCulf Mr. Pawar 5.- 02,15 PM 02:40 PM D.8P Culf. Handover in working
condition.
After checking of ECG Cable

13.07.2018 13,07.2018 observed 03 Leads are broken so 1-3Lead Mr. Pawar 5.
92 823 Monitor MICU ECGCable is not Working 11:40 AM

11,55 AM 15 Min 12:15 PM 35 Min D. 3665
replaced 03 Lead Set. Handover set

in working condition.
After checking of ECGCable loose

16.07.2018 16.07.2018 connection in Leads so its Mr. Pawar 5.
101 347 Monitor 08GYICU - ECGCable is not Working 04:00 AM 4:30 PM 30 Min 04:45 AM 45 Min D.resolder properly. Tested and

hand over in workina condition.
After checking of BP cuff Leakage

102 1148 Monitor CVT5 MP20 BP Cuff is not Working 16.07.2018 4,38 PM OBMin 16.07.2018 30 Min
problem found so replaced 1 nos.

1-8PCuff Mr. Pawar5.
04:30 PM 05:00AM 8P Culf. Handover in working D.

condition.
After attend call checked the ECG

16.07.2018 16.07.2018
Cable observed wire is broken so 1. ECG Mr. PawarS.

103 826 Monitor MICU - ECGCable is not Working 09:50 AM
10,30 AM 40 Min 10:49 AM 59 Min replaced 1 nos. ECGCable. Tested Cable D.

and handover in working
condition.
After checking of ECG Cable

16.07.2018 16.07.2018 problem found in Lead so Mr. Pawar 5.
105 1064 Monitor Casuality - Not Working Properly 12,11 AM 12,20 PM 09 Min 12,45 AM 34 Min 1- Lead D.replaced 1 Nos. Lead . Handover

in workiO'J condition.
After checking nf 5P02 Probe

SP02 Probe is not 16.07.2018 16.07.2018 problem found in sensor so Mr. Pawar S.
106 172 Monitor PICU working 03:30 PM 4:00 PM 30Min 04,45 PM 75 Min 1- Sensor D.replaced 1 nos. sensor. Handover

in working condition.
After checking of ECG Machine

109 938 ECGMachine ElCU ECGMachine is not 17.07.2018 9,12 AM 02 Min
17.07.2018

40 Min
observed VI Lead is broken so 1. VI Lead Mr.Sontakke.

Working 09,10 AM 09,50 AM replaced the same. Handover in V.8.
workinn condition.
After checking nf 5P02 Probe
observed its broken so replaced 1 1.5P02 ~.

177 Monitor PICU SP02 Probe is not 18.07.2018 12,51 PM 06Min
18.07.2018 14Min SP02 Probe & Ext Cable

Probe Mr. PawarS. P;tIo"~111 working 12:45 PM 12:59 PM
nn. I-Ext D. (~~~.<.-(Planet 40). Handover in working Cable .•• '\'(1
condition. ':.. \!i

~iJ~.-7



After checking of SP02 Probe

SP02 Probe is not 18.07.2018 104 18.07.2018 134 observed Shell kit is broken so Mr. Pawar S.
114 830 Monitor MICU - working 01:31 PM 3:15 PM Min 03:45 PM Min replaced 1 nos. Shell kit. Tested 1- Shell Kit

and handover in working
D.

condition.
After checking of ECG Machine

19.07.2018 19.07.2018 problem found in LL Lead so Mr. Sontakke
122 1854 ECGMachine F.MW. Not Working Properly 11:30 AM 11:35 AM as Min 11:50 AM 20 Min replaced 1 nos. LL Lead. Tested 1- LLLead V.8.

and handover in working
condition.
After checking of Pulse Ox Probe

Pulse Ox Probe is not 19.07.2018 19.07.2018
try to repair but not possible so

1- Pluse Ox Mr. PawarS.
123 1083 Monitor O.T. Complex - Working 12:00 PM 12:05 PM 05 Min 01:00 PM 60 Min replaced 1 nos. Pulse Ox Probe. Probe D.

Tested and handover in working
condition.
After checking of Syringe pump

124 1531 Syringe Pump KTICU Not Working Properly 20.07.2018 1:15 PM 20 Min 20.07.2018 25 Min problem found in Battery so its Mr. Pawar S.
12:55 PM 01:30 PM repaired it. Handover in working - D.

condition.
After checking of Skin Probe

20.07.2018 20.07.2018 loose connection side so its Mr. Pawar S.
125 1554 Monitor SICU - Skin Probe is not working 12:37 PM 12:40 PM 03 Min 01:00 PM 23 Min

D.resolder properly. Tested and

handover in workin" condition.
After checking of ECG Machine

20.07.2018 20.07.2018 observed Mains Cord is burned so 1- Mains Mr. Pawar S.
126 3283 ECGMachine M.MW. - Not Working Properly 11:30 AM 12:00 PM 30 Min 12:30 PM 60Min Cord D.replaced 1 no. Mains Cord.

Handover in workin" condition.
After checking of SP02 Probe

SP02 Probe is not 20.07.2018 20.07.2018 problem found in sensor so Mr. PawarS.
127 194 Monitor SICU working 12:00 PM 12:30 PM 30Min 01:00 PM 60 Min 1. Sensor

D.replaced 1 nos. sensor. Handover
in workin" condition.
After checking of ECG Machine

20.07.2018
problem found in Printer screw

Mr.Sontakke
129 351 ECGMachine OBGYICU Printer Problem 3:40 PM 10 Min 20.07.2018

45 Min fixed its fIXed- 03:30 PM 04:15 PM not proper so - V.B.
proper. Tested and handover in
workinp' condition.
After checking of Syringe Pump
observed Power Cord is burned

130 940 Syringe Pump EICU Not Working Properly 20.07.2018 10:18 AM 03Min 20.07.2018 10 Min so replaced 1 nos. Power Cord.
1- Power Mr. Jadhav

10:15AM 10:25 AM Cord
Tested and handover in working
condition.
After checking of ECG Cable
observed its its damaged .-=.

20.07.2018 20.07.2018 so 1-3 Lead Mr.pawar5'ICGM~131 1084 Monitor O.T. Complex ECGCable is not Working 04:00 PM 4:00AM OMin 04:20 PM
ZOMin replaced 3 Lead ECG Set. Tested ECGCable D f~""'"and handover in working . "

condition. )~
~;,,) "-\ . , C)



After checking of ECG Machine

observed setting is change so

133 1434 ECGMachine Super Deluxe Not Working Properly
21.07.2018 12:45 PM 45 Min

21.07.2018
70 Min reset the machine & done proper

Mr. PawarS.- 12:00 PM 01:10 PM - D.
setting. Tested and handover in

workino condition.
After checking of SP02 Probe

SP02 Probe is not 21.07.2018 21.07.2018 loose connection in indecator Mr. Pawar S.
135 1557 Monitor NICU - working 11:30 AM 11:35 AM OS Min 01:00 PM 90 Min side sn its resolder properly. D.

Tested and handover in working
condition.
After checking of ECG Cable

139 1068 Monitor Casuality ECGCable is not Working
23.07.2018 12:00 PM 4SMin

23.07.2018
7S Min

problem found in Rack Module so Mr. Pawar S.
11:15 AM 12:30 PM - D.change the module. Tested and

handover in workino condition.
After checking of SP02 Probe

SP02 Probe is not 23.07.2018 23.07.2018 loose connection so its resolder Mr. Pawar S.
141 3015 Monitor CCU - working 10:20AM 10:30 AM 10 Min 11:00 AM 40 Min D.properly. Tested and handover in

workino condition.
After checking of 5P02 Probe

SP02 Probe is not 23.07.2018 23.07.2018 loose connection so its resolder Mr. Pawar S.
142 180 Monitor PICU working 11:40 AM 1I:50AM 10 Min 12:20 PM 40 Min - D.properly. Tested and handover in

workinu condition.
After checking of NST Machine

observed Transducer wire is

145 541
Fetal Heart

Labour Room Not Working Properly
23.07.2018 4:10 PM 10 Min

23.07.2018 60 Min broken so resolder wire properly.
Mr.Sontakke

Monitor 04:00 PM 05:00 PM V.8.
Tested and handover in working

condition.
After checking of ECG Machine

Problem found in Lead Wire RA

148 3287 ECGMachine M.M.W. Lead Wire RA Broken
24.07.2018 10:32 AM 02 Min 24.07.2018

75 Min its broken so replaced 1 nos. RA 1. RA Lead
Mr.50ntakke- 10:30 AM 11:45 AM V.8.

Lead. Tested and handover in

workino condition.
After checking of ECG Machine

149 1070 ECGMachine Casuality Cardiomn 2 k Printer Problem
24.07.2018 9:32AM 22Min

24.07.2018 60 Min
problem found in Printer Roller 1~Printer Mr. Sontakke

09:10 AM 10:10AM broken so replaced it Tested and Roller V.8.

handover in workino condition.
After checking of ECG Machine

observed Patient cable is broken 1. Patient
151 1069 ECGMachine Casuality Allenger Patient Cable broken

24.07.2018 9:12 AM 02 Min 24.07.2018
20 Min so replaced 1 nos. Patient Cable Cable (Ix

Mr. Sontakke
09:10AM 09:30 AM V.B.

(1 x 10 Lead). Tested and 10 Lead)

hanodver in working condition.
After checking of ECG Machine

~
~; !l\G4 ,.." .

Problem found in Lead Wire RA ,r--., ~....
2202 ECGMachine F.M.W. Lead Wire RA Broken

24.07.2018 10:35 AM OS Min 24.07.2018
30 Min its broken so replaced 1 nos. RA 1- RALead Mr.50nB~

"\ ~ ,
152 - 10:30AM 11:00 AM }~:iV.B

~,giJLead. Tested and handover in .'
workin" condition. ~,~

,.••.•, ••:;;.;,A"/



After attend call observed
problem try to repair but unable
to repair. So send to company

153 1212 Defbrillator RGYICU Not Working Properly
24.07.2018 11:45 AM 45Min

03.08.2018 14310 (Unicare) for repairing. After Vendorf- 11:00 AM 9:30 AM Min checking of Company Engineer Mr. Narayan

submit the report of Parts are not
available. So its beyond
renairable.
After checking of ECG Machine

25.07.2018 25.07.2018 Problem found in Lead Wire LL
Mr. Sontakke

155 1213 ECGMachine RGYICU - Lead LL Broken 03:10 PM 3:20 PM 10 Min 04:10 PM 60 Min its broken so replaced 1 nos. LL 1 - LLLead
Lead. Tested and handover in

V.8.

workino condition.
After checking of SP02 Probe

New Pead. SP02 Probe is not 25.07.2018 25.07.2018 127 loose connection in indecator Mr. Pawar S.
157 1640 Monitor

Ward - working 10:38AM
11:00 AM 22 Min 01:05 PM Min

side so its resolder properly.
Tested and handover in working

D.

condition.
After checking of ECG Mahchine

observed Printer roller is broken

158 3288 ECGMachine M.MW. Printer Roller Broken
25.07.2018 11:47 AM 02Min

25.07.2018
30 Min so replaced 1 no. Printer Roller.

1. Printer Mr. Sontakke- 11:45 AM 12:15 PM Roller V.8.
Tested and handover in working

condition.
After checking of Syringe Pump

25.07.2018 25.07.2018
observed Syringe Knob is broken

Mr. Pawar S.
161 2204 Syringe Pump SICU Syringe Pump Body Loose 2:20 PM OS Min 15 Min so replaced 1 nos. Syringe Knob.

I. Syring- 02:15 PM 02:30 PM Knob D.
Tested and handover in working

condition.
After checking of SP02 Probe

SP02 Probe is not 26.07.2018 26.07.2018 problem found in sensor so Mr. PawarS.
165 2205 Monitor SICU - working 10:30 AM 10:45 AM 15 Min 11:00 AM 30 Min 1-Sensor D.replaced 1 nos. sensor. Handover

in workino condition.
After checking of ECG Cable

ECGCable is not Working
26.07.2018 26.07.2018 observed Leads are broken so Mr. PawarS.

166 356 Monitor D8GYICU - 09:35 AM 10:00 AM 25 Min 10:30AM
55 Min - D.replaced ECG Leads. Tested and

handover in workin" condition.
After checking of ECGCalbe loose

26.07.2018 26.07.2018 connection found so its resolder Mr. Pawar S.
168 2207 Monitor SICU VM8 ECGCable is not Working 12:35 PM 12:35 PM OMin 01:00 PM 25 Min D.properly. Tested and handover in

workino condition.
After checking of ECG Machine

173 2294 ECGMachine Super Deluxe
ECGMachine is not 27.07.2018 11:00 AM 30 Min

27.07.2018
50 Min

problem found in setting so reset Mr. PawarS.- Working 10:30 AM 11:20 AM -
DAr

the setting. Tested and handover
~in workino condition. --... -:':-"',

After checking of ECG Machine

Mr.sf(tC \~observed carbon on Leads so )~
174 734 ECGMachine New Deluxe

ECGMachine is not 27.07.2018 11:00 AM 30Min
27.07.2018 105

release the carbon & replaced a 1. Charger Jl!'- -, .•. ,
Working 10:30 AM 12:15 PM Min V.B•• 6 _../ ~

charger. Tested and handover in ~ lllo')

workin" condition.
j~-



After attend call checked the
Phototheraphy observed L

Phototheraph NICU LType Cornor Broken 27.07.2018 3,00 PM
27.07.2018 101 Cornor broken so replaced 3 nos. 3. LCornor Mr. PawarS.

175 1567 - 02,49 PM 11 Min 04,30 PM Min D.y
L Cornor. Tested and handover in
workinp condition.
After checking ECG Machine

ECGMachine is not 27.07.2018 27.07.2018 observed Printer Copper shaft 1. Copper Mr. Sontakke
176 1992 ECGMachine Old Deluxe - Working 04,22 PM

4,23 PM 01 Min 04,55 PM 33 Min Misplaced so replaced Copper Shaft V. B.
shaft. Tested and handover in
workinp condition.
After checking of ECG Machine

2209 ECGMachine 51CU
ECGMachine is not 27.07.2018 4,05 PM 05 Min

27.07.2018 30 Min
observed Printer Paper not Feed

Mr. Narayan177 - Working 04,00 PM 04,30 PM Proper so repaired it. Tested and
handover in workinp condition.
After attend call checked the

27.07.2018 27.07.2018
Ventilator problem found in 02

178 1074 Ventilator Casuality - 02 Leakage from tubing 03,05 PM
3,10 PM 05 Min 03,30 PM 25 Min leakage so refixed 02 Hosing. . Mr.Narayan

Tested and handover in working
condition.
After checking of Skin probe

27.07.2018 27.07.2018
observed its beyond repairable. 1. PT Mr. PawarS.

181 1568 Monitor NICU - Skin Probe is not working 11,38 AM
11,40 AM 02 Min 12,00 PM 22 Min So replaced 1 nos. PT Sensor Sensor D.

Probe. Handover in working
condition.
After checking of Temp. Probe

Temp. Probe is not 27.07.2018 27.07.2018 loose connection so its resolder Mr. PawarS,
182 1569 Monitor NICU - 11:35 AM 05 Min 30 Min -working 11:30 AM 12:00 PM properly. Tested and handover in D.

workinp condition.
After checking of 5P02 Probe

SP02 Probe is not 28.07.2018 28.07.2018 loose connection in indecator Mr. Pawar S.
185 1076 Monitor Casuality working 04:15 PM 4:30 PM 15 Min 04:45 PM 30 Min side so its resolder properly. D.

Tested and handover in working
condition.
After attend call Checked the
Monitor try to repair but not
possible from our side so call to

24.07.2018 30.07.2018 8740
company engineer after checked

1- SP02 Vendor /
191 1098 Monitor O.T. Complex U512570542 Problem in Module SP02 10:20 AM

10:20 AM OMin 12:00 PM MHn by company engineer problem Module Mr. Amin
found in SP02 Module its need to
replaced so replaced 5P02
Module under CMC. Tested and
handover in workinp condition.
After checking of BP cuff Leakage

192 1554 Monitor Cathlab Leakage Problem 30.07.2018 10:05AM 05 Min 30.07.2018 10 Min
problem found so replaced 1 nos.

1- 8P Cuff Mr. Amin
- 10:00 AM 10:10 AM SayyedBP Cuff. Handover in working

condition. ~""'.
After checking of ECG Cable ,~. '~(!'"

30.07.2018 30.07.2018
observed its its damaged so 1-3Lead Mr. PawarS.

y-----~"".
195 2714 Monitor O.T. Complex - ECGCable is not Working 11:30 AM

12:00 PM 30 Min 12:45 PM
75 Min replaced 3 Lead ECG Set Tested ECGCable D. f~ \~and handover in working )<

condition. '- .. f//'
,i~f!~jz



After checking of Syringe Pump

Syringe not detected 30.07.2018 31.07.2018 1500
observed Syringe Knob is broken

Vendor /. 200 1565 Syringe Pump NICU 1406113 11:00 AM 30 Min so replaced 1 nos. Syringe Knob
1- Syringe

Error 10:30 AM 11:30 AM Min Knob Mr.Amin
under CMC.Tested and handover
in working condition.
After checking of 02 Nos. BP cur

202 1152 Monitor CVTS BP Cuff is not Working 31.07.2018 10:45AM OMin
31.07.2018 15 Min

observed its totally damaged so
2-8PCuff Mr.Amin

- 10:45 AM 11:00 AM Sayyedreplaced 02 nos. 8P Cuff.

Handover in working condition.
After attend call checked the

Phototheraph 31.07.2018 31.07.2018 Phototheraphy observed tube is Mr. Pawar S.
206 1573 NICU Tube Light is not Working 2:00 PM 60 Min 7S Min fused so replaced 1 nos. Tube. 1. Tube

y 01:00 PM 02:15 PM Tested and handover in working
D.

condition. w~
Dean

MGM Meaical CClieu.
Aurangabad
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Total Down_'!Ji Camplia NameDf D'epartmenfil Model No. Nawn Of Complaint ReceIve Date & call Attended Response call Close Date &
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Work Done By Remark. IS~~o ntNa EquIpment TIme Time Time Time
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After checking or SP02 Probe

SP02 Probe is not 01.06.2018 01.06.2018 loose connection in indecator Mr.Amin5 1782 Monitor MICU - working 03:3S PM 3:3S AM OMin 03:S5 PM 20 Min side so its resolder properly. - SayyedTested and handover in working
condition.
After checking of Pead. Ambubag

Pead. 01.06.2018 01.06.2018 Mouth Fish Valve is broken so 1 - Mouth Mr. Sontakke8 514 Ambubag Labour Roan - Mouth Fish Valve Broken 11:00 AM 11:10 AM 10 Min 11:30 AM 30 Min replaced 1 nos. Mouth Fish. Fish Valve V.B.Handed over in working
condition.
After checking or SP02 Probe

SP02 Probe is not 04.06.201B 04.06.2018 loose connection in indecator Mr.Amin12 143 Monitor SICU - working 10:00 AM 10:0S AM OSMin 11:00 AM 60 Min side so its resolder properly. - SayyedTested and handover in working
condition.
After checking or ECG Cable

04.06.2018 04.06.201B problem found in ECG Lead so 1. ECG Mr, Pawar S.19 1117 Monitor CCU - ECGCable is not working
12:45 PM 12:50 PM OSMin 01:00 PM 15 Min replaced 1 nos. ECGLead. Tested

Lead D.and handover in working
condition.

04.06.2018 04.06.2018 After checking or NIBP Cuff Mr.Amin20 1520 Monitor NICU - NIBP Cufris not working
10:15 AM 10:20 AM OSMin 10:45 AM 30 Min leakage problem found so its - Sayyedbevond renairable

After checking of ECG Machine

21 325 ECGMachine MCRIOPO Vibration in Graph 05.06.201B
10:35 AM 10 Min 05.06.2018 25 Min

problem found in RL Lead so its
1. RLLead Mr. Sontakke- 10:35 AM 10:00 AM V.B.replaced. Tested and handover in

workim! condition.
After checking of ECG Machine

23 1939 ECGMachine Old Deluxe Not working properly 05.06.2018 4:41 PM 01 Min 05.06.201B 20 Min
problem found in VI Lead so its

1- V1 Lead Mr. Sontakke- 04:40 PM 05:00 PM V.B.replaced. Tested and handover in

working condition.
After checking or NIBP Hose 1- NIBP

05.06.2018 05.06.2018 Cable leakage problem found so
Hose Mr. PawarS.24 150 Monitor SICU - Not working properly 11:20 AM 11:35 AM 15 Min 11:45 AM 25 Min replaced 1 nos. NI8P HOSECable. (Philips o. 2517

Tested and handover in working
condition. VM8)

05.06.2018 05.06.2018 After checking of Syringe pump Mr.Amin25 1119 Syringe Pump CVTS- Not working properly 12:30 PM 12:35 PM 05Min 01:00 PM 30 Min done servicing. Handed over in - Sayyedworking condition.
After checking or NIBP Hose

06.06.2018 06.06.2018 Cable leakage problem found so 1- NIBP
Mr.Amin26 17B4 Monitor MICU Goldway Not working properly

09:30 AM 9:35AM OSMin 09:50 AM 20 Min replaced 1 nos. NIBP HOSECable. Hose Sayyed 2329
Tested and handover in working (Goldway)
condition. ~.
After checking or Fetal Heart . ~):,Ir ..,'\,

Fetal Heart 06.06.2018 06.06.2018 Monitor sensor connection loose
Mr.son~~ ~1';,28 51B Monitor Labour Roan - Not working properly 12:30 PM 12:35 PM as Min 01:00 PM 30 Min - V.B.••. t (, .

so done proper soldering. ) -. ',.
0

,. ./.(,.-~'JHandover in workin~ condition. '"•



After checking of ECG Machine

06.06.2018 06.06.2018 problem found in Charger so Mr. Sontakke29 1024 ECGMachine Casuality - Charger Apapter Broken
11:30 AM 11:35 AM as Min 12:35 PM 65 Min replaced 1 nos. Charger 12V/2A. 1.Charger

V.8.
Tested and handover in working
condition.
After checking of ECG Machine

06.06.2018 06.06.2018
problem found in On/Off Switch

1 - ON/OFF Mr. Sontakke30 1025 ECGMachine Casuality - On / Off Switch Broken 11:30 AM 11:35 AM OSMin 11:50 AM 20 Min its broken so replaced 1 nos. of Switch V.8.
On/Orr switch. Tested and
handover in workin~ condition.
After checking of ECGCable loose

06.06.2018 06.06.2018 connection found so its resolder Mr.Amin31 1162 Monitor O.T. Complex - ECGCable is not working
10:10 AM 10:15 AM 15 Min 10:45 AM 35 Min Sayyed 1764

properly. Tested and handover in
working: condition.
After checking of ECG Machine

06.06.2018 06.06.2018 observed RA Lead is broken so Mr. Sontakke33 3263 ECGMachine M.MW. - RA Lead Broken
12:00 PM 12:05 PM OSMin 12:35 PM 35 Min replaced 1 no. RA Lead. Tested 1.RALead

V.8.
and handover in working

After checking of ECG Machine

08.06.2018 08.06.2018 problem found in Charger so Mr.Sontakke46 1026 ECGMachine Casuality Allenger Charger Apapter Broken
02:18 PM 2:25 PM 7Min 02:45 PM 27 Min replaced 1 nos. Charger 12V /2A. 1. Charger

V.8.Tested and handover in working
condition.
After checking of I8P Cable

09.06.2018 09.06.2018 observed its faulty so replaced 1 1-18P Mr. Amin50 1123 Monitor CCU - Not working properly 12:15 PM 12:20 PM as Min 01:00 PM 45 Min nos. ibp cable of MP20 Monitor. Cable Sayyed 2582
Tested and handover in working (MP20)
condition.
After checking of ECG Machine

09.06.2018 09.06.2018 observed ECG Black Clamp is 1.Black Mr. PawarS. Need to entry in53 1837 ECGMachine F.M.W. - Not working properly 12:00 PM 12:15 PM 15 Min 12:30 PM 30 Min broken so replaced 1 nos. Black Clamp D. APEXClamp. Handover in working
condition.
After checking of BP Cuf

55 178B Monitor MICU BP Cuff is not working 09.06.2018 10:40AM OSMin 09.06.2018 25 Min
observed its damaged so replaced

1- BP Cuff Mr. Amin- 10:35 AM 11:00 AM 5ayyed1 nos. 8P Cuff. Tested and
handover in workiml condition.
After attend call checked the

11.06.201B 11.06.201B Ventilator 02 Leakage problem Mr. Amin57 161 Ventilator PICU - 02 Leakage problem
09:55AM 10:00 AM OS Min 10:15 AM 20 Min found so Hose connector fixed - Sayyedproper. Handover in working

condition.
After checking of Cautery
Machine problem found in Forcep

59 1175 Cautery
O. T. Complex Not working properly 11.06.2018

3:30 PM 15 Min 11.06.201B 60 Min Cable so its repaired by proper Mr.Sontakke
Machine - 03:15 PM 04:15 PM soldering. Also done - V.B.

~

necessary
setting. Handover in working
condition.
After attend call checked the 02

\~\02 Flow 11.06.2018 11.06.2018 Flow Meter observed Leveling Mr. Pawar <, Ji:
j .•60 1646 F.5.W. - Not working properly 2:45AM 07 Min 22 Min - , "1-0~./,.!JMeter 02:38 PM 03:00 PM Tube is broken so its replaced. D. "

Handover in workinR condition.
[,,~.) I" '-0:"1



After checking of Syringe Pump

61 1128 Syringe Pump CVTSICU Sound Problem 11.06.2018 2:20AM a Min 11.06.2018
40 Min

sound problem found so clean the Mr.Amin
02:20 PM 03:00 PM - SayyedMotor gear. Tested and handover

in workinl1' condition.
After checking of ECG Machine

68 1124 ECGMachine CCU Schiller Not working properly 12.06.2018 9:45 AM 10 Min
12.06.2018

45 Min
Problem found in Key Pad Switch Mr.Sontakke

09:35 AM 10:20 AM - V.B.so replaced it. Tested and
handover in workinl1'condition.
After checking of Monitor

69 1180 Monitor O. T. Complex Nihon Kohden Not working properly 12.06.2018 9:00AM OMin 12.06.2018 IDS Min
problem found in ETCOZ Sensor 1- ETC02 Mr.Amin 267709:00 AM 10:45 AM so replaced it. Tested and Sensor Sayyed

handover in workinp condition.
After attend call checked the
Cental OZ Point bottle not fixed

70 922 Central 02
Not working properly 12.06.2018 1O:15AM 15 Min 12.06.2018 30 Min proper so its fixed proper. Also Z.ORing Mr. Pawar S. 2680Point EICU - 10:00 AM 10:30 AM O.

replaced OZnos 0 Ring. Handover
in workinlZ condition.
After checking of SP02 Probe

SP02 Probe Not working 12.06.2018 12.06.2018 loose connection in indecator
Mr. Amin72 152 Monitor SICU - 10:10 AM 10 Min 60 Min side so its resolder properly. -properly 10:00 AM 11:00 AM

Tested and handover in working Sayyed

condition.
After checking of SPOZ Probe
problem found with sensor so 1- SP02

73 162 SP02 Probe is not 12.06.2018 11:25 AM OSMin 12.06.2018
40 Min replaced 1 no. of SPOZ Probe & Probe Mr. AminMonitor PICU - working 11:20 AM 12:00 PM I - Ext. Sayyed

Extension Cable. Tested and Cable
handover in workinl! condition.
After checking of ECG Machine
observed Printer Motor Jammed 1. Printer Mr.Sontakke75 1030 ECGMachine Casuality Not working properly 13.06.2018 9:40AM 05 Min 13.06.2018

60 Min replaced I printer assembly- 09:35 AM 10:35 AM so no. V.B.
assembly set Tested and Set

handover in worldn!! condition.
After checking of 02 Flow Meter
Observed Pressure Gauge is 2. Pressure

7B 1031 OZFlow Casuality 0202 Flow meter is not 14.06.201B 12:05 PM 05 Min 14.06.2018 30 Min broken so replaced 02 No. Gauge Mr.Sontakke 2930Meter - working 12:00 PM 12:30 PM Pressure Gauge & 1 No. Black I - Black V.B.
Knob. Handover in working Knob
condition.
After checking of Monitor

Bl Monitor v24
SPOZ Probe is not 15.06.201B 9:45AM 10 Min 15.06.2018 55 Min

problem found in SP02 Probe so 1- SP02 Mr. AminlB17 MCRIOPD working 09:35 AM 10:30 AM replaced it Tested and handover Probe (V24) Sayyed

in workim'! condition.
After checking of Monitor

B2 1179 Monitor O. T. Complex Rotary Knob faulty 15.06.20IB
10:35 AM as Min 15.06.20IB

60 Min
problem found in Rotary Knob so 1. Rotary

Mr. Narayan- 10:30 AM 11:30 AM replaced it Handover in working Knob
Condition. ~~J'n'". -::.

~ !Cl
~\. J~.

~~ '- G:-;



After checking of $POZ Probe

SP02 Probe is not 15.06.2018 15.06.2018 loose connection in indecator
Mr. Amin83 155 Monitor SICU - working 09:55AM 9:55 AM 05Min 10:00AM 35 Min side so its resolder properly. - Sayyed

1909
Tested and handover in working
condition.
After checking of ECG Machine

15.06.2018 15.06.2018 reset the Printer connection. Also
Mr. Amin84 1034 ECGMachine Casuality Allenger Printer Problem

09:10 AM 9:10 AM o Min 09:38AM 28 Min cleaned the Printer proper. - Sayyed
1882

Tested and handover in working
condition.
After checking replaced with New 1- Battery

15.06.2018 15.06.2018 Battel)'(B.4V & 1.3Amp) & I No. (B.4V& Mr. Narayan/
B6 1130 Syringe Pump CVTSICU IOa290 Battery Backup Problem 12:03 PM 03 Min 15 Min 1.3Amp) Mr. Sontakke 284312:00 PM 12:15 PM Pole Clamp, Tested & handover in 1-Pole V.B.

working condition. Clarno.
After checking replaced with New 1. Battery

15.06.20IB 15.06.20IB Battel)'(B.4V & 1.3Amp) & I No. (B.4V& Mr. Narayan/
B7 1131 Syringe Pump CVTSICU lOa290 Battery Backup Problem 12:20 PM 03 Min 17 Min 1.3Amp) Mr. Sontakke 284212:17 PM 12:35 PM Pole Clamp, Tested & handover in 1- Pole V.B.

working condition. Clamp,
After checking replaced with New 1- Battery

(BAV &

15.062018 15.06.20IB Battel)'(B.4V & 1.3Amp), Syringe 1.3Amp) Mr. Narayan/
88 1132 Syringe Pump CVTSICU Battery Backup Problem

12:40 PM 12:42 PM 03 Min 12:55 PM 17Min 1- Pole Mr. Sontakke 2842
Knob & 1 No. Pole Clamp, Tested Clamp, V.B.

1-Syringe
& handover in working condition. Knob
After checking replaced with New 1-Battery

(8.4V&

Battery Backup & Pie 15.06.2018 15.06.2018 8attel)'(8.4V & 1.3Amp), Syringe 1.3Amp) Mr. Narayan/
89 1133 Syringe Pump CVTSICU 1:00 PM 04Min 19 Min 1. Pole Mr. Sontakke 2840Clamp Problem 12:56 PM 01:15 PM

Knob & 1 No. Pole Clamp, Tested Clamp, V.B.
1- Syringe

& handover in workine condition. Knob
After checking of 8P Culf

90 1134 Monitor CVTSICU MP20 Problem in SP Cuff
15.062018 2:10 PM 10 Min

15.06.2018
25 Min

obseJVed its damaged so replaced
1- 8P Culf Mr. Sontakke 2837

02:00 PM 02:25 PM I nos. 8P Culf. Tested and V.8. 2838

handover in working condition.
After checking replaced with New 1- Battery

(8.4V&

15.06.2018 15.06.2018 8attel)'(8.4 V & 1.3Amp), Syringe 1.3Amp) Mr. Narayan/ 283791 1135 Syringe Pump CVTSlCU 4543 Battery Backup Problem
02:42 PM 2:50 PM 08 Min

03:00 PM 18 Min 1- Pole Mr. Sontakke
2838

Knob & 1 No. Pole Clamp, Tested Clamp, V.8.
1- Syringe

& handover in working condition. Knob
After checking replaced with New 1-Battery

15.06.2018 15.06.2018 8attel)'(8.4V & 1.3Amp) & I No. (8.4V& Mr. Narayan/
92 1136 Syringe Pump CVT5lCU IOA2816 Battery Backup Problem 3:10 PM 08 Min 18 Min 1.3Amp) Mr. Sontakke 283603:02 PM 03:20 PM Syringe Knob, Tested & handover 1-Syringe V.8.

In working condition. Knob
After checking replaced with New 1-Battery ~,

(8.4V & Mr. Narayan/, r~~~115.06.2018 15.06.2018 8attel)'(8.4V & 1.3Amp) & I No. ---..... Po .
93 1137 Syringe Pump CVTSICU 3976 Battery Backup Problem 3:25 PM 03 Min 20 Min 1.3Amp) Mr. Sontakkl :~83S).~\03:22 PM 03:42 PM Pole Clamp, Tested & handover in 1- Pole V.8. (

workin2 condition. Clamp, ~\ /9.,1

'-Yu __ .../e,<'



After checking replaced with New 1 . Battery

15.06.Z018 15.06.2018 8attery(8.4V & 1.3Amp) & I No. (8.4V& Mr. Narayan/
94 1138 Syringe Pump CVT51CU 133 Battery Backup Problem 3,48 PM 03 Min 25 Min 1.3Amp) Mr. Sontakke 283403,45 PM 04,10 PM Pole Clamp, Tested & handover in 1. Pole V.8.

working condition. Clarno.
After checking of ECG Machine Mr. Narayan/

95 1036 ECGMachine Casuality Cardiomn 2K Lead RA Broken 15.06.2018 2,Z5 PM 05 Min 15.06.2018 20 Min observe RA Lead is broken so 1. RALead Mr.SontakkeOZ,ZOPM OZ,40 PM replaced the same. Handover in
working condition. V.B.

After checking of phototherapy

96 15Z9 Phototheraph
NICU Not working properly 15.06.Z018 IUOAM 10 Min 15.06.Z018 255 Min reset the tube properly. Tested Mr. Amin- 11,10 AM 01,45 PM and handover in working - Sayyedy

condition.
After checking of Fetal Heart

Fetal Heart 15.06.Z018 15.06.Z018 Monitor UV Transducer Probe Mr. Sontakke99 522 Monitor Labour Roon - Not working properly 11,30 AM IZ,OOPM 30 Min IZ,45 PM 75 Min wire loose so done proper - V.8.soldering. Handover in working
condition.
After attend call checked the

101 163 Ventilator PICU Hamilton Expiratory Tidal Volume 18.06.Z018 5,05 PM 05 Min
18.06.Z018

45 Min
Ventilator Flow Sensor problem 1 .Flow Mr. Narayannot showing 05,00 PM 05,45 PM found so replaced the sensor .. Sensor

Handover in workimz condition.
After attend call checked the

Expiratory Cassete 18.06.Z018 18.06.2018 Ventilator problem found in 1-102 1530 Ventilator NICU Maquet 9,35AM OS Min 28 Min Mr. NarayanMembrane Zero 09,30 AM 09,50 AM Membrane so replaced with new Membrane

Handover in workina condition.
After checking replaced with New 1. Battery

IB.06.Z018 100 18.06.Z018 Battery(8.4V & 1.3Amp) & I No. (8.4V& Mr. Narayan/
103 IZOO Syringe Pump O.T. Complex 119 Battery Backup Problem 4,05 PM 120 Min 1.3Amp) Mr. Sontakke 2B4B02,45 PM Min 04,45 PM Pole Clamp, Tested & handover in 1. Pole V.B.

working: condition. Clarno.
After checking replaced with New 1. Battery

18.06.Z018 18.06.20IB 8attery(8.4V & I.3Amp) & I No. (8.4V& Mr. Narayan/
104 1197 Syringe Pump O.T. Complex Z317 Battery Backup Problem 3,00 PM 15 Min 30 Min 1.3Amp) Mr. Sontakke 284902,45 PM 03,15 PM Pole Clamp, Tested & handover in 1. Pole V.8.

workinR condition. Clamp,
After checking replaced with New 1. Battery

18.06.Z018 18.06.2018 8attery(B.4V & 1.3Amp) & I No. (8.4V& Mr. Narayan/
105 1199 Syringe Pump O.T. Complex 104292 Battery Backup Problem 3,40 PM 55Min 75 Min 1.3Amp) Mr. Sontakke 2850OZ,45 PM 04,00 PM Pole Clamp, Tested & handover in 1. Pole V.B.

workinS!:condition. Clarno.
After checking replaced with New 1-Battery

18.06.2018 18.06.2018 8attery(8.4V & I.3Amp) & I No. (8.4V & Mr. Narayan/
106 119B Syringe Pump O.T. Complex Battery Backup Problem 3,17 PM 32 Min 50Min 1.3Amp) Mr.Sontakke 2B51OZ,45 PM 03,35 PM Thread Knob, Tested & handover 1. Thread V.B.

in workim! condition. Knob
After checking of ECG Machine

107 1036 ECGMachine CasuaIity Cardiomn 2K Lead RA Broken IB.06.Z018 12,ZO PM 05 Min
18.06.2018 30 Min observe RA Lead is broken so 1- RALead Mr.Sontakke

IZ:15 PM 12,45 PM replaced the same. Handover in V.B. -
workinS!:condition. /o<A'~
After checking of SPOZ Probe ~t-\~SP02 Probe is not 18.06.Z018 18.06.Z018 loose connection in indecator Mr. Pawar S.110 794 Monitor Dialysis working 04,15 PM 4:15 PM OMin 04:30 PM 15 Min side so its resolder properly.

D. ""0\ J "Tested and handover in working
~ '-- /~/. --' e,.condition. ~(>,)In~""

)



After checking of ECG Machine

119 1041 ECGMachine Casuality Not working properly 19.06.2018 12:01 PM 01 Min 19.06.2018 15 Min done Setting and
Mr.Sontakke-

12:00 PM 12:15 PM necessary V.B.
handover in workinp' condition.
After checking of BP Cuff

122 1796 Monitor MICU BP Cuffis not working 19.06.201B 3:48 PM 03 Min 19.06.2018 OBMin
observed its damaged so replaced

1 - BPCuff Mr. Mohan 2919- 03:45 PM 03:53 PM jadhav1 nos. BP Cuff. Tested and
handover in workinp' condition.
After checking of SP02 Probe

SP02 Probe is not 19.06.201B 19.06.2018 loose connection in indecator Mr. Pawar S.124 164 Monitor PICU working 03:30 PM
4:00 PM 30 Min 04:30 PM 60 Min side so its resolder properly. - D.Tested and handover in working

condition.
After attend call checked the
Monitor problem found in

12B 332 Monitor OBGYICU Not working properly 19.06.201B 11:05 AM 05 Min 19.06.201B 120 Min Motherboard so replaced mother 1. Mother vendor /- 11:00 AM 01:00 PM Board Mr.Amin
board Under CMC. Tested and
hanodver in workiDl! condition.
After checking of Syringe pump
try to repair but not possible
from our side so repairing 1. Graphics

129 1139 Syringe Pump CVTSICU 4535 Not working properly 19.06.201B 11:40 AM 10 Min 13.0B.201B 79200 purpose send to company. After Key Board vendor / Delay From
11:30 AM 11:30 AM Min checked by Company Engineer I-Key Mr. Amin Vendor Side

Graphics Key Board & Key Board Board Spare
Spare. Tested and handover in
workinR:condition.
After attend call Checked the
Suction Apparatus observed 3 - Safety

130 160 Suction SICU 3 Nos Suction Bottle not 20.06.201B 11:30 AM 30 Min 20.06.2018 SOMin Safety trap Vaccum Regulator is trap Mr. PawarS. 2920Apparatus - working 11:00 AM 11:50 AM Vaccum D.
broken so replaced 03 nos. Regulator
handover in workinp condition.
After checking of BP Cuft

131 161 Monitor SICU 02 nOs. BP Cuff Not 20.06.201B 11:30 AM 10 Min 20.06.2018
25 Min

observed its damaged so replaced
2- BPCuff Mr. PawarS. 2921- working properly 11:20 AM 11:45 AM D.2 nos. BP Cuff. Tested and

handover in workinll condition.
After checking of Temp Probe

133 lB25 Monitor CardiacOT . Temp. Probe Nasal Not 20.06.201B 10:03 AM 03 Min 20.06.2018 20 Min
observed its damaged so replaced 1.Temp Mr. PawarS. 2922working 10:00 AM 10:20 AM 1 nos. Temp. Probe. Handover in Probe D.

working condition.
After checking 0 ECG Machine

136 Allenger 20.06.2018 20.06.201B observed RA Lead is broken so Mr.Sontakke15B ECGMachine SICU RALead Wire Broken
11:15 AM 11:25 AM 10 Min 11:45 AM 30 Min 1. RALead

V.B.replaced 1nos. RA Lead.
Handover in workinp condition. ~--~

After checking 0 ECG Machine !tl~,
20.06.201B 20.06.2018 observed LL Lead is broken so Mr.Sontakke'13B 1949 ECGMachine Old Deluxe . Lead Wire LLBroken 04:00 PM 4:05 PM OSMin 04:35 PM 35 Min I. LLLead

V.B. ~replaced 1nos. LLLead. Handover
in workinii! condition. ,0)\ ____--' ~

,~ ..•.'" s.'t~



After checking of ECG Cable its

SP02 Probe is not 21.06.2018 21.06.2018 beyond repairable so replaced 1
1-ECG Mr. Pawar S.144 337 Monitor OBGYICU - working 02:50 PM 3:00 PM 10 Min 03:17 PM 27 Min nos. ECG Cable of Mindrey
Cable D.

3952
Monitor. Handover in working
condition.
After checking of BP Cuff

146 1540 Monitor Cathlab
BP Cuff is not working 21.06.2018 12:45 PM 15 Min

21.06.2018
25 Min

observed its damaged so replaced
1- BPCuff Mr. Pawar S.

Recovery 12:30 PM 12:55 PM 1 nos. BP Cuff. Tested and D.

handover in working condition.
After checking of Syringe Pump

observed Power Cord is burned
147 336 Syringe Pump 08GY ICU Power Cord Burned 21.06.2018 11:13 AM 01 Min

21.06.2018
13 Min so replaced 1 110S. Power Cord.

1. Power Mr. Sontakke
11:12 AM 11:25 AM Cord V.B.

Tested and handover in working

condition.
After checking of Temp Probe

149 1140 Monitor CVT51CU Temp. Probe Nasal Not 21.06.2018 12:05 PM 05 Min
21.06.2018

20Min
observed its damaged so replaced I-Temp Mr. Pawar S. 3072working 12:00 PM 12:20 PM 1 nos. Temp. Probe. Handover in Probe D.

workin" condition.
After checking of SP02 Probe

22.06.2018 22.06.2018
observed its damaged so replaced

1 - 5P02 Mr. Amin152 1044 Monitor Casuality Not working properly
03:30 PM 3:35 PM 05 Min 03:50 PM 20 Min 1 nos. SP02 Probe (Star Plus).

Probe Sayyed
3074

Tested and handover in working

condition.
After checking of Microscope

23.06.2018 23.06.2018 observed screw not fixed
Mr. PawarS.163 1020 Microscope O. T. Complex - Screw Connected loosly

02:18 PM 2:30 PM 12 Min 02:45 PM 27 Min properly so fixed proper. Tested
D.and handover in working

condition.
After Checking of ECG Machine

23.06.2018 23.06.2018 problem found in Power Cord so
1- Power Mr.Amin164 1045 ECGMachine Casuality Not working properly

02:45 PM 2:45 PM OMin 03:30 PM 45Min replaced 1 nos. Power Cord.
Cord Sayyed

Tested and handover in working
condition.
After checking of 8P Cuff
observed connector is broken so

167 798 Monitor Dialysis BP Cuffis not working
25.06.2018 4:20 PM 05 Min 25.06.2018

30 Min replaced 1 pair of Connector.
Pair Mr. Sontakke 309704:15 PM 04:45 PM Connector V.B.

Tested and handover in working

condition.
After checking of SP02 Probe

SP02 Probe is not 25.06.201B 25.06.2018 loose connection in indecator
Mr. Amin169 164 Monitor 51CU

working 10:45 AM !0:50AM OSMin 11:15AM 30 Min side so its resolder properly. - Sayyed
Tested and handover in working
condition.
After checking of ECG Cable

25.06.2018 25.06.201B problem found in RA Lead so
Mr. Amin

~

170 1799 Monitor MICU - ECGCable is not working
10:30 AM !0:35AM OSMin 11:00 AM 30 Min replaced 1 nos. RA Lead. Tested 1- RA Lead

Sayyedand handover in working
condition. "'~'iI/' \ i(I:

'u( !<\~\ J...
\~.:1t~
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After attend call checked the
26.06.2018 26.06.2018 ventilator problem found in

174 167 Ventilator PICU - Internal Leakage Test Fail
10:00 AM

10:05AM 05Min 10:30 AM 30 Min Expiratory Cassete so replaced 1. Cassete Mr. Narayan
with new Handover in working
condition.
After checking of ECG Cable

27.06.2018 27.06.2018 problem found in Lead so 1.3 Lead Mr. Amin180 169 Monitor 51CU VM-8 ECGCable is not working 02:30 PM 2:30 PM OMin 02:45 PM 15 Min replaced 1 Nos. 3 Lead ECG ECGCable Sayyed 3142
Cable. Handover in working
condition.
After checking of ECG Machine

184 3270 ECGMachine M.M.W. Not working properly 27.06.2018 12:15 PM 05 Min 27.06.2018 35 Min
Problem found in Key Pad Switch 1. Key Pad Mr.Sontakke

12:10 PM 12:45 PM so replaced it. Tested and Switch V.8.

handover in workimz condition.
After checking of BP Cuff Leakage

187 805 Monitor MICU Leakage Problem 28.06.2018 11:55 AM 05 Min 28.06.2018
25 Min

problem found so replaced 1 no.
1 - 8P Cuff Mr. Amin

11:50 AM 12:15 PM 8P Cuff. Handover in working Sayyed

condition.
After checking of ECG Machine

188 1831 ECGMachine MCRIOPD Not working properly 28.06.2018 9:35AM OSMin 28.06.2018
30 Min

problem found in Second Lead so
1 - Lead Mr. Amin- 09:30 AM 10:00AM Sayyedreplaced 1 nos. tested and handed

over in working condition.
After checking of Pacemaker

28.06.2018 28.06.2018 obseved cable disconnected so Mr. Amin189 1142 Pacemaker Cardiac OT - Cable disconnected
10:00 AM 10:00 AM OMin 10:lOAM 10 Min

Sayyeddone proper soldering. Handover
in workimz condition.
After checking of ECG Machine
problem found in Lead 5 not

193 929 ECGMachine EICU Not working properly 28.06.2018 2:15 PM OMin 28.06.2018
20 Min showing so reset the connection. Mr. Amin- 02:15 PM 02:35 PM - Sayyed

Tested and handover in workign
condition.
After checking of SP02 Probe

SP02 Probe is not 28.06.2018 28.06.2018 loose connection in indecator
Mr. Amin195 170 Monitor SICU

working 03:45 PM 3:45 PM OMin 04:05 PM 20 Min side so its resolder properly. .
SayyedTested and handover in working

condition.
After checking of ECG Machine
problem found in Graph Start

196 721 ECGMachine New Deluxe Stop Microswitch not 28.06.2018 12:55 PM 05 Min 28.06.2018
30 Min Micro Switch its broken so 1- Switch Mr.Sontakke- working 12:50 PM 01:25 PM replaced 1 nos. switch. Tested V.8.

and handover in working
condition.
After checking of Syringe Pump

200 1144 Syringe Pump CVTSICU Not working properly 28.06.2018
12:40 PM OSMin 28.06.2018 2S Min clean the Gear & done servicing Mr. Amin

~
- 12:35 PM 01:00 PM proper. Handed over in working Sayyed

condition.
After checking of ECG Cable ~Zl .Cathlab 29.06.2018 29.06.2018 problem found in all Leads so 1. ECG Mr. Amin ~\. .-./.206 1547 Monitor Recovery Vista 120 ECGCable is not working 12:30 PM 12:30 PM OMin 12:40 PM 10 Min replaced 1 nos. ECG Cable. Cable Sayyed ~- .Handed over in working .l'ID~
condition.



After checking of SP02 Probe
loose connection in indecator

Mr. AminSP02 Probe is not 29.06.2018 29.06.2018New Pead.
11:35 AM OS Min 30 Min side so its resolder properly. - Sayyed

209 1626 Monitor Ward - working 11:30 AM 12:00 PM
Tested and handover in working
condition.
After checking of SP02 Probe

SP02 Probe is not 30.06.2018 30.06.2018 loose connection so its resolder Mr. Amin9:55AM 09 Min 44 Min
Sayyed

215 1145 Monitor CVTS ICU
working 09:46AM 10:30 AM properly. Tested and handover in

working condition.
After attend call checked the

30.06.2018 30.06.2018 Ventilator problem found in 1 - Mr. Amin2:15 PM OMin 15 Min219 1537 Ventilator NICU - Not working properly
02:15 PM 02:30 PM Membrane so replaced with new Membrane Sayyed

Handover in worki",~ condition.

/
Dean

GIlAMeaical C"Il,~,
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